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^ | r Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 3795048 

Collected:03/25/2002 13:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ033D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z033D 

CAT 
No. 

06310 

SDGtt: D C J 4 8 - l i 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 10:46 
SW-846 5030B 1 03/29/2002 10:46 

Tlnalyst 
Maria S Lord 
Maria S Lord 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795049 

Collected:03/25/2002 14:20 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
MW034S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

034S- SDGtt: DCJ48-19 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Broraoform 

05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

76-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
3. 

N.D. 

N.D. 

N.D. 

N.D. 

2. 
N.D. 

30. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

370. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 37 9504 9 

Collected:03/25/2002 14:20 by RFW 

Page 2 of 2 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
MW034S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

034S-

CAT 

No. 

SDG* DCJ48-19 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 
03 163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial* 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
03/29/2002 11:11 
04/01/2002 11:53 
03/29/2002 11:11 
04/01/2002 11:53 

Analyst 
Maria S Lord 
Susan McMahon-Luu 
Maria S Lord 
Susan McMahon-Luu 

Dilution 
Factor 
1 
5 
n.a. 
n.a. 

M E M B E R 
PS 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 1 ^ Lancaster Laboratories 
^ | r where quality k a science. 

Lancaster Laboratories Sample No. WW 37 95050 

Collected:03/25/2002 14:10 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ034I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Page 1 of 2 

Z 0 3 4 I 

CAT 

N o . 

SDGtt: D C J 4 8 - 2 0 

Analysis Name CAS Numbei 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chlorotorm 
05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-46-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 

D 
D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 
D 

D 

D 

D 

D 

D 
D 

D 
D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2215 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 37 95050 

Collected:03/25/2002 14:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ034I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 3 4 I 

CAT 

N o . 

0 6 3 1 0 

SDGtt: D C J 4 8 - 2 0 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 11:37 
SW-846 5030B 1 03/29/2002 11:37 

Analyst 
Maria S Lord 
Maria S Lord 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 37 95051 

Page 1 of 2 

C o l l e c t e d : 0 3 / 2 5 / 2 0 0 2 14:15 by RFW Account Nuinber: 10150 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ034D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z034D SDGtt: DCJ48-21 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 
10061-01-5 

108-10-1 

591-78-6 

N 

N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

D. 

D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795051 

Collected:03/25/2002 14:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:09 

Discard: 06/04/2002 

PZ034D Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z034D 

CAT 

N o . 

06310 

SDGtt: D C J 4 8 - 2 1 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 12:03 
SW-846 5030B 1 03/29/2002 12:03 

Analyst 
Maria S Lord 
Maria S Lord 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page ] of 2 

Lancaster Laboratories Sample No. WW 37 95052 

Collected:03/25/2002 14:55 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:09 

Discard: 06/04/2002 

MW036S Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

036S- SDG#: DCJ48-22 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1, 1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1, 1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

1, 2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1, 2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 
2-Butanone 

trans-1, 3-Dichloropropene 

cis-1, 3-Dichloropropene 

4-Methyl-2-pentanone 
2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N, 
N. 

N. 

N. 

N. 
N. 

6. 
2. 

,D. 
.D. 

.D. 

.D. 

.D. 
• D . 

140. 
N. 

4. 
N. 

N. 

N. 

1, 
N. 

N. 

N, 

N, 
N, 

N, 

N, 

N. 
N, 

N, 

N, 

N, 

N, 

N, 
N 

N 
N, 

N. 

.D. 

.D. 

.D. 

.D. 

700 
.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

• D. 

.D. 
• D. 

• D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

• D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

2 0 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

20 

M E M B E R 

^ r e ¥ . m 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795052 

Collected:03/25/2002 14:55 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:09 

Discard: 06/04/2002 

MW036S Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

036S-

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ48-22 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial* 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
03/29/2002 12:29 
04/01/2002 12:19 
03/29/2002 12:29 
04/01/2002 12:19 

Analyst 
Maria S Lord 
Susan McMahon-Luu 
Maria S Lord 
Susan McMahon-Luu 

Dilution 
Factor 
1 
20 
n.a. 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 5 / 2 0 0 2 1 4 : 4 5 by RFW 

3795053 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ036I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z036I SDGtt: DCJ48-23 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 
06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

N 

D 
D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-555-2581 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795053 

Collected:03/25/2002 14:45 by RFW Account Number: 10160 

SubmitCed: 03/27/2002 09:35 
Repo:.ted: 04/04/2002 at 16:09 
Discaid: 06/04/2002 
PZ036I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
DaytoTi Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z036I SDGtt: DCJ4 8-23 

CAI' 

No. Analysis Name 

06310 Xvlene (Total) 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 

Method 

Detection 
Limit 

1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 

No. 

06291 

01163 

Analysis Name 

TCL by 32GU (water) 

GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 

SW-846 8260B 1 03/29/2002 12:54 

SW-846 5030B 1 03/29/2002 12:54 

Analyst 

Maria S Lord 
Maria S Lord 

Dilution 
Factor 

1 
n.a. 

M E M B E R s ^ • " y ^ 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-656-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795054 

Collected:03/25/2002 14:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ036D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z036D SDGt DCJ48-24 

CAT 

No. Analysis Name CAS Number 
As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 
100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

5. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

50. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality /s a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795054 

Collected:03/25/2002 14:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:09 
Discard: 06/04/2002 
PZ036D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z036D 

CAT 

No. 

06310 

SDGtt: DCJ48-24 

A n a l y s i s Name 

Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time Analyst 
SW-846 8260B 1 03/29/2002 13:20 Maria S Lord 
SW-846 5030B 1 03/29/2002 13:20 Maria S Lord 

Dilution 
Factor 
1 
n.a . 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality /s a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795055 

Collected:03/25/2002 15:25 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MW025S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

025S- SDGtt: DCJ48-25 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 
05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 

05413 

05415 
05418 

05419 

05421 
06302 

06303 
06305 

06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

2. J 

3. J 
65. 
N.D. 

6. 
N.D. 

N.D. 
N.D. 

200. 

N.D. 
N.D. 

N.D. 

N.D. 

3. J 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

2 

1 
2 

2 

1 

2 

1 

1 

1 
1 

1 

1 

1 

1 

1 

1 

1 
1 

1 

1 

1 

1 

1 

1 

1 
1 

6 
1 

3 
1 

1 
3 

3 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ i r Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795055 

Collected:03/25/2002 15:25 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MW025S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

0258-

CAT 

N o . 

SDGtt: D C J 4 8 - 2 5 

Analysis Ncime 

06310 Xylene (Total) 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No-
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial# Date and Time 
SW-846 8260B 1 03/29/2002 13:46 
SW-846 5030B 1 03/29/2002 13:46 

Analyst 
Maria S Lord 
Maria S Lord 

Dilution 
Factor 
1 
n.a. 

M E M B 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2216 Rev. 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 5 / 2 0 0 2 15:10 by RFW 

3795056 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ025I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z025I SDGtt: DCJ48-26 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
6. 

N.D. 

N.D. 

16. 
N.D. 

66. 

40. 
1,200 
1. 

15. 
N.D. 

N.D. 
11. 

110. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 0 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

10 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science 

Page 2 of 2 

Lancaster Laboratories Sample No. W W 3795056 

Collected:03/25/2002 15:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ025I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z025I 

CAT 
No, 

06310 

SDGtt: DCJ48-26 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 
01163 

T^alysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trialft 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
03/30/2002 00:37 
04/01/2002 12:45 
03/30/2002 00:37 
04/01/2002 12:45 

Analyst 
Bryan J Polick 
Susan McMahon-Luu 
Bryan J Polick 
Susan McMahon-Luu 

Dilution 
Factor 
1 
10 
n.a. 
n.a. 

Lancaster Laboratones, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95057 

Collected:03/25/2002 15:20 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ025D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z025D SDGtt: DCJ48-27 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N. 

N. 

N. 

N. 

N. 
N. 

N. 
N. 

N, 

N, 

N, 
N. 

N, 
N. 

1. 
N. 

N, 
N. 

N. 

N. 

N. 

N. 

N. 
N 

N. 

N, 

N, 

N, 
N. 

N, 

N. 
N. 

N. 

.D. 

.D. 

,D. 

.D. 

• D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

• D. 

.D. 

.D. 

• D. 

.D. 

.D. 

,D. 

,D. 
• D. 

• D. 

.D. 

.D. 

.D. 

• D. 

.D. 

.D. 

.D. 
,D. 

.D. 

• D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality is a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795057 

Collected:03/25/2002 15:20 b y RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 0 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
PZ025D G r a b W a t e r S a m p l e 
S i t e C o d e : SCOOl RFAtt LBG02012 
D a y t o n T h e r m a l 1 s t Q u a r t e r G W / D a y t o n , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 5 3 7 9 3 3 
L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

Z025D 

CAT 
No, 

SDGt D C J 4 8 - 2 7 

Analysis Name 

06310 Xylene (Total) 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 03/29/2002 18:38 
SW-846 5030B 1 03/29/2002 18:38 

T^alyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95058 

Collected:03/25/2002 15:50 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MW026S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

026f SDGtt: D C J 4 8 - 2 8 

CAT 

N o . A n a l y s i s Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 

05390 

05391 

05392 

05393 
05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

05309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1, 1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1, 1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 
2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

2. J 

N.D. 

2. J 
N.D. 

N.D. 
N.D. 

5. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 

3 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795058 

Col]ected:03/25/2002 15:50 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MW026S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

026S-

CAT 

N o . 

SDGtt: DCJ48-28 

A n a l y s i s Name 

06310 XyJene ( T o t a l ) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 

1. 
A LCS/LCSD A site-specific MSD sample was not submitted for the project. 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

ug/1 

Dilution 

Factor 

CAT 
No. Anolysis Name 
06291 TCL. l.iy 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 03/29/2002 19:03 
SW-846 5030B 1 03/29/2002 19:03 

Analyst 
Bryan J 
Bryan J 

Polick 
Polick 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality k a science 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795059 

Collected:03/25/2002 15:40 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ026I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z026I SDGtt: DCJ48-29 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 
06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
11. 

N.D. 

N.D. 

31. 
N.D. 

32. 
22. 

1,200 
4. 

250. 
N.D. 

N.D. 
9. 

3,600 

N.D. 

N.D. 
N.D. 

4 . 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

5 . 

3 . 

5 . 

5 . 

3 . 

5 . 

3 . 

3 . 

2 5 . 

3 . 

3 . 

3 . 

3 . 

3 . 

2 5 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

3 . 

1 5 . 

3 . 

8 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

2.5 

2.5 

2.5 

2.5 

2.5 

2.5 

2.5 
2.5 

25 
2.5 

2.5 
2.5 

2.5 
2.5 

25 
2.5 

2.5 
2.5 

2.5 

2.5 

2.5 
2.5 

2.5 

2.5 

2.5 

2.5 

2.5 
2.5 

2.5 

2.5 

2.5 
2.5 

2.5 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-556-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page l o i i 

Lancaster Laboratorxes Sample No. WW 3795059 

CoLlected:03/25/2002 15:40 b y RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 

R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 0 

D j s c a r d : 0 6 / 0 4 / 2 0 0 2 

P Z 0 2 6 I G r a b W a t e r S a m p l e 

S i t e C o d e : SCOOl RFAtt LBG02012 

D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 

PO Box 5 3 7 9 3 3 

L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

Z 0 2 6 I 

CAT 

N o . 

0 6 3 1 0 

SDGt DCJ4 8 -2 9 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 

Method 

Detection 
Limit 

3. 

LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

2.5 

A n a l y s i s Name 

Xyleni ( T o t a l ) 
A site-specific MSD sample wa 

was iierfornied to demonstrate precision and accuracy at a batch level. 

The leporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Ncime 
TCL by 8260 (water) 
TCI. by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
T ^ a l y s i s 

MetJiod T r i a U t D a t e and Time 
SW-846 8260B 1 0 3 / 3 0 / 2 0 0 2 0 3 : 1 1 
SW-846 8260B 1 0 3 / 3 0 / 2 0 0 2 04:02 
SW-846 5030B 1 0 3 / 3 0 / 2 0 0 2 0 3 : 1 1 

Analyst 

Bryan J 

Bryan J 

Bryan J 

Polick 

Polick 
Polick 

Dilution 

Factor 

2.5 

25 

n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality k a science 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 5 / 2 0 0 2 1 5 : 4 5 by RFW 

3 7 9 5 0 6 0 

Page 1 of2 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ026D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z026D SDGtt: DCJ48-30 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 

05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 
05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 
1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
1 

N 

N 

N 
N 

2 

1 

D. 

D. 

D. 

D. 
D. 

37. 

N 

N 
N 

N 
3 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

J 

J 

J 

J 

2 

3 

3 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795060 

Collected:03/25/2002 15:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

R e p o j t e d : 04 /04 /2002 a t 16:10 
Discard: 06/04/2002 

PZ026D Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z026D SDGtt: DCJ48-30 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the project. 

As Received 
Method 

Detection 
Limit 

1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
0629J TCL by 8260 (water) 
0]]63 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a U t D a t e and Time 
SW-846 8260B 1 0 3 / 2 9 / 2 0 0 2 19 :55 
SW-846 5030B 1 0 3 / 2 9 / 2 0 0 2 19 :55 

Analyst 
Bryan J 
Bryan J 

Polick 
Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795061 

Collected:03/25/2002 14:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
FB032502 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

F325- SDGt DCJ48-31FB 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 

05392 
05393 

05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1,1,2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 

75-01-4 
74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 

N 
N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



mcilysisRepm 

# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795061 

Collected:03/25/2002 14:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
FB032502 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

F32 5 -

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ48-31FB 

Analysis Name 

Xylene (Total) 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
MetJiod 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 9 / 2 0 0 2 2 0 : 2 0 
SW-846 5030B 1 0 3 / 2 9 / 2 0 0 2 2 0 : 2 0 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax 717-555-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 37 95062 

Collected:03/26/2002 08:30 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MWAOOI Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

AOOl SDGtt: D C J 4 8 - 3 2 

Page 1 of 2 

CAT 

No. Analysis Name CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 
05411 

05413 

05415 
05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

42. 

N.D. 

26. 
160. 

2,200. 
N.D. 

1,000. 
N.D. 

2. J 
N.D. 

390. 
N.D. 

N.D. 

N.D. 

N.D. 

760. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

2. 

1. 
2. 

2. 

1. 
2. 

1. 

1. 

20 

1. 
20 
1. 

1. 

1. 
20 

1. 

1. 
1. 

1. 

20 

1. 

1. 

1. 

1. 

1. 

1. 
6. 
1. 

3. 
1. 

1. 

3. 

3. 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

20 

20 

20 

20 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795062 

Collected:03/26/2002 08:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
MWAOOI Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AOOl-

CAT 
No. 

SDGtt: D C J 4 8 - 3 2 

Analysis Name 

06310 Xylene (Total) 

was performed to demonstrate p rec i s ion and accuracy at a batch l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 

Method 

Detection 
Limit 

1 . 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
03/30/2002 01:03 
04/01/2002 13:10 
03/30/2002 01:03 
04/01/2002 13:10 

Analyst 
Bryan J Polick 
Susan McMahon-Luu 
Bryan J Polick 
Susan McMahon-Luu 

Dilution 
Factor 
1 
20 
n.a. 
n.a. 

M 

^' 3?y 

^ 

E M B 

/Vw i^p^ 
1 ? J 0 ^ ^ 

E R 

n p"^ 

\ ^ 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax. 717-655-2681 2216 Rev 9/11/00 



^gnmmmmm 
# 

Lancaster Laboratories 
Where quality k a science. 

Page I of2 

Lancaster Laboratories Sample No. WW 37 950 63 

Collected:03/26/2002 08:50 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:10 
Discard: 06/04/2002 
PZ017I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 1 7 I SDGtt: D C J 4 8 - 3 3 

CAT 

N o . Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 
05391 

05392 
05393 

05395 

05396 

05398 
05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
1. J 

N.D. 

N.D. 

N.D. 
N.D. 

6. 

3. J 
44. 
N.D. 

47. 

N.D. 

N.D. 
N.D. 

110. 

N.D. 
N.D. 

N.D. 

N.D. 

1,500. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2. 

20. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

20 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2215 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795063 

Collected:03/26/2002 08:50 by RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 0 
D i s c a r d : O G / 0 4 / 2 0 0 2 
P Z 0 1 7 I G r a b W a t e r S a m p l e 
S i t e C o d e : SCOOl RFAtt LBG02012 
D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 5 3 7 9 3 3 
L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

Z 0 1 7 I 

CAT 
No. 

SDG I D C J 4 8 - 3 3 

Ttoalysis Name 

06310 Xylene (Total) 

was performed to demonstrate p rec i s ion and accuracy at a batch l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 
Method 
Detection 
Limit 

1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 0260 (water) 
TCI, by :32 60 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
03/30/2002 01:28 
04/01/2002 13:36 
03/30/2002 01:28 
04/01/2002 13:36 

Analyst 
Bryan J Polick 
Susan McMahon-Luu 
Bryan J Polick 
Susan McMahon-Luu 

Dilution 
Factor 
1 
20 
n.a. 
n.a. 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:03/26/2002 08:55 by RFW 

3795064 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ017D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z017D SDGtt: DCJ48-34 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1,1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
16. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

4. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795064 

Collected:03/26/2002 08:55 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ017D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z017D SDGtt: DCJ48-34 

CAT 
No. 

06310 

CAS Number 

1330-20-7 

As Received 
Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

Analysis Name 

Xylene (Total) 

A site-specific MSD sample was not submitted for the pro3ect. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 20:46 
SW-846 5030B 1 03/29/2002 20:46 

Analyst 
Bryan J 
Bryan J 

Polick 
Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 
P3^ 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-556-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795065 

Col]ected:03/26/2002 09:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MW020S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

020S- SDGtt: DCJ48-35 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 
05392. trans-1,2-Dichloroethene 
05393 1, 1-DichLoroethane 

05395 cis-l,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 
05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 
N 

N 

N 
N 

2 

N 
N 

N 

3 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. W W 3795065 

Collected:03/26/2002 09:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MW020S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

020S-

CAT 

No. 

06310 

SDGtt: DCJ48-35 

Analysis Name CAS Niimber 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 21:12 
SW-846 5030B 1 03/29/2002 21:12 

Analyst 
Bryan J 
Bryan J 

Polick 
Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795066 

Collected:03/26/2002 09:20 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ020D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z020D SDGtt: DCJ48-36 

CAT 

No. T^alysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

0538,5 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1,1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-l,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 
05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 
06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 
124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
3 
N 

N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
IVihere quality k a science. 

Page l o i i 

Lancaster Laboratories Sample No. W W 3795066 

Co]lected:03/26/2002 09:20 by RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 1 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
PZ020D G r a b W a t e r S a m p l e 
S i t e C o d e : SCOOl RFAtt LBG02012 
D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 5 3 7 9 3 3 
L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

Z020D 

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ4 8 - 3 6 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 
Result 

N.D. 

As Received 
Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylf jne ( T o t a l ) 

A sitc-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
0629J TCL by 8?b0 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 21:37 
SW-846 5030B 1 03/29/2002 21:37 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 

1 
n . a . 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 09 :45 by RFW 

3795067 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MW019S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

019S- SDGtt: DCJ48-37 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 

05392 
05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 
05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 

10061-02-6 
10051-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D 
D 

D 

D 

D 
D 

D 
D 

D 
D 

D 
D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

/ 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2215 Rev 9/11/00 



Lancaster Laboratories 
Where quality k a science 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795067 

Collected:03/26/2002 09:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MW019S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

019S-

CAT 

No. 

06310 

SDGtt: DCJ48-37 

Analysis Name 

Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 7 / 2 0 0 2 2 1 : 2 8 
SW-846 5030B 1 0 3 / 2 7 / 2 0 0 2 2 1 : 2 8 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-655-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a saence. 

Lancaster Laboratories Sample No. WW 3795068 

Page 1 of2 

Col lec ted:03/26/2002 09:50 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ019I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

S019I SDGtt: DCJ48-38 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 
79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 

N 

N 

N 

N 
N 

N 

N 

5 
N 

N 
N 

N 
N 

9 
N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 

D 

D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 
D 

D 
D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795068 

Page 2 of2 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 09:50 by RFW Account Number: 10160 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 09 :35 
R e p o r t e d : 04 /04 /2002 a t 16 :11 
D i s c a r d : 06 /04 /2002 
PZ019I Grab Water Sample 
S i t e Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

S019I 

CAT 
No. 

06310 

SDGtt: DCJ48-38 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date Eind Time 
SW-846 8260B 1 03/27/2002 21:52 
SW-846 5030B 1 03/27/2002 21:52 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax- 717-655-2681 2215 Rev. 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page I of2 

L a n c a s t e r L a b o r a t o r x e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 10:00 by RFW 

3795069 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MWB004 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B004- SDGtt: DCJ48-39 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 

05419 
05421 

06302 
06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 
Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 
1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N. 

N. 

N. 

N. 

N. 
N. 

N. 

N. 

N, 
N, 

N, 
N, 

N, 
N, 

4 

N, 

N, 
N, 

N, 

N, 

N. 

N, 

N 
N. 

N, 

N, 

N 

N, 

N, 
N. 

N, 
N, 

N, 

• D . 

,D. 

.D. 

,D. 

,D. 
• D . 

,D. 
,D. 

.D. 

• D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

• D. 
.D. 

• D . 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

• D. 
.D. 

.D. 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-555-2681 2216 Rev 9/11/00 



mgmmmm̂  

# 

Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795069 

Page 2 of2 

Col lec ted:03/26/2002 10:00 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MWB004 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B004-

CAT 

No. 

06310 

SDGtt: DCJ48-39 

A n a l y s i s Name 

Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trials Date and Time 
SW-846 8260B 1 03/27/2002 22:17 
SW-846 5030B 1 03/27/2002 22:17 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795070 

Collected:03/26/2002 10:00 by RFW 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MWB004DUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B004D SDGtt: DCJ48-40 

CAT 

No. Analysis Name CAS Number 
As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 

05392 
05393 

05395 
05396 

05398 
05399 

05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 
05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N. 
N. 

N. 

N. 

N. 

N, 

N. 
N. 

N. 
N, 

N. 

N. 

N, 
N. 

4. 

N. 

N, 
N, 

N. 

N. 

N, 
N. 

N. 

N, 

N. 

N, 
N. 

N, 

N. 

N. 

N. 
N. 

N. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

,D. 
.D. 

• D. 
.D. 

.D. 

• D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

,D. 

• D. 

• D. 

.D. 

.D. 

.D. 

• D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795070 

Collected:03/26/2002 10:00 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MWB004DUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B004D SDGtt: DCJ48-40 

CAT 

No. Analysis Ncune 

06310 Xylene (Total) 

was performed to demonstrate precision and accuracy at a batch level . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the pro]ect. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 
Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialft Date eind Time 
SW-846 8260B 1 03/27/2002 22:42 
SW-846 5030B 1 03/27/2002 22:42 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B E R 
Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 37 95071 

Page 1 of 2 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 10 :10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ021I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z021I SDGtt: DCJ48-41 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05380 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1, 2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-l,2-Dichloroethene 
05396 Chloroform 

05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 
05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

6 
N 

N 

N 

N 
N 

8 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 
D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795071 

Collected:03/26/2002 10:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
PZ021I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z02JI 

CAT 
No. 

06310 

SDGtt: D C J 4 8 - 4 1 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 03/27/2002 23:07 
SW-846 5030B 1 03/27/2002 23:07 

T^alyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795072 

Collected:03/26/2002 10:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MWC002 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

C002- SDGtt: DCJ48-42 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1, 2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 
Bromoform 

1, 1, 2, 2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1, 3-Dichloropropene 
cis-1, 3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 
N 

N 

D. 

D. 
D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 
D. 

As Received 
Method 
Detection 
Limit 

2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 

Units 

Dilution 
Factor 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795072 

Collected:03/26/2002 10:30 by RFW Account Number: 10160 

Submjtted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:11 

Discard: 06/04/2002 

MWC002 Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

C00 2-

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ48 -42 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limat 
1. 

Units 

ug/1 

Dilution 

Factor 

1 X y l e n e ( T o t a l ) 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCI, by H260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 03/27/2002 23:32 
SW-846 5030B 1 03/27/2002 23:32 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B 

f̂fl 
E R 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-656-2581 2215 Rev. 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795073 

Collected:03/26/2002 10:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
Discard: 06/04/2002 
MW018S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

018S- SDGtt: DCJ48-43 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 
05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 

05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1, 2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
1. 

N.D. 

15. 

5. 
N.D. 

5. 
56. 

280. 
N.D. 

48. 
N.D. 

N.D. 
N.D. 

46. 
N.D. 

N.D. 

N.D. 

N.D. 

570. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795073 

Collected:03/26/2002 10:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:11 
DL;=.card: 06/04/2002 
MW018S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

01 8S-

C A T 

N o . 

SDGtt: DCJ48-43 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 

Method 

Detection 
Limit 
1. 

LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAT 
No. 
06291 
0629] 
on 63 
0] I 63 

Analysis Name 

TCL by 8260 (water) 

TCL Dv 8260 (water) 

GC/MS VOA Water Prep 

GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial# 

SW-846 8260B 1 

SW-846 8260B 1 

SW-846 5030B 1 

SW-846 5030B 2 

Analysis 

Date and Time 

03/27/2002 23:57 

03/28/2002 12:06 

03/27/2002 23:57 

03/28/2002 12:06 

Analyst 

Patricia L Nolt 

Marc S Neal 

Patricia L Nolt 

Marc S Neal 

Dilution 

Factor 

1 
5 
n.a . 

n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax' 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95074 

Collected:03/26/2002 10:40 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWB002 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B002- SDGtt: DCJ48-44 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
MetJiod 
Detection 
Limit 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-J , 2-Dichloroethene 
05393 1,1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 

05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
2 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 
N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M 

'if^jsi 
few?!^ 

B 

M 
&*! 

E 

f 
TR-

R 

3 
?^ 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795074 

Collected:03/26/2002 10:40 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWB002 Grab Water Sample 
Site Code: SCOO] RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B002-

CAT 

No. 

06310 

SDGtt: DCJ48-44 

A n a l y s i s Name 

Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by R260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial# Date and Time 
SW-846 8260B 1 03/28/2002 00:21 
SW-846 5030B 1 03/28/2002 00:21 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

^ ^ m 
Lancaster Laboratones, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-556-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795075 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 11:05 by RFW Account Number: 10160 

S u b m i t t e d : 03 /27 /2002 09 :35 
R e p o r t e d : 04 /04 /2002 a t 16:12 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
MWA005 G r a b Water Sample 
S i t e C o d e : SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

A 0 0 5 - SDGtt: DCJ48-45 

CAT 

N o . Analys i s Name CAS Number 
As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

330. 
N.D. 

6. 

110. 

150. 
2. J 

1,900. 
N.D. 

N.D. 
4. J 

1,500. 
N.D. 

N.D. 
N.D. 

1. J 
83. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

2. 
1. 

2. 

2. 

20. 
2. 

20. 

20. 

3. 

3. 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

20 

20 

20 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-655-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795075 

Collected:03/26/2002 11:05 by RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 

R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 2 

D i s c a r d : 0 6 / 0 4 / 2 0 0 2 

MWA005 G r a b W a t e r S a m p l e 

S i t e C o d e : SCOOl RFAtt LBG02012 

D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 

PO Box 5 3 7 9 3 3 

L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

A005-

CAT 

N o . 

06310 

SDGtt: D C J 4 8 - 4 5 

A n a l y s i s Name 

Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 12:31 
SW-846 8260B 1 03/28/2002 17:04 
SW-846 5030B 1 03/28/2002 12:31 

Analyst 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
1 
20 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2581 2216 Rev 9/11/00 
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# 

Lancaster Laboratories 
Where quality k a science 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 11:10 by RFW 

3795076 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ013I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 1 3 I SDG* DCJ48-46 

CAT 

N o . Analysis Name CAS Number 

As Received 

Result 

As Received 
MetJiod 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-l,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 
06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
2. 

N.D. 

N.D. 

39. 
N.D. 

6. 
23. 

78. 
N.D. 

450. 
N.D. 

N.D. 
N.D. 

390. 
N.D. 

N.D. 
N.D. 

N.D. 

890. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 0 . 

1 . 

1 . 

1 . 

1 0 . 

1 . 

1 . 

1 . 

1 . 

1 0 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

yg/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

10 

10 

10 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 o i l 

Lancaster Laboratories Sample No. WW 3795076 

Collected:03/26/2002 11:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Di.-;:.-ard: 06/04/2002 
PZ013I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 1 3 I 

CAT 
No. 

SDGtt: D C J 4 8 - 4 6 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAT 
No. 
06291 
06291 
01163 

T^alysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 12:56 
SW-846 8260B 1 03/28/2002 17:29 
SW-846 5030B 1 03/28/2002 12:56 

Analys t 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
1 
10 
n.a. 

M E M B 

Lancaster Laboratones, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795077 

Collected:03/26/2002 12:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:12 

Discard: 06/04/2002 

PZ012I Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z012I SDGtt: DCJ48-47 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
053B8 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 

05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
2. 

N.D. 

N.D. 

2. 
N.D. 

25. 
3. 

450. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

110. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795077 

Collected:03/26/2002 12:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ012I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z012I 

CAT 

No. 

06310 

SDGtt: D C J 4 8 - 4 7 

A n a l y s i s Name 

Xylene ( T o t a l ) 
A s i t e - s p e c i f i ( 

CAS Number 

1330-20-7 

t submitted 

As Received 
Result 

N.D. 

for the proiect. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was pe r fo rmed t o d e m o n s t r a t e p r e c i s i o n and a c c u r a c y a t a b a t c h l e v e l . 

CAT 
No. 
0629J 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 8 / 2 0 0 2 1 3 : 2 1 
SW-846 8260B 1 0 3 / 2 8 / 2 0 0 2 17 :54 
SW-846 5030B 1 0 3 / 2 8 / 2 0 0 2 1 3 : 2 1 

Analyst 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
1 
5 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality is a science. 

Lancaster Laboratories Sample No. WW 37 95078 

Page 1 of2 

Col lec ted :03/26/2002 12:35 by RFW 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ012D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z012D SDGtt: DCJ48-48 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 
05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 

05413 

05415 
05418 

05419 

05421 
06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 
Toluene 

1, 1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 
N 

N 

N 
N 

1 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D. 

D. 
D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 3795078 

Collected:03/26/2002 12:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ012D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z012D 

CAT 
No. 

SDGtt: D C J 4 8 - 4 8 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 13:46 
SW-846 5030B 1 03/28/2002 13:46 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-555-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795079 

Collected:03/26/2002 12:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ014I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z014I SDGtt: DCJ48-49 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 

Broraoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D 
N.D 

N.D 
N.D 

5. 
N.D 

8. 

15. 

69. 
N.D 

6. 
N.D 

N.D 

N.D 

290 
N.D 

N.D 
N.D 

N.D 

12. 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 
N.D 

N.D 

N.D 
N.D 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 
7 ^ 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-555-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratorxes Sample No. WW 37 95079 

Collected:03/26/2002 12:45 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
PZ014I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 1 4 I 

CAT 

N o . 

0 6 3 1 0 

SDGtt: D C J 4 8 - 4 9 

A n a l y s i s Name 

Xylene (Total) 
A site-specific MSD sample was not submitted for the pro3ect. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 
Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 14:11 
SW-846 5030B 1 03/28/2002 14:11 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 2 : 5 0 by RFW 

3795080 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWA003 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

A003- SDGtt: DCJ48-50 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 

05404 

05406 
05407 

05408 
05409 

05411 

05413 
05415 

05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 
1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 
Bromodichloromethane 

Toluene 
1,1, 2-Trichloroethane 

Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 
1,1,2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 
78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
16. 

N.D. 

N.D. 

130. 
N.D. 

13. 
130. 

280. 
1. J 

1,100. 
N.D. 

N.D. 

N.D. 

250. 
N.D. 

N.D. 

N.D. 

N.D. 

490. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

2. 

10 

10 

10 

3. 

3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

10 

10 

10 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-555-2681 2215 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. W W 3795080 

Collected:03/26/2002 12:50 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWA003 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

A003-

CAT 

No. 

06310 

SDGtt: DCJ48-50 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the pro]ect. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 14:36 
SW-846 8260B 1 03/28/2002 18:18 
SW-846 5030B 1 03/28/2002 14:36 

Analyst 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
1 
10 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-556-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795081 

Collected:03/26/2002 13:00 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWB006 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B006- SDGtt: DCJ48-51 

CAT 

No. Analysis Name CAS Number 
As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 
05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

6. 
12. 

N.D. 

N.D. 

200. 
N.D. 
17. 

520. 

210. 
N.D. 

1,200 
N.D. 

N.D. 

3. 
1,400 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 . 

4 . 

4 . 

2 . 

4 . 

2 . 

2 . 

2 . 

2 . 

2 0 . 

2 . 

2 . 

2 . 

2 0 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

1 2 . 

2 . 

6 . 

2 . 

2 . 

6 . 

6 . 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

2 
2 

2 

2 
2 

2 
2 

2 

2 
2 

20 

2 

2 
2 

20 

2 
2 

2 

2 
2 

2 

2 

2 

2 

2 
2 

2 

2 

2 

2 
2 

2 

2 

M E M B 

Lancaster Laboratones, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 3 7 9 5 0 8 1 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 3 : 0 0 b y RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 2 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
MWB006 G r a b W a t e r S a m p l e 
S i t e C o d e : SCOOl RFAtt LBG02012 
D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 5 3 7 9 3 3 
L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

B006-

CAT 
No. 

SDGt D C J 4 8 - 5 1 

T^alysis Name CAS Number_ 

1330-20-7 

t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 
Method 

Detection 
Limit 

2. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

2 06310 Xylene (Total) 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

The repor t ing l i m i t s for the GC/MS v o l a t i l e compounds were r a i s ed 
because sample d i l u t i o n was necessary to br ing t a r g e t compounds i n t o the 
c a l i b r a t i o n range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date eind Time 
SW-846 8260B 1 03/28/2002 15:01 
SW-846 8260B 1 03/28/2002 18:43 
SW-846 5030B 1 03/28/2002 15:01 

Analyst 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
2 
20 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-555-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o i l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 3 : 1 5 by RFW 

3795082 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:12 
Discard: 06/04/2002 
MWA002 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

A002-

CAT 

No. 

SDGt DCJ48-52 

Analysis Name CAS Number 
As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 

05415 Ethylbenzene 
05418 Styrene 

05419 Bromoform 

05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

4. J 

N.D. 

13. 

65. 

1,300. 
N.D. 

190. 
N.D. 

N.D. 
N.D. 

86. 

N.D. 

N.D. 
N.D. 

N.D. 

1,600. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

4. 
2. 

4. 

4. 

2. 

4. 

2. 
2. 

20 

2. 

2. 
2. 

2. 
2. 

2. 

2. 

2. 
2. 

2. 

20 

2. 
2. 

2. 

2. 

2. 

2. 

12 
2. 

6. 
2. 

2. 
6. 

6. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

2 

2 

2 

2 

2 
2 

2 
2 

20 
2 

2 
2 

2 
2 

2 

2 

2 
2 

2 

20 

2 
2 

2 

2 

2 

2 

2 
2 

2 

2 

2 
2 

2 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-655-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795082 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 3 : 1 5 b y RFW A c c o u n t N u m b e r : 1 0 1 6 0 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 2 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
MWA002 G r a b W a t e r S a m p l e 
S i t e C o d e : SCOOl RFAtt LBG02012 
D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 5 3 7 9 3 3 
L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

.002-

CAT 

No. 

SDGtt: DCJ4 

Analysis Name 

06310 

-52 

Xylene (Total) 
A si t .e-specif ic MSD sample was not submitted for the p r o j e c t . A LCS/LCSD 
was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

2. 

Units 

ug/1 

Dilution 

Factor 

2 

The report ing l im i t s for the GC/MS v o l a t i l e compounds were ra i sed 
because sample d i l u t i o n was necessary to br ing t a r g e t compounds i n t o the 
c a l i b r a t i o n range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 03/28/2002 15:25 
SW-846 8260B 1 03/28/2002 19:08 
SW-846 5030B 1 03/28/2002 15:25 

Analyst 
Marc S Neal 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
2 
20 
n.a. 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-655-2681 2215 Rev 9/11/00 



^ Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95083 

Collected:03/26/2002 13:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ016D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z016D SDGtt: DCJ48-53 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 

05390 
05391 

05392 
05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
12. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

2. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

18. 
N.D. 
N.D. 

N.D. 

N.D. 

240. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795083 

Collected:03/26/2002 13:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ016D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z016D 

CAT 

N o . 

SDGtt: D C J 4 8 - 5 3 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

was per formed t o d e m o n s t r a t e p r e c i s i o n and a c c u r a c y a t a b a t c h l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

A n a l y s i s Name 
TCL by 8260 (wa te r ) 
GC/MS VOA Water P rep 

Laboratory Chronicle 
Analysis 

Method Trial # Date and Time 
SW-846 8260B 1 03/28/2002 15:50 
SW-846 5030B 1 03/28/2002 15:50 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795084 

Collected:03/26/2002 13:35 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
ASOOl Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

SOOl- SDGtt: DCJ48-54 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
053B0 ClilotocLhane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1, 2-Dichloroethene 
05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-D]chloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
6. 

N.D. 

N.D. 

N.D. 
N.D. 

3. 
5. 

43. 
N.D. 

2. 
N.D. 

N.D. 

N.D. 

110. 
N.D. 

N.D. 
N.D. 

N.D. 
2. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 37 95084 

C o ] l e c t e d : 0 3 / 2 6 / 2 0 0 2 13:35 by RFW Account Number: 10160 

S u b m i t t e d : 03 /27 /2002 09 :35 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 16 :13 
D i s c a r d : 06 /04 /2002 
ASOOl Grab Water Sample 
S i t e Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

SOOl-

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ48-54 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 
Factor 

1 Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
TUialysis 

MetJiod T r i a l t t Da te and Time 
SW-846 8260B 1 0 3 / 2 8 / 2 0 0 2 1 6 : 1 5 
SW-846 5030B 1 0 3 / 2 8 / 2 0 0 2 1 6 : 1 5 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New/ Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795085 

Collected:03/26/2002 14:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ007I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z007I SDGtt: DCJ48-55 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 
06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

6 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax- 717-555-2581 2215 Rev. 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795085 

Collected:03/26/2002 14:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ007I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z007I 

CAT 
No. 

SDGtt: DCJ48-55 

Analysis Name 

06310 Xylene (Total) 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the proiect. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod T r i a l * Date and Time 
SW-846 8260B 1 03/28/2002 22:12 
SW-846 5030B 1 03/28/2002 22:12 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New/ Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795086 

Collected:03/26/2002 14:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:13 

Discard: 06/04/2002 

PZ007IDUP Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

007ID SDGtt: DCJ48-56 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 

Method 

Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

D 
D 

D 

D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

19. 

N 
N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

D 
D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-656-2581 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795086 

Collected:03/26/2002 14:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ007IDUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

0 0 7 I D SDGtt: D C J 4 8 - 5 6 

CAT 

No. 

06310 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

1 . 

Units 

ug/1 

Dilution 

Factor 

1 

Analysis Name 

Xylene (Total) 

A s: t-^-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 

No. Analysis Name 

06291 TCL by 8260 (water) 

01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
T^alysis 

Method Trialtt Date and Time 

SW-846 8260B 1 03/28/2002 22:37 

SW-846 5030B 1 03/28/2002 22:37 

T^alyst 

Patricia L Nolt 

Patricia L Nolt 

Dilution 

Factor 

1 
n.a . 

M E M B E R 

1 11 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 4 : 1 5 by RFW 

3795087 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
MW007S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

007S- SDGtt: DCJ48-57 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

76-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 
79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 
N.D 

N.D 

N.D 

N.D 
N.D 

20. 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795087 

Collected:03/26/2002 14:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
MW007S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

007S-

CAT 

No. 

06310 

SDGtt: D C J 4 8 - 5 7 

T^alys is Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/28/2002 23:02 
SW-846 5030B 1 03/28/2002 23:02 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
M E M B E R 2425 Nevy Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 14 :30 by RFW 

3795088 

Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
MWB005 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B005- SDGtt: DCJ48-58 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-l,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1, 2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N. 
N. 
N. 

N. 

N. 
N. 

N. 
N. 

N. 
N, 

N, 

N, 

N, 
N. 

N. 

N. 

N. 
N, 

N. 
N, 

N, 
N, 

N, 

N, 

N, 
N, 

N. 

N. 

N. 

N. 
N, 

N. 

N, 

.D 
,D 

,D 

,D 

.D 

.D 

• D 
.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-556-2631 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795088 

Collected:03/26/2002 14:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
MWB005 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B005-

CAT 
No. 

SDGtt: D C J 4 8 - 5 8 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

was pe r fo rmed t o d e m o n s t r a t e p r e c i s i o n and a c c u r a c y a t a b a t c h l e v e l . 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

A n a l y s i s Name 
TCL by 8260 (wa te r ) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial# Date and Time 
SW-846 8260B 1 03/28/2002 23:27 
SW-846 5030B 1 03/28/2002 23:27 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratorxes Sample No. WW 3795089 

Collected:03/26/2002 15:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:13 

Discard: 06/04/2002 

MW008S Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

008s- SDGtt: DCJ48-59 

CAT 

No, Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 

05391 
05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 
2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 
100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2. J 

30. 

1. J 
7. 

N.D. 

N.D. 
N.D. 

440. 
N.D. 

N.D. 
N.D. 

N.D. 

1, 100. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

2. 

1. 
2. 

2. 

1. 
2. 

1. 

1. 

1. 

1. 

1. 
1. 

1. 

1. 

10. 

1. 

1. 

1. 

1. 
10. 

1. 

1. 

1. 

1. 

1. 

1. 
6. 

1. 
3. 
1. 

1. 

3. 

3. 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

10 

10 

M E M B E R 

Lancaster Laborator ies, Inc. 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795089 

Collected:03/26/2002 15:10 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:13 

Discard: 06/04/2002 

MW008S Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

008S-

CAT 
No. 

06310 

SDGtt: DCJ48-59 

Analysis Name CAS Number 

1330-20-7 

As Received 
Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 
Factor 

1 Xylene (Total) 
A site-specific MSD sample was not submitted for the pro:)ect. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trials 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B • 1 
SW-846 5030B 2 

Analysis 
Date and Time 
03/28/2002 19:57 
03/28/2002 23:51 
03/28/2002 19:57 
03/28/2002 23:51 

Analyst 
Patricia 
Patricia 
Patricia 
Patricia 

L 
L 
L 
L 

Nolt 
Nolt 
Nolt 
Nolt 

Dilution 
Factor 
1 
10 
n.a. 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795090 

Collected:03/26/2002 15:20 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ008I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z008I SDGtt: DCJ48-60 

CAT 

No. Analysis Name CAS Number 
As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform , 

05398 1,1,1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

11. J 
47. J 

310. 

N.D. 

46. J 
N.D. 

N.D. 
N.D. 

6,700. 

N.D. 

N.D. 
N.D. 

N.D. 

18,000. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

20. 

10. 

20. 

20. 

10. 
20. 

10. 

10. 
10. 

10. 

10. 
10. 

10. 
10. 

100 

10. 

10. 

10. 

10. 
100 

10. 

10. 

10. 
10. 

10. 

10. 

60. 

10. 

30. 
10. 

10. 
30. 

30. 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

10 
10 

10 

10 
10 

10 

10 
10 

10 
10 

10 

10 

10 
10 

100 

10 

10 
10 

10 

100 

10 
10 

10 

10 

10 
10 

10 
10 

10 

10 
10 

10 

10 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-655-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. W W 3795090 

Collected:03/26/2002 15:20 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ008I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z008I 

CAT 

No. 

SDGtt: DCJ48-60 

Analysis Name CAS Number 

1330-20-7 

)t submitted 

As Received 
Result 

N.D. 

for the proiect. A 

As Received 
Method 

Detection 
Limit 

10. 

LCS/LCSD 

Units 

ug/1 

Dilution 
Factor 

10 06310 Xylene (Total) 

was performed to demonstrate precision and accuracy at a batch level. 

The reporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the system. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
03/28/2002 19:32 
03/29/2002 00:16 
03/28/2002 19:32 
03/29/2002 00:16 

Analyst 
Patricia 
Patricia 
Patricia 
Patricia 

L 
L 
L 
L 

Nolt 
Nolt 
Nolt 
Nolt 

Dilution 
Factor 
10 
100 
n.a. 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-555-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795091 

Collected:03/26/2002 15:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ008D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z008D SDGtt: DCJ48-61 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 

N 
2 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality /s a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795091 

Collected:03/26/2002 15:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:13 
Discard: 06/04/2002 
PZ008D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z008D SDGtt: DCJ48-61 

CAT 

No. 

06310 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

Analysis Name 

Xylene (Total) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 9 / 2 0 0 2 00 :40 
SW-846 5030B 1 0 3 / 2 9 / 2 0 0 2 00 :40 

Analyst 

Patricia L Nolt 

Patricia L Nolt 

Dilution 

Factor 

1 

n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2215 Rev 9/11/00 



'^vi ancaster Laboratories 
' quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795092 

Co]lected:03/26/2002 15:30 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:14 
Discard: 06/04/2002 
MWA004 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

A004- SDGtt: DCJ48-62 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dich]oroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
490. 
N.D. 

N.D. 

41. J 

N.D. 

33. J 
34. J 

5,500. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

24,000. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

40. 
20. 

40. 
40. 

20. 
40. 

20. 
20. 

20. 
20. 

20. 
20. 

20. 
20. 

200. 

20. 

20. 
20. 

20. 

20. 

20. 
20. 

20. 

20. 

20. 

20. 

120. 
20. 

60. 

20. 

20. 
60. 

60. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

20 

20 
20 

20 

20 

20 

20 
20 

20 
20 

20 

20 

20 
20 

200 

20 

20 
20 

20 

20 

20 
20 

20 

20 

20 
20 

20 
20 

20 

20 

20 
20 

20 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-655-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. W W 3795092 

Collected:03/26/2002 15:30 by RFW Account Number: 10160 

S u b m i t t e d : 03 /27 /2002 09 :35 
R e p o r t e d : 04 /04 /2002 a t 16:14 
D i s c a r d : 06 /04 /2002 
MWA004 Grab Water Sample 
S i t e Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

A004 -

CAT 

N o . 

06310 

SDGtt: DCJ48-62 

A n a l y s i s Name 

, 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

20. 

Units 

ug/1 

Dilution 

Factor 

20 Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

The reporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 01:05 
SW-846 8260B 1 03/29/2002 02:19 
SW-846 5030B 1 03/29/2002 01:05 

Analyst 
Patricia 
Patricia 
Patricia 

L 
L 
L 

Nolt 
Nolt 
Nolt 

Dilution 
Factor 
200 
20 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality is a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e No. WW 3795093 

C o l l e c t e d : 0 3 / 2 6 / 2 0 0 2 1 5 : 4 0 by RFW 

S u b m i t t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 3 5 
R e p o r t e d : 0 4 / 0 4 / 2 0 0 2 a t 1 6 : 1 4 
D i s c a r d : 0 6 / 0 4 / 2 0 0 2 
PZ009D Grab Water Sample 
S i t e Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

Z009D 

CAT 

N o . 

1; 

SDGtt: DCJ4 8 - 6 3 \ 

A n a l y s i s Name CAS Number 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 
05390 
05391 
05392 
05393 
05395 
05396 
05398 
05399 
05401 
05402 
05403 
05404 
05406 
05407 
05408 
05409 
05411 
05413 
05415 
05418 
05419 
05421 
06302 
06303 
06305 
06306 
06307 
06308 
06309 

C h l o r o m e t h a n e 
Vinyl C h l o r i d e 
Bromomethane 
C h l o r o e t h a n e 
1 , 1 - D i c h l o r o e t h e n e 
M e t h y l e n e C h l o r i d e 
t r a n s - 1 , 2 - D i c h l o r o e t h e n e 
1 , 1 - D i c h l o r o e t h a n e 
c i s - l , 2 - D i c h l o r o e t h e n e 
C h l o r o f o r m 
1 , 1 , 1 - T r i c h l o r o e t h a n e 
Carbon T e t r a c h l o r i d e 
Benzene 
1 , 2 - D i c h l o r o e t h a n e 
T r i c h l o r o e t h e n e 
1, 2 - D i c h l o r o p r opane 
B r o m o d i c h l o r o m e t h a n e 
To luene 
1 , 1 , 2 - T r i c h l o r o e t h a n e 
T e t r a c h l o r o e t h e n e 
D i b r o m o c h l o r o m e t h a n e 

C h l o r o b e n z e n e 
E t h y l b e n z e n e 
S t y r e n e 
Bromoform 
1 , 1 , 2 , 2 - T e t r a c h l o r o e t h a n e 
Ace tone 
Carbon D i s u l f i d e 

2 - B u t a n o n e 
t r a n s - 1 , 3 - D i c h l o r o p r o p e n e 
c i s - 1 , 3 - D i c h l o r o p r o p e n e 
4 - M e t h y l - 2 - p e n t a n o n e 

2 - H e x a n o n e 

Lancaster Laboratories, 1 
M E M B E R '̂̂ ^^ '^^^^ Holland Pike 
"^^35^^-rTTTn PO Box 12425 
'§^^KIWM I t i Lancaster, PA 17505-2425 

7 4 - 8 7 - 3 
7 5 - 0 1 - 4 
7 4 - 8 3 - 9 
7 5 - 0 0 - 3 
7 5 - 3 5 - 4 
7 5 - 0 9 - 2 
1 5 6 - 6 0 - 5 
7 5 - 3 4 - 3 
156^59-2 
6 7 - 6 6 - 3 
7 1 - 5 5 - 6 
5 6 - 2 3 - 5 
7 1 - 4 3 - 2 
1 0 7 - 0 6 - 2 
7 9 - 0 1 - 6 
7 8 - 8 7 - 5 
7 5 - 2 7 - 4 
1 0 8 - 8 8 - 3 
7 9 - 0 0 - 5 
1 2 7 - 1 8 - 4 
1 2 4 - 4 8 - 1 
1 0 8 - 9 0 - 7 
1 0 0 - 4 1 - 4 
1 0 0 - 4 2 - 5 
7 5 - 2 5 - 2 
7 9 - 3 4 - 5 
6 7 - 6 4 - 1 
7 5 - 1 5 - 0 
7 8 - 9 3 - 3 
1 0 0 6 1 - 0 2 - 6 
1 0 0 6 1 - 0 1 - 5 
1 0 8 - 1 0 - 1 
5 9 1 - 7 8 - 6 

nc 

S S i S ^ ^ S S ^ 717-656-2300 Fax 717-655-2581 

N.D. 
6. . J 
N.D. 
N.D. 
N.D. 
N.D. 
1 3 . 

2 . J 
130 . 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
1 ,900 . 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

4 . 

2 . 

4 . 

4 . 

2 . 

4 . 

2 . 

2 . 

2 . 

. 2 . 

2 . 

2 . 

2 . 

2 . 

20 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

2 . 

12 

2 . 

6 . 

2 . 

2 . 

6 . 

6 . 

u g / 1 
u g / 1 
u g / 1 
u g / 1 

u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 
u g / 1 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

20 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 

2 
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^ 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795093 

Collected:03/26/2002 15:40 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:14 

Discard: 06/04/2002 

PZ009D Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z009D 

CAT 

N o . 

0 6 3 1 0 

SDGtt: D C J 4 8 - 6 3 

A n a l y s i s Name 

X y l e n e ( T o t a l ) 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
war. performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 
Result 

N.D. 

As Received 
Method 
Detection 
Limit 

2. 

Units 

ug/1 

Dilution 

Factor 

2 

The reporting limits for the GC/MS volatile compounds were raised 

because sample dilution was necessary to bring target compounds into the 

calibration range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 03/29/2002 01:30 
SW-846 8260B 1 03/29/2002 02:44 
SW-846 5030B 1 03/29/2002 01:30 

Analyst 
Patricia 
Patricia 
Patricia 

L 
L 
L 

Nolt 
Nolt 
Nolt 

Dilution 
Factor 
2 
20 
n.a. 

M E M B E R 

W^ 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795094 

Collected:03/26/2002 14:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:14 
Discard: 06/04/2002 
FB032602 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

FB326 SDG I; DCJ48-64FB 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
053Q8 Chloroethane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1, 2-Dichloropropane 
05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 
79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 
N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 
N.D 

N.D 
N.D 

N.D 
N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795094 

Collected:03/26/2002 14:15 by RFW Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:14 
Discard: 06/04/2002 
FB032602 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

FB326 

CAT 

No. 

06310 

SDGtt: DCJ48-64FB 

Analysis Name 

Xylene (Total) 

A sil;e-specif ic MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 

No. Analysis Name 

06291 TCL by 8260 (water) 

01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 9 / 2 0 0 2 0 3 : 0 8 
SW-846 5030B 1 0 3 / 2 9 / 2 0 0 2 03 :08 

Analyst 

Patricia L Nolt 

Patricia L Nolt 

Dilution 

Factor 

1 

n.a . 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795095 

Collected: n.a. Account Number: 10160 

Submitted: 03/27/2002 09:35 
Reported: 04/04/2002 at 16:14 
Discard: 06/04/2002 
Trip_Blank Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

TBDAY 

CAT 

No. 

SDGtt: DCJ48-65TB* 

Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05300 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1, 2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 
05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 
591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795095 

Collected: n.a. Account Number: 10160 

Submitted: 03/27/2002 09:35 

Reported: 04/04/2002 at 16:14 

Discard: 06/04/2002 

Trip Blank Water Sample 

Site'Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

TBDAY 

CAT 

No. 

SDGtt: DCJ4 8-65TB* 

Analysis Name 

06310 Xylene (Total) 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 
Method 
Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 
Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trials Date and Time 
SW-846 8260B 1 03/29/2002 03:33 
SW-846 5030B 1 03/29/2002 03:33 

Analyst 
Patricia L Nolt 
Patricia L Nolt 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2215 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where qu^li ^reqi k a saence. , 

t y C o n t r o l Summary 

Page 1 of 15 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

Laboratory Compliance Quality Control 

Group Number: 801766 

Analysis Name 

Batch number: M020862AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-l,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane ^ 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020862AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 

Blank 
Result 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 

number(s): 
2. 

3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1 . 
1. 
1. 

Report LCS 
Units 

3795067-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795073, 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

%REC 

3795074 
73 
83 
92 
83 
113 
104 
111 
97 
99 
93 
95 
97 
95 
87 
100 
83 
89 
93 
93 
118 
94 
97 
92 
97 
105 
75 
133 
107 
91 
79 
85 
72 
74 
99 

3795075-
73 
83 
92 
83 
113 
104 
111 
97 
99 
93 
95 
97 
95 
87 

LCSD 
%REC 

76 
85 
93 
87 
115 
106 
109 
99 
97 
89 
91 
95 
94 
87 
96 
84 
88 
93 
91 
117 
92 
96 
90 
95 
103 
75 
105 
107 
80 
79 
85 
74 
70 
98 

3795083 
76 
85 
93 
87 
115 
106 
109 
99 
97 
89 
91 
95 
94 
87 

LCS/LCSD 
Limits 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 

RPD 

4 
3 
1 
4 
1 
2 
1 
2 
1 
5 
4 
2 
1 
0 
4 
2 
1 
0 
2 
1 
2 
1 
2 
1 
2 
1 
24 
0 
12 
0 
0 
2 
5 
1 

4 
3 
1 
4 
1 
2 
1 
2 
1 
5 
4 
2 
1 
0 

RPD Max 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 
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Lancaster Laboratories 
Where quality is a science. , 

Q u a l i t y Cont ro l Summary 

Page 2 of 15 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Group Number: 801766 

Analysis Name 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Lthylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-D]chloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020871AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
Cls-l,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1 . 
1 . 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 

Repor 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795084 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

t LCS 
%REC 
100 
83 
89 
93 
93 
118 
94 
97 
92 
97 
105 
75 
133 
107 
91 
79 
85 
72 
74 
99 

3795089-
71 
78 
80 
78 
110 
105 
110 
96 
97 
91 
92 
95 
93 
87 
94 
84 
90 
92 
94 
115 
95 
99 
92 
97 
107 
77 
125 
102 
85 
79 

LCSD 
%REC 
96 
84 
88 
93 
91 
117 
92 
96 
90 
95 
103 
75 
105 
107 
80 
79 
85 
74 
70 
98 

3795090 
82 
86 
88 
88 
114 
108 
111 
99 
98 
91 
95 
101 
95 
87 
97 
84 
91 
98 
97 
122 
99 
100 
94 
101 
111 
77 
142 
109 
93 
84 

LCS/LCSD 
Limits 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114, 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 

RPD 
4 
2 
1 
0 
2 
1 
2 
1 
2 
1 
2 
1 
24 
0 
12 
0 
0 
2 
5 
1 

14 
10 
9 
12 
3 
3 
1 
3 
1 
0 
3 
7 
3 
0 
3 
0 
1 
7 
3 
5 
4 
1 
3 
4 
4 
0 
12 
6 
8 
5 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

M E M B E R 

Lancaster Laboratories, Inc 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Group Number: 801766 

Analysis Name 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020871AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
CIS-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromod]chloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020861AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
1. 
3. 
3. 
1. 

number(s): 
2. 

3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 

Repor 
Units 
ug/1 
ug/1 
ug/1 
ug/1 

3795085-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795031-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

t LCS 
%REC 
86 
73 
73 
99 

-3795095 
71 
78 
80 
78 
110 
105 
110 
96 
97 
91 
92 
95 
93 
87 
94 
84 
90 
92 
94 
115 
95 
99 
92 
97 
107 
77 
125 
102 
85 
79 
86 
73 
73 
99 

-3795035 
116 
108 
106 
95 
125 
124 
124 
126 
104 
111 

LCSD 
%REC 
87 
75 
78 
103 

82 
86 
88 
88 
114 
108 
111 ' 
99 
98 
91 
95^ 

loi 
95 
87 
97 
84 
91 
98 
97 
122 
99 
100 
94 
101 
111 
77 
142 
109 
93 
84 
87 
75 
78 
103 

112 
103 
105 
94 
122 
122 
124 
124 
103 
111 

LCS/LCSD 
Limits 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 

RPD 
1 
3 
6 
3 

14 
10 
9 
12 
3 
3 
1 
3 
1 
0 
3 
7 
3 
0 
3 
0 
1 
7 
3 
5 
4 
1 
3 
4 
4 
0 
12 
6 
8 
5 
1 
3 
6 
3 

4 
5 
1 
1 
2 
1 
0 
1 
1 
1 

RPD Max 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Analysis Name 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1, 3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020871AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1, 2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2, 2-Tetrachloroethane 

Group Number: 801766 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 

number(s): 
2. 

Report 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

LCS 
%REC 
112 
109 
103 
123 
101 
98 
110 
96 
97 
102 
102 
97 
100 
101 
103 
95 
127 
137 
103 
100 
100 
99 
95 
100 

3795037-3795055 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

72 
76 
79 
60 
112 
104 
109 
111 
111 
110 
109 
107 
114 
112 
109 
109 
107 
108 
111 
116 
101 
108 
109 
111 
101 
109 

LCSD 
%REC 
111 
109 
102 
122 
101 
98 
108 
96 
96 
100 
102 
98 
98 
100 
101 
95 
124 
134 
103 
103 
101 
99 
96 
100 

72 
77 
77 
65 
113 
105 
106 
110 
110 
109 
109 
103 
112 
110 
106 
107 
105 
109 
110 
117 
102 
109 
110 
113 
103 
113 

LCS/LCSD 
Limits 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 

RPD 
1 
1 
1 
1 
0 
0 
1 
0 
1 
1 
0 
1 
1 
1 
2 
0 
3 
2 
1 
3 
1 
0 
1 
0 

0 
2 
3 
7 
0 
1 
3 
1 
1 
1 
0 
4 
2 
2 
3 
2 
2 
1 
1 
1 
1 
1 
0 
2 
2 
3 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laborator ies, Inc 
2425 New/ Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-655-2681 2215 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

Laboratory Compliance Quality Control 

Group Number: 801766 

Analysis Name 
Acetone ^ 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020871AC 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020881AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 

Report LCS 
Units 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795036, 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795056-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

%REC 
98 
119 
108 
105 
106 
105 
105 
111 

3795039, 
72 
76 
79 
60 
112 
104 
109 
111 
111 
110 
109 
107 
114 
112 
109 
109 
107 
108 
111 
116 
101 
108 
109 
111 
101 
109 
98 
119 
108 
105 
106 
105 
105 
111 

3795066 
99 
107 
106 
94 
129 
119 

LCSD 
%REC 
99 
117 
107 
107 
105 
106 
108 
113 

LCS/LCSD 
Limits 

48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

379504 2,37 9504 5,37 9504 9 
72 
77 
77 
65 
113 
105 
106 
110 
110 
109 
109 
103 
112 
110 
106 
107 
105 
109 
110 
117 
102 
109 
110 
113 
103 
113 
99 
117 
107 
107 
105 
106 
108 
113 

114 
121 
124 
101 
126 
117 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 

RPD 
1 
1 
0 
2 
1 
1 
3 
2 

3795052 
0 
2 
3 
7 
0 
1 
3 
1 
1 
1 
0 
4 
2 
2 
3 
2 
2 

0 
2 
2 
3 
1 
1 
0 
2 
1 
1 
3 
2 

14 
12 
16 
8 
3 
1 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 • 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both detenninations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E P./1 B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-556-2581 2216 Rev 9/11/00 
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i ro l Summary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Group Number: 801766 

Analysis Name 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: PO20881AB 
cis-1,2-Dichloroethene 
1,1,1-Trichloroethane 
Trichloroethene 
Tetrachloroethene 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 

1. 
1 . 
1 . 
1. 
1 . 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1 . 
1. 
1. 
1. 
1. 
1. 
6. 
1 . 
3. 
1. 
1. 
3. 
3. 
1. 

number(s): 
1. 
1. 
1. 
1. 

Report LCS 
Units 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795056, 
ug/1 
ug/1 
ug/1 
ug/1 

%REC 
120 
126 
113 
116 
121 
120 
112 
126 
113 
105 
115 
110 
107 
115 
105 
109 
113 
114 
105 
108 
117 
137 
105 
107 
105 
108 
106 
112 

3795062-
113 
121 
113 
115 

LCSD 
%REC 
120 
125 
107 
117 
116 
115 
111 
123 
109 
105 
111 
108 
108 
113 
107 
108 
111 
113 
105 
108 
125 
132 
109 
108 
108 
107 
107 
111 

3795063 
107 
116 
109 
113 

LCS/LCSD 
Limits 

83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

85-126 
83-127 
87-117 
79-136 

RPD 
0 
1 
5 
0 
4 
4 
1 
2 
4 
1 
3 
1 
1 
1 
1 
1 
2 
0 
0 
0 
7 
4 
4 
1 
3 
1 
1 
1 

5 
4 
4 
1 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 

Analysis Name 

Batch number: M020862AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 

Sample Matrix Quality Control 

MS 

%REC 

MSD 

%REC 

MS/MSD 

Limits RPD 

RPD 

MAX 

BKG 

Cone 

DUP 

Cone 

Sample number(s): 3795067-3795074 
80 42-125 
91 54-133 
98 36-133 
93 55-129 
118 75-152 
106 81-134 
113 78-140 
95 77-142 

DUP 

RPD 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

M E M B E R 

'W0 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2216 Rev 9/11/00 
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r o l Summary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

Group Number: 801766 

Analysis Name 
c i s -1 ,2 -Dich loroe thene 
Chloroform 
1 ,1 ,1-Tr ichloroethane 
Carbon Tet rach lor ide 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulf ide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020862AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1, 2-Dichloroethene 
Chloroform 
1,1, 1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1, 2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1, 2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 

MS 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP 

%REC %REC Limits 
98 
91 
98 
102 
94 
84 
99 
82 
87 
97 
93 
123 
96 
98 
94 
98 
107 
74 
96 
115 
74 
79 
80 
70 
68 
101 

79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

Sample number(s): 379 
80 
91 
98 
93 
118 
106 
113 
95 
98 
91 
98 
102 
94 
84 
99 
82 
87 
97 
93 
123 
96 
98 
94 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 

RPD MAX Cone Cone 

DUP 

RPD 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both detenninations was less than five times the LOQ 
(2) The background result was more than four times the spike added 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-555-2581 2215 Rev 9/11/00 
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r o l Sximmary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

S a m p l e M a t r i x Q u a l i t y C o n t r o l 

Group Number: 801766 

B a t c h n u m b e r : M020871AB 
C h l o r o m e t h a n e 
V i n y l C h l o r i d e 

MS MSD MS/MSD 

Analysis Name 
Styrene 
Bromoform 
1, 1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020871AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1, 1,2, 2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

%REC 
98 
107 
74 
96 
115 
74 
79 
80 
70 
68 
101 

Sample 
80 
92 
102 
94 
122 
105 
114 
99 
111 
91 
99 
102 
96 
84 
(2) 
80* 
86 
96 
94 
121 
94 
99 
94 
97 
103 
73 
95 
115 
73 
76 
79 
71 
69 
101 

%REC Limits 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

number(s): 379 
42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

MAX 

BKG 

C o n e C o n e 

Dup 
RPD 
Max 

S a m p l e n u m b e r ( s ) : 3 7 9 5 0 8 5 - 3 7 9 5 0 9 5 
80 4 2 - 1 2 5 
92 5 4 - 1 3 3 

*- Outside of specification 
(1) The result for one or both detenninations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-655-2581 2215 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

S a m p l e M a t r i x Q u a l i t y C o n t r o l 

Group Number: 801765 

MS/MSD 

Analysis Name 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1, 2-Dichloroethane 
Trichloroethene 
1, 2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon D i s u l f i d e 
2 -Bu tanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020861AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 

%REC %REC Limits 
102 
94 
122 
105 
114 
99 
111 
91 
99 
102 
96 
84 
(2) 
80* 
86 
96 
94 
121 
94 
99 
94 
97 
103 
73 
95 
115 
73 
76 
79 
71 
69 
101 

36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

Sample number(s): 379 
103 
105 
107 
84 
142 
121 
131 
138 
108 
117 
126 
129 
111 
127 
109 
101 
109 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 

RPD 

BKG 

Cone Cone 

DUP 

RPD 

Dup 
RPD 
Max 

3795031-3795035 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-556-2581 2215 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

S a m p l e M a t r i x Q u a l i t y C o n t r o l 

Group Number: 801766 

MS MSD MS/MSD 

Analysis Name 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020871AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1, 1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1, 1-Dichloroethane 
cis-1, 2-Dichloroethene 
Chloroform 
1,1, 1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

%REC %RE 
105 
99 
116 
103 
104 
109 
107 
103 
94 
122 
152 
103 
102 
100 
98 
96 
109 

C Limits RPD H 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

Sample number(s): 3795037-3795055 
76 
86 
96 
70 
131 
110 
123 
119 
110 
118 
119 
120 
117 
122 
(2) 
108 
115 
112 
110 
126 
107 
113 
117 
118 
106 
108 
105 
137 
107 
108 
106 
107 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 

RPD 

MAX 

BKG 

Cone 

DUP Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added 

Lancaster Laboratones, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

S a m p l e M a t r i x Q u a l i t y C o n t r o l 

Group Number: 801766 

MS MS/MSD 

Analysis Name 

2-Hexanone 
Xylene (Total) 

Batch number: P020871AC 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 
Xylene (Total) 

Batch number: P020881AA 

Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 

%REC %REC Limits 

109 
116 

47-146 
81-136 

Sample number{s): 379 
76 
86 
96 
70 
131 
110 
123 
119 
110 
118 
119 
120 
117 
122 
(2) 
108 
115 
112 
110 
126 
107 
113 
117 
118 
106 
108 
105 
137 
107 
108 
106 
107 
109 
116 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 

78-133 

82-127 

81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

Sample number(s): 379 
101 
108 
110 
93 
138 
118 
130 
134 
118 
125 
131 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 

RPD 

BKG 

Cone 

DUP 

Cone 

DUP 

FIPD 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E M B E R 

K ^ Ipl 
Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2216 Rev. 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

Group Number: 801766 

Analysis Name 
Carbon Tet rach lor ide 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulf ide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020881AB 
cis-1,2-Dichloroethene 
1,1,1-Trichloroethane 
Trichloroethene 
Tetrachloroethene 

MS 

%F(EC 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP 

%REC Limits 
128 
120 
129 
120 
112 
118 
117 
113 
123 
109 
116 
120 
120 
103 
106 
117 
149 
109 
113 
110 
110 
111 
121 

75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

Cone Cone 

DUP 

RPD 

Dup 
RPD 
Max 

Sample number(s): 3795056,3795062-3795063 
118 79-133 
131 78-141 
120 82-133 
123 81-148 

Surrogate Quality Control 

Analysis Name: TCL by 8260 (water) 
Batch number: M020862AA 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795067 
3795068 
3795069 
3795070 
3795071 
3795072 
3795073 
3795074 
Blanlc 
LCS 
LCSD 
MS 

105 
106 
105 
105 
106 
106 
106 
106 
104 
102 
103 
103 

99 
99 
100 
98 
100 
99 
99 
91 
98 
97 
100 
100 

96 
98 
97 
97 
98 
97 
97 
97 
97 
98 
98 
100 

94 
94 
94 
92 
95 
95 
94 
96 
95 
99 
98 
98 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratones, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

Surrogate Quali ty Control 

Group Number: 801766 

L i m i t s : 36- l lE 80-120 88-110 J6-115 

A n a l y s i s Name: TCL by 8260 (wa te r ) 
Batch number: M020862AB 

Dibromof luoromethane 1 , 2 - D i c h l o r o e t h a n e - d 4 Toluene-d8 4-Bromofluorobenzene 

3795075 
3795076 
3795077 
3795078 
3795079 
3795080 
3795081 
3795082 
3795083 
Blantc 
LCS 
LCSD 
MS 

Limits: 

100 
104 
106 
104 
105 
104 
105 
105 
106 
103 
102 
103 
103 

86-118 

99 
97 
100 
101 
102 
99 
100 
102 
101 
97 
97 
100 
100 

99 
96 
98 
100 
99 
98 
99 
97 
98 
97 
98 
98 
100 

94 
95 
94 
94 
93 
94 
93 
94 
93 
94 
99 
98 
98 

80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: M020871AA 

Dibromofluoromethane l,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795084 
3795089 
3795090 
Blank 
LCS 
LCSD 
MS 

Limits: 

104 
105 
105 
103 
101 
101 
102 

86-

100 
100 
99 
97 
97 
97 
100 

97 
97 
96 
97 
99 
100 
100 

93 
93 
91 
94 
98 
99 
99 

80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: M020871AB 

Dibromofluoromethane l,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795085 
3795086 
3795087 
3795088 
3795091 
3795092 
3795093 
3795094 
3795095 
Blank 
LCS 
LCSD 
MS 

105 
105 
105 
105 
104 
105 
107 
105 
106 
106 
101 
101 
102 

97 
101 
101 
97 
99 
103 
99 
99 
100 
98 
97 
97 
100 

99 
98 
98 
98 
97 
99 
98 
97 
97 
98 
99 
100 
100 

94 
94 
93 
93 
93 
95 
93 
92 
94 
94 
98 
99 
99 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E M B E R 
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t y Con t ro l Summary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 

R e p o r t e d : 0 4 / 0 4 / 0 2 a t 04:14 PM 

S u r r o g a t e Q u a l i t y C o n t r o l 

Group Number: 801766 

L i m i t s : 86-118 80-120 88-110 86-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020861AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-dE 4-Bromofluorobenzene 

3795031 
3795032 
3795033 
3795034 
3795035 
Blank 
LCS 
LCSD 
MS 

Limits: 

101 
101 
106 
107 
104 
101 
103 
102 
104 

86-

98 
99 
96 
99 
100 
100 
96 
97 
97 

99 
98 
99 
99 
99 
99 
101 
102 
103 

95 
94 
96 
97 
96 
93 
104 
104 
107 

80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020871AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795037 
3795038 
3795039 
3795040 
3795041 
3795042 
3795043 
3795044 
3795046 
3795047 
3795048 
3795049 
3795050 
3795051 
3795052 
3795053 
3795054 
3795055 
Blank 
LCS 
LCSD 
MS 

Limits: 

105 
105 
107 
106 
107 
109 
108 
109 
107 
108 
109 
108 
109 
108 
111 
110 
108 
113 
105 
99 
97 
103 

86-

98 
96 
103 
100 
98 
98 
98 
98 
97 
100 
99 
96 
101 
99 
99 
99 
94 
103 
101 
97 
96 
99 

101 
100 
100 
100 
99 
100 
101 
99 
100 
100 
99 
101 
101 
100 
99 
99 
101 
101 
100 
99 
100 
100 

95 
98 
97 
96 
98 
98 
97 
97 
98 
98 
97 
98 
98 
99 
98 
98 
99 
99 
98 
99 
99 
107 

80-120 88-110 86-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020871AC 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795036 
3795045 
Blank 
LCS 

108 
109 
107 
99 

99 
99 
100 
97 

100 
99 
99 
99 

99 
99 
99 
99 

*- Outside of specification 

(1) The result for one or both determinations was less than five times the LOQ. 

(2) The background result was more than four times the spike added. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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^ i r Where qy< 

Client Name: DaimlerChrysler Corporation 
Reported: 04/04/02 at 04:14 PM 

Group Number: 801766 

LCSD 
MS 

97 
103 

Surrogate Quality Control 
96 
99 

100 
100 

99 
107 

Limits: 86-118 80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020881AA 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795057 
3795058 
3795059 
3795060 
3795061 
3795062 
3795063 
3795064 
3795065 
3795066 
Blank 
LCS 
LCSD 
MS 

Limits: 

106 
108 
111 
107 
107 
105 
109 
108 
108 
109 
110 
103 
103 
102 

86-

95 
100 
102 
100 
97 
98 
100 
99 
101 
99 
100 
99 
99 
97 

99 
101 
100 
100 
100 
98 
99 
100 
101 
99 
101 
98 
100 
100 

98 
97 
97 
97 
98 
99 
98 
99 
97 
98 
98 
103 
104 
104 

80-120 88-110 86-115 

Analysis Name: 8260 Master Scan (water) 
Batch number: P020881AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

Blank 
LCS 
LCSD 
MS 

Limits: 

107 
103 
103 
102 

86-

100 
99 
99 
97 

99 
98 
100 
100 

99 
103 
104 
104 

H E 80-120 88-110 86-115 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E 
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DAJMLERCHRYSLER ^̂ f̂ v̂ ,,̂  Chain-of-Custody 1941 B 

Project Name 2 ^ c ^ > j 4 t > r ^ 7 A ^ > / | A ^ ^ / f ^ V o A u i ^ T ' ^ 

^0 ^a^j] 
Lancaster Laboratories 

2425 New Holland Pike 

.ancaster, PA 17601 

Phone Number (717 )656 -2300 

F a x N u m b e r (717)656-2681 

Site Location / ^ Q O i A J J g b ^ U i . ' - ^ j J ^ f i - f - L > A O h / 

Site Code "^OiPOl 

RFA Number Z , B ( g < g ; ^ l / ^ / A 

DaimlerChrysler PM ^ / \ ^ ^ l - r W S ^ T j j k . . 

niS(A 

Consultant 13<^ 
Address y , g _ / 0 U D ^ ^ / - ^ / J ^ / ^ ( ^ ^ c L ^ 

Consultant PM > ^ / 7 / / < I A A . \ / a e ^ ^ y / 

Phone < ^ j - / V f ^ / j ^ i ^ S ' Fax / ^ ^ ^ 

T u r n - a r o u n d Time Reques t : (circle) 

24 calendar hrs 

48 calendar hrs 

7 calendar days 

^ J n calendar d a y ^ 

Da ta P a c k a g e Deliverables: (circle) 

( t ia im(erChrysler Level V^ 

fDaimierChrysler Level 2 

CLP 

Field Sample Identif ication 
Date 

Collected 
Time 

Collected 

U 
O u 

£ I 

C o m p o u n d U s t - P a r a m e t e r / M e t h o d / B o t t l e Type /Prese rva t ive 

A r e aqueous samples field fiUered f o r meta l s? Yes N o 

M a t r i x Codes 

S - Soil 

G W - Groundwater 

Sed - Sediment 

O - Other (specify) _ 

SW - Surface Water 

A - A i r 

R e m a r k s 

MLlMm Jkk '(^ ^ - i ^ ' il m. '5 J2L 
or\u3Co(?i '\\LO K 

/Au]031$ lOiO X 
K^^>^o:s^X lO'A^ A-
MU)037 D i O . ^ 0 

fV\u:^3gS 1121- X. 
rvwQg^ TX- i ( \ 0 

rAJKiOil D tao 
A f^bdoy^-s !7^0 X 

fAbio '^s.r N / /^Hr vl/ >V K 
Sampler(s ) 

L 
Cooler ID # C 0 , j l ' 1 5 ' t ^ 

Relinquished by: I l i q u i s i i c u U J . f. Date; 

3, 'î /̂̂ g 

Samples Relinquished under AirbiU No C 3 ^ u P ^ c / Q ^ 3 3 i O Temperature (corrected) ^ ^ C 

Time: 

/^cj^x: 
Received by. Date: Tine: CiMtody Seal Intact? 

Yes No 

Is RFA sampling complete'̂  Relinquished by: Date: Time: RKelved for Laboratory by: 

5 l f ^ u b u r n HiUs, M i c ^ t g l ^ 

lelauled by sampler ^—^ 

Date: Time: 

-l^gs-s 
Custody Seal Intacf 

Ye7\ No ^ 
DaimlerChrys ler Corpora t ion 800 Chrysler Drive, C I M S 482-00-51/P\uburn HiUs, Mich igan 48326-2757 

oas Distribution White copy Data package Yellow Retained by laboratory Pink Relaiaed by sampler 

Revision No 3 
Created July 9, 1999 
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DAIMLERCHRYSLER—5^ Chain-of-Custody 1942 B 
A O O ^ < ^ L 0 S^.lv^/.AJ^ 

Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717) 656-2300 

FaxNumber (717)656-2681 

Project Name 2V-y--^A. Ttj>AAA^( P ^ f f U c h ^ 

Site Location /^pOQ LlSHh^U^ :5rl~ T^e-ji^A. O H 

Site Code 

RFA Number 

DaimlerChrysler PM 

J5CJ20_L 

L'B^-7 0 % J P / 3 - O/SiA 
^/^'7 f^i^V^i^ 

Consultant 

Address / J ? / o 
^ ^ ^ J 

i , < / W ^ / V ^ 6 - Fax 

Consultant PM 

Phone ^ 5 - / V f ^ /V^?6- / ^ ^ ^ 
Turn-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs 
7 calendar days 
14 calendar days 

Data Package Deliverables: (circle) 
/̂̂  PaimlerChrysler LevelQ 

Compound List-Parameter/Method/Bottle Type/Preservative 

DaimlerChrysler Level 2 
CLP 

Field Sample Identification 
Date 

Collected s 
Time 

Collected 

O 

o g 

(5C 

iJ? 

Are aqueous samples field fiUered for metab? Yes No 

Matrix Codes 
S - Soil 
GW - Groundwater 
Sed - Sediment 
O - Other (specify) 

SW - Surface Water 
A-Air 

Remarks 

nau3<?g>^t:) ^ \?'io A ^ X 
/V\\)J03a$ '̂ kjo'̂  133:3' K 

m\oo ̂ gLjr OltT t 
•fV\uD(:)31b /3iO K 
rv\ioD3g> S [Z'^o K 
MUJ0 33 r /3'^0 )C D'^^U^le 6̂  (<)/:? 
/V\U033 D 13^5^ 
N\^03H $ H^O K 
fA\jdD3HX^ H i o X 

JVUO031J1 iii^: Ny \ll 
Sampler($) 

>4NAV:^ J L A Z V U , t ^ t ^ i C t K t j / 

)lerID# Q O J l l ^ . ^ 

Relinquished by: 

'î /ity F; \^KJ-r>^ jU)^)czJ[> 
Datej 

3. '/^s/oi^ 

Samples Relinquished under Airbill No Q j O b 6 C b \ ^ ' ^ y O Temperature (corrected) Q C 

Time: 

f l i t . 
Received bi Dat«i Time: Custody Seal Intact? 

Yes No 

Is RFA sampling complete' 

Yes @ -

»at«i. . • Jimf Received for Laboratory by. 

"^^.N^^ 
DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-5f,XiSurnHiUs, Michigan 48326-2757 

Date: Time: Custody S Custody Seal Intact? 

No 

<5/P.A Distribution White copy Data package Yellow Retained by laboratory Pink Retatfied by sampler 

Revision No 3 
Created July 9, 1999 
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DAIMLERCHRYSLER- Chain-of-Custody 1943 B 
/ ^ M v - ^ g C ? ^ ^ iOj^c'.Y^i i '^ 

Project Name 7^^-u/p>v7lx^^lA>W( f V g d ^ ^ f < Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717) 656-2300 

FaxNumber (717)656-2681 

Site Location / ( i :>OOUMloiUv -d- ^ ^ ^ - U A . ( P h j 

Site Code f J C O O i 

RFA Number L B ^ g ? i k ^ / . 9 -

DaimlerChrysler PM ^ A / s y ^ m , \ f \ C - L j IC. 

J l UK 

Consultant ^ 7 = ^ ^ 
Address / 3 i / O I D - e 6 - h T.-O^f^U 'P. j I x 

Consultant PM MeiAi/U.iL X J n i ^ ^ J 

Phone /^^- / 'V'? '^ J H O r Fax / O O U 
Turn-around Time Request: (circle) 
24 calendar hrs f 
48 calendar hrs 
7 calendar days 

calendar day! 

Data Package Deliverables: (circle) 
PaimlerChrv'ili'r 1 fjA 1) 
DaimlerChr>'sler Level 2 
CLP 

Field Sample Identification 

^ 

Date 
Collected 

Time 
Collected 

O 

1° 

3 

Compound list-Pai^meter/Method/Bottle Type/Preservative Matrix Codes 
SW - Surface Water 
A-Air 

S - Soil 
GW - Groundwater 
Sed - Sediment / i ^ 

O - Other (specify) Dr ' / o r t i uA. H- . /^ trZ.^A kHh 

Are aqueous samples field fiUered for metals? Yes No 

Remarks 

MoO(936S U 1*̂ 66 ^1 M y 
-' MOg)3b:r H^'5 K 

hhb^oRh^ H^ 
/AUJ0,a6~S ;^i^5" K 

lA^o^5'-^ /SIC K 
/AUJQ. IS-P / ^ A t p K 

Mi003(g S i^:^o X 
N\\jJd9i(^X: J 1 ^ K 
lAuJga^i:^ iiH^ ^ K 
FBo^^'^ox ^ i '^30 y n M )C 

Sampler(s) t̂ "'""'"'' ^/^,j i :rfr Samples Rellnquiahed under Airbill No Q . o Q fc? C c i s ' J S T O Temperature (corrected) O C 

<?/5A Distribution White copy Data package Yellow Retained by laboratory Pink Retained by sampler 

Revision No 3 
Created July 9, 1999 
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DAIMLERCHRYSLER- Chain-of-Custody 9'V B^ 

l.ancastir Laboratories 

2125 New Hollmd Pike 

i j r icas in , PA PfiO; 

rhonc Number ^717)656-; .-0a 

Fax N u n b e r . (717)6^6-2681 

?ioiect^lamt ^ f ^ - ^ - r r r. -W ?-••.. d^^f^!f 
iite Location- /itsCrJ} K\}(!Or>K' V-^ i^ \ .^ . ' /^- . l ( j , ' - / Addr:u . r , - 4 ^ • i ^ - ' 

ILFA Numher j?. j ; •-. 

DeimleiChrvilcr P M . '-, ,..•> 

?... ' ' ^ /. . 4 

-r 
oLlvj, , ><^ 

CoiKiiltani P.M ' ' r I 

Phone; ^,--/"'' w v - ' • 4 ' Fa^ J C J ^ ( ^ 

T u m - a r o u n d Timt Rcqurs t : (circle) 

2.1 calevdar hrs 

48 culerdar hr; 

~i (.aJenaar djivt 

)4~talendar d a ^ 

Dsta Package Deliverables: ( : i rc l r ) 

CSmTerCirvsici LeVel O 

DaimlciCiijsler Level 2 

CLP 

OmpoanHl Lfal-P«r«Jieter<'MrflKU/BolUt TypcJPre»«T» i t ^ * 

Field Saintile [ J c n t U j o t t o n Callccnd CoHirtfd 

O 

\ 

& 

6 
i - i 

0 

% 
1 

N i 

K 

"s 
• : . -

^-. 

M a t r i i Codes 

S-S«i l 

GW - CjrFUUndA 

Red -Sedimtni 

O - OrtCT (spcciftO 

S V - S u f b c x W a t » 

A - A « 

. i r e a ^ a e o i u l a m p L s f i e l d f d i e r e i f o r t i K l « ^ 7 Ye* N o 

R e n i t r k s 

ixii. -^'' :J^ ^•iJ' i 

^-. 'O X 

/̂  v ^ - : A J : 

..̂ -̂̂ ^9^0301 
K 

- . ^ D f ^ ^ 3 7 2 b 

V^OSZJ: > } . ; : )C 

\j T-^5Zb \-^c> 

( \ \ J . -' ^Kt ^ r ?a)35:x: Nkl m ^' K ± 
Sam|ricr(s> 

.'- •-

Coder m « 
r ' - '> -1 
V - > > 

l \ f I 

• < : • - . t V 

EiyD<)«Ml*lttrr: ;. 
.i I , - , 

Did! 

^:.-^/; 

S ^ ^ n R A n q n b l i A iBdtr AJiliiU .Vo. TtBpantire (cwnUgJ) 

Tta4: HtcrtMiiQ:: 

U -
• l .> f ^ 

CurtudySnltnteeir 

«̂ 
Is RPA sarnplinj tairfilete' 

Ui / N o 

IttiaqaUMiIby: THU. Kic i lnnI b r l a t i on l i i rY I ; iDatc 

: s ^ 

Tiae. OmUilrGcal Intact? 

Yd Mo 

OaimlerChryjler Co-poratian 80» Oiryi ier Drive. CIMS 4 i ! -00-S \ , Auburn Hills, Michigan i 8 3 2 ^ 2 7 5 7 
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DAIMLERCHRYSLER- Chain-of-Custrtdy 194? B 

i h d n a i U r Laborjrtoncj 

124:5 Ne« HuHand Pike 

LancaslLT ? \ 1Y»31 

K-bonc Numbei- f l P ; 656-33.CO 

FB.\ Numbei (717)656-2681 

'^' 'i9-i,' io^ ' j . '/ . 0 ' D l . - . 

Pnj r r rN .n i^ \ " . , ' U - \ " " ^ - y , V*) i^'v' 

Sile Location. . , , / . , i / J r r " . . -r*-/ - Ji • / • • ' , - t 6 ^ ' / 

T u m - a r c w i d F m c Re^ue&T: i,circlc) 

^" :aWncfer hrs 

4f calendar hrs 

7 culenda days 

I i caletvcardaNs i -L. 

SilcO>de-

RFA Nunber !_ ' • 

DiinikiChriiilcr PM: /'_ ,i . 

. ' . J ^ - ^ . 

Â ^ 
D a n FatkBgc DeliveraUcs: (circle) 

^ ;•• ^',«Ji--

consuiUnt 

Adaress. 
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DAIMLERCHRYSLER Chain-of-Custody 
/ ^ ^ U r /j o S^.v^li'^ ao^d.-

1945 B 

Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

F a x N u m b e r (717)656-2681 

LA=. /L:iyrwu\l P/v<ioc't-<, Project Name j S ^ < ^ ' 4 - a i 

Site Location / ^ c t D i j f ^ l L i k i - ' : $ - ^ ^ 2 > i \ J L - x ^ V 

Site Code : S C £ > D I 

RFA Number j B ^ ^ ^ c / < 3 -

DaimlerChrysler PM ^ ^ l y y ^ • ^ l i A t f ^ k . 

n / 2 Z 

Consultant 

Address 

tB^ 

<.-/-. P ^ J A].A^ .<-jr//2-
Consultant PM / d ( g n ^ i W \ / ( P ^ - ^ I 

Phone ( ^ r / y ' y ^ / V ^ ^ r F a x / ^ > ^ 6 

T u r n - a r o u n d Time Reques t : (circle) 

24 calendar hrs 

48 calendar hrs 

7 calendar days 

.. T^ caienaar aa^s 

Data P a c k a g e Deliverables: (circle) 

f tTaimlerChrysler Leveri> 

DaimlerChrysler Level 2 

CLP 

Field Sample Identif ication 
Datt 

Collected 

IS 
Time 

Collected 1 ° CD 

C o m p o u n d L i s t - P a r a m e t e r / M e t h o d / B o t t l e Type /Prese rva t ive 

5 

I 
ft 

A r e aqueous samples f i e ld fiUered f o r meta l s? Yes N o 

M a t r i x Codes 

S - Soil 

G W - Groundwater 

Sed - Sediment 

O - Other (specify) 

S W - Surface Water 

A - A i r 

R e m a r k s 

/Yl 1.1 A g o ( no CjD K 
?^onn tso < -
P-TLonp ZS5 A. 
/A[j:io3ioS 9/5- JL 
p2:Qa0D '^^O JL 

nu3g)/?5- ^^5" 
PZo/qf j : _î  
/nujgt?gV /gZ)^ A. T .̂jpL'aî ie. a'So 

^ 
F z o a l x : i O l O X 
MtOCoo;:^^ sl/ io3(^ \y / vV Nt̂  A. 

y 3 p ^i^ > ? y 6 y 3 3 3 <9rempeniture (corrected) ^ 3 c Sampler (s ) CoolerID# ^ ' Q ^ ~ ? ^ 1 f 

Relinquished by; 

/O. -pfeP 
Datei 

3 bJI 

Samples Relinquished under Airbill No. 

Time: Rtceived b>: 

B A I J L . 

Date: Time: Custody Seal Intact? 

Yes No 

Is RFA sampling complete? 

Yes 

Relinquished by: Time: iived for Laboratory by: 

M x 

^ 

3"^.S 
Time: 

r(^?^<l0 
Custody Seal Intact? 

Yes No 

DaimlerChrys ler Corpora t ion 800 Chrysler Drive, C I M S 482-00(51] A u b u r n HiUs, M c h i g a n 48326-2757 
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DAIMLERCHRYSLER^;^ Chain-of-Custody 1946 B 

y^^j-hK. Yl-e^^r^l Pi^d^c-h Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717) 656-2300 

FaxNumber (717)656-2681 

Project Name 

Site Location / ^ C i O € . t > 1 > i - l ^ . ^ k I X > ^ - i o A . d > R 

Site Code 

RFA Number 

DaimlerChrysler PM 

1<,CJ!P£> i 

LB^axc>/JL 
^ A ^ ) 'S4^l\C-Ly^t. 

o/^is 
9-
le^ 

Consultant C ~ ^ 3 ^ 

Address 

Consultant PM 

Phone ^ 5 7 V f ^ / y V i ' Fax f Q ^ I ^ 

Turn-around Time Request: (circle) 
24 calendar hrs ^ 
48 calendar hrs 
7 calendar days 

^ 1 4 calendar days^ 

Data Package Deliverables: (circle) 
• OairrilerChrysler LevelT^ 

DaimlerChrysler Level 2 
CLP 

Field Sample Identification 
Date 

Collected ŵ  
Time 

Collected 

O 
O u 

§ I 
13 

5 

Compound List-Parameter/Method/Bottle Type/Preservative 

. ^ 
Oc 

S - Soil 
GW - Groundwater 
Sed - Sediment 
O - Other (specify) 

Are aqueous samples field fiUered for metals? Yes No 

Matrix Codes 
SW-Surface Water 
A-Air 

Remarks 

M U n l ^ S J 0 ^ 5 ^ (J 1. 
/Y\V)e00SL lo^o A 

muJAg'og" IJi^S JL 
^!_Eini3^ U \ o A 
i^ p2:o/:a.T~ yA3o )C 

? & o i a D I23!> K 
P ' toHl r /•3>^3-

r>f\toAoo-̂  1:̂ 5-0 A 
m\^^^an(o i 13^^ 

^ 

1 
lYinjA fipy- IM'S' \r t. 

Sampler(s) Cooler ID # C-0 ^ 1 'JS^ 

Relinquished by: 

^ 

iii|uisiicu \rf, • ^.„^ 

Is RFA sampling complete? 

Yes ®-
Rrlinquished by; 

Date/ / 

oa 
Date: 

Samplea Relinquuhed under Alrblll No. '^^Ojs C C v * - f 3 _ j 3 ^ Temperature (corrected) ̂ ^ C 

Time: 

BML 
Received b>-

Time: :elvfcd for Laboratory by: 

DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-51,liuburn HiUs, Michigdn 

Dater-

t 
Date: 

Ttaie: 

Time: 

c^^s: 

Ciotody Seal Intact? 

Yes No 

Cmtody Seal Intact? 

Yes \ No 

U26-2757 
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DAIMLERCHRYSLER 
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

FaxNumber (717)656-2681 

.Z: 
Project Name 

Site Location 

Site Code 

RFA Number 

DaimlerChrysler PM 

J>c 

Chain-of-Custody 1947 B 

^. m'/^oo{A3c^i^^5>h DMI^AOU 
iS^oi 

^ 

m ^ 09^61"^ ^fJ^R 
4^7^ /^v7^ /< ; 

Consultant 

Address 
- ^ ^ 7 . 

/^ /^ i^>-(- &w*^U ^A 

Consultant PM / C g t M ^ r W \ / ( P ^ - t ' l 

Phone / ^ 5 - / ^ ^ t O / i o S " Fax J O O ^ 
Turn-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs 
7 calendar days 

^ 14 calendar day^ 

Data Package Deliverables: (circle) 
DaimlerChrysler Level 1-? 
DaimlerChrysler Level 2 
CLP 

Field Sample Identification 
Date 

Collected 

WtTjL 

Time 
Collected 

O <D 

o I 
O CJ 

Compound Ust-Parameter/Method/Bottle Type/Preservative 

. ^ 

S - Soil 
GW - Groundwater 
Sed - Sediment 
O - Other (specify) 

Are aqueous samples field fiUered for metals? Yes No 

Matrix Codes 
SW - Surface Water 
A-Air 

Remarks 

"P^OllnP I31>< ^ 6U A. 
Asool /335' A 
?^om-r 
fAixJOp-jS 

Nib fp^Dolx') 
N i S 2>^pliC£>.U. O L I S O 

m^^BoofT M i o JL 
tAuJnoS'5 j s io 

9-^m&f^nvr )^^o K 

V'hoo R D /^/sr 
rA\xj.Aoo<4 i^^o 
P2iOO'7P <\ / l ^ j o ^ sl/ 4/ )C 

Sampler(s) Cooler ID # ^ Q . 5 7 ^ . 5 ^ 

Relinquished by; 

|^r=ru^p<if fv %^/oX 

Samples Relinquished under Alrblll No. Q ^ ^ 7 ? ( s ^ 3 * 5 ^ 0 Temperature (corrected)4l!^C 

Time: Received by: Date: 

P^gy 
Timer riiitoriy fjf ii| Intact? 

No 

Is RFA sampling complete-? Relinquished by: Date: Time: :eceiyed for Laboratory by: Date: 

MS; 
Time: Custody Seal Intact? 

^ e s j No 

DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-5^AHpurn HiUs, Michi^alf 48326-2757 
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DAIMLERCHRYSLER Chain-of-Custody 1948 B 
liiAj 42^0'JL 

Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

FaxNumber (717)656-2681 

Project Name / ^ t i - j £ Consultant 

Site Location /^.oQ/J L < M h i > H i r d f / x l ^ c U ' h v \ O h ( 

Lh^7 
Address / J Z / O I Q ^ S '64-r^ 

Site Code S C D O I r^l/^A^L MAJ^<fj:i^ 
RFA Number U B ^ , / ^ ^ Q l O . 

DaimleiChrysler PM ^ ^ . C A J ) ^ i ^ ^ C l j J j ^ 
g>/^g Consultant PM / ^ J A K ^ / A ^ l / g < ' 7 ^ / 

J V M 

Phone j ^ ^ : ^ V ? . 3 N d j - Fax / ^ ^ ^ 
Turn-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs 
7 calendar days 

"alendar A^%> 

DaimlerChrysler Level 2 
CLP 

^ ^ • H t a 

Field Sample Identification 
Date 

Collected 

m 
Time 

Collected 

O 
° s § I 
•° I 

o 

cd 

Compound List-Parameter/Method/Bottle Type/Preservative 

^ 

•^ 

?5 

SW-Surface Water 
A-A:r 

S - Soil 
GW - Groundwater 
Sed - Sediment . . , 
O-Other (specifV) / z > ^ AilOi\'>t.-iCL H z j C ) 

Are aqueous samples field fiUered for metals? Yes No 

Matri i Codes 

Remarks 

PKD'?.9.(DD;:L. ^ . /V/^" ^ o s 
ji^ip NAV^K. 0 
"f^iT^^ l^Ui\ ic 

Sampler(s) Cooler iD# ^ £ ' 7 V ^ y 
Relinquished by: 

3yafe/piL 

Samples Relinquished under Airbill No. 7 3 ^ 6 ^ ^ 6 ' ' / 3 3 3 C ) Temperature (corrected) ^ T ^ 

Time: 

Fgdg)̂  
Received by: Date: Time: Custody Seal Intact? 

Yes No 

Is RFA sampling complete'' 

Yes 4-
Relinquished by: Date: Time: Rec^v^d for Laboratory by: 

Is, M i c h i ^ n ' 

Date: Time: 

cA3S 
Custody Seal Intact? 

4:eO No 
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Lancaster Laboratories 
Where quality is a science. 

ANALYTICAL RESULTS 

Prepared for-

DaunlerChrysler Corporat ion 

PO Box 537933 
Livonia M l 48153-7933 

248-576-5741 

Prepared by-

Lancaster Laboratories 

2425 New Hol land Pike 

Lancaster, PA 17605-2425 

SAMPLE GROUP 

The sample group for this submittal is 801937. Samples arrived at the laboratory on Thursday, March 28, 
2002. The PO# for this group is N99C403749-B. 

Client Description 
MWA006 Grab Water Sample 
MWB003 Grab Water Sample 
MWC003 Grab Water Sample 
MWOl IS Grab Water Sample 
MW015S Grab Water Sample 
PZOl51 Grab Water Sample 
MW015SDUP Grab Water Sample 
MW030S Grab Water Sample 
PZ030I Grab Water Sample 
PZ030D Grab Water Sample 
MW039S Grab Water Sample 
PZ039I Grab Water Sample 
PZ039D Grab Water Sample 
MW029S Grab Water Sample 
PZ029I Grab Water Sample 
PZ029D Grab Water Sample 
MW028S Grab Water Sample 
PZ028I Grab Water Sample 
PZ028D Grab Water Sample 
MW031S Grab Water Sample 
PZ0311 Grab Water Sample 
PZ03 ID Grab Water Sample 
MW040S Grab Water Sample 
PZ0401 Grab Water Sample 
PZ040D Grab Water Sample 
MW027S Grab Water Sample 
PZ0271 Grab Water Sample 
PZ027D Grab Water Sample 
PZ027DDUP Grab Water Sample 

Lancaster Labs Number 
3795940 
3795941 
3795942 
3795943 
3795944 
3795945 
3795946 
3795947 
3795948 
3795949 
3795950 
3795951 
3795952 
3795953 
3795954 
3795955 
3795956 
3795957 
3795958 
3795959 
3795960 
3795961 
3795962 
3795963 
3795964 
3795965 
3795966 
3795967 
3795968 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 
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Lancaster Laboratories 
Where quality k a science. 

MW024S Grab Water Sample 
PZ024I Grab Water Sample 
PZ024D Grab Water Sample 
MWOIOS Grab Water Sample 
PZOIOI Grab Water Sample 
PZ022I Grab Water Sample 
FB032702 Grab Water Sample 
PolyTank Grab Water Sample 
Drum#l Grab Water Sample 
Drum#2 Grab Water Sample 
TripBlank Water Sample 

3795969 
3795970 
3795971 
3795972 
3795973 
3795974 
3795975 
3795976 
3795977 
3795978 
3795979 

METHODOLOGY 

The specific methodologies used in obtaining the enclosed analytical results are indicated on the laboratory 
chronicles. 

1 COPY TO 
1 COPY TO 

Earth Tech 
Earth Tech 

Attn- Lisa Smith 
Attn: Rob Stenson 

Questions? Contact your Client Services Representative 
Katherine A Klinefelter at (717) 656-2300 

Respectfiilly Submitted, 

Robe.ttE-MeiMnget 
Sr Cheiffist/Coordiaatoi" 

IVI B 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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Page 1 of2 

Lancaster Laboratories Sample No. WW 3795940 

Collected:03/27/2002 07:50 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWA006 Grab Water Sample 
Site Code: SCOOl RFA# LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

A005D SDG#: DCJ50-01 

CAT 
No. 

06291 

05385 

05386 
05387 

05388 

05390 
05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 
05418 

05419 

05421 

06302 
06303 

06305 
06306 
06307 

06308 
06309 

Analysxs Ncune 

TCL by 8260 (water) 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1, 2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-l,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 

2-He.xanone 

CAS Number 

As Received 

Result 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 

5. 

N.D. 

N.D. 

120. 
N.D. 
37. 

58. 

1,600. 
4. 

340. 
N.D. 

N.D. 

3. 

1,800. 
N.D. 

N.D. 
N.D. 

3. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

As Received 
Method 
Detection 
Limit 

4 . 
2 . 
4 . 
4 . 
2 . 
4 . 
2 . 
2 . 
2 0 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 0 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
2 . 
1 2 . 
2 . 
6. 
2 . 
2 . 
6 . 
6. 

U n i t s 
D i l u t i o n 
F a c t o r 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

2 

2 
2 

2 

2 

2 

2 
2 

20 

2 
2 

2 

2 
2 

20 

2 

2 
2 

2 

2 

2 
2 

2 

2 

2 

2 

2 
2 

2 
2 

2 
2 

2 

IVI E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ i r Where quality /s a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795940 

Collected:03/27/2002 07:50 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 

Discard: 06/10/2002 

MWA006 Grab Water Sample 

Site Code: SCOOl RFA# LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

A006D 

CAT 

N o . 

0 6 3 1 0 

SDG#: D C J 5 0 - 0 1 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
MetJiod 
Detection 
Limit 

2. 

Units 

ug/1 

Dilution 

Factor 

2 Xylene ( T o t a l ) 
A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

The reporting limits for the GC/MS volatile compounds were raised 

because sample dilution was necessary to bring target compounds into the 

calibration range of the system. 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/01/2002 14:53 
SW-846 8260B 1 04/01/2002 15:18 
SW-846 5030B 1 04/01/2002 14:53 

Analyst 
Susan McMahon-Luu 
Susan McMahon-Luu 
Susan McMahon-Luu 

Dilution 
Factor 

2 
20 
n . a . 

M E M B E R 
•'a'A««si 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Lancaster Laboratories Sample No. WW 3795941 

Page 1 of2 

Col lec ted :03/27/2002 08:20 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWB003 Grab Water Sample 
Site Code: SCOOl RFA# LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

B003D SDGtt: DCJ50-02 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 
05418 

05419 

05421 
06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 
Bromodichloromethane 

Toluene 

1,1, 2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1, 1, 2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1, 3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
23. 

N.D. 

N.D. 

110. 
N.D. 

80. 
90. 

2,100. 
18. 

380. 
N.D. 

4. J 
74. 

5,800. 
N.D. 

N.D. 

N.D. 

4. J 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

2. 
1. 

2. 

2. 

1. 

2. 

1. 

1. 

50 
1. 

50 
1. 

1. 

1. 

50 
1. 

1. 

1. 

1. 

1. 

1. 

1 . 

1. 

1. 
1 . 

1. 
6. 

1. 
3. 
1. 

1. 

3. 

3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

50 

50 

50 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r x e s S a m p l e N o . WW 3795941 

Collected:03/27/2002 08:20 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 

Discard: 06/10/2002 

MWB003 Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

B003D 

CAT 
No. 

SDGtt: DCJ50-02 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the project. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
03/30/2002 02:20 
04/01/2002 15:44 
03/30/2002 02:20 
04/01/2002 15:44 

Analyst 
Bryan J Polick 
Susan McMahon-Luu 
Bryan J Polick 
Susan McMahon-Luu 

Dilution 
Factor 
1 
50 
n.a. 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality is a saence. 

Page ] of2 

Lancaster Laboratories Sample No. WW 3795942 

Collected:03/27/2002 08:15 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWC003 Grab Water Sample 
Sate Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

C003D SDGtt: DCJ50-03 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 l,2~Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1,2, 2-Tetrachloroethane 
06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 
06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 
156-60-5 

75-34-3 
156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 
10061-01-5 
108-10-1 

591-78-6 

N. 
N. 

N. 

N. 

N. 

N, 

N, 
N, 

N. 
N, 

N. 

N. 
N. 

N. 

N, 
N, 

N. 

N 

N 
N, 

N 

N, 

N 
N. 

N. 

N, 

N, 

N. 

N, 
N. 

N, 

N, 

N, 

,D 
.D 

.D 

,D 

• D 

.D 

.D 
• D 

• D 

.D 

.D 

.D 

.D 

.D 

• D 

.D 
,D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

.D 

• D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795942 

Collected:03/27/2002 08:15 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWC003 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

C003D SDGtt: DCJ50-03 

CAT 

No. 

06310 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

Analysis Name 

Xylene (Total) 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date eind Time 
SW-846 8260B 1 03/29/2002 22:03 
SW-846 5030B 1 03/29/2002 22:03 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795943 

Collected:03/27/2002 08:30 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWOllS Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

WOllS 

CAT 

N o . 

SDGtt: DCJ50-04 

A n a l y s i s Name CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05307 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1, 2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 
Bromoform 

1, 1, 2, 2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
13. 
N.D. 

N.D. 

3. J 
N.D. 

5. J 
15. 
150. 
N.D. 

42. 
N.D. 

N.D. 
N.D. 

1,200. 
N.D. 

N.D. 

N.D. 

N.D. 

1. J 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

2. 

10 

\ 
3. 

3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 " 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

10 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality k a science 

Page 2 of2 

Lancaster Laboratories Sample No. WW 37 95943 

Collected:03/27/2002 08:30 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MWOllS Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

WOllS 

CAT 

N o . 

SDGtt: DCJ50-04 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
T^alysis 

Method Trial* 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
03/30/2002 02:45 
04/01/2002 14:27 
03/30/2002 02:45 
04/01/2002 14:27 

Analyst 
Bryan J Polick 
Susan McMahon-Luu 
Bryan J Polick 
Susan McMahon-Luu 

Dilution 
Factor 

1 
10 
n . a . 
n . a . 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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#Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795944 

Collected:03/27/2002 08:50 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MW015S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

W015S SDGtt: DCJ50-05 

CAT 

No. Analysis Name CAS Number 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 

05386 

05387 

05388 

05390 
05391 

05392 
05393 

05395 
05396 

05398 

05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 

05418 

05419 

05421 
06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chlororaethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1, 3-Dichloropropene 
4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

2 
N 

N 
N 

N 

N 

N 
N 

N 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

110. 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 
D. 

D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancastei, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 



4 l ^ Lancaster Laboratories 
^ | r Where quality k a science 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795944 

Collected:03/27/2002 08:50 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
MW015S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W015S 

CAT 

No. 

06310 

SDGtt: D C J 5 0 - 0 5 

Analysis Name 

Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 
for the proiect. 

As Received 
Method 

Detection 
Limit 
1. 

A LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 03/29/2002 22:29 
SW-846 5030B 1 03/29/2002 22:29 

Tinalyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality /s a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 08 :55 by RFW 

3795945 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
PZ015I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

PZ15I SDGtt: DCJ50-06 

CAT 

N o . A n a l y s i s Naime CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 

05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 
trans-l, 2-Dichloroethene 

1, 1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 
Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 
Ethylbenzene 

Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1, 3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 
10061-01-5 

108-10-1 

591-78-6 

N.D. 
1. 

N.D. 

N.D. 

2. 
N.D. 

1. 
12. 

9. 
N.D. 

23. 
N.D. 

N.D. 
7. 

2. 
N.D. 

N.D. 
N.D. 

N.D. 
71. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

J 

J 

J 

J 

2 
1 
2 

2 

1 
2 

1 
1 

1 

1 

1 
1 

1 
1 

1 

1 

1 

1 

1 
1 

1 
1 

1 

1 

1 

1 
6 

1 
3 
1 

1 

3 

3 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



j ^ S k ^ ^ ^ ^ ^ i i ^ t k l J i f t a ^ ^ B B i i l S l i M ^ ^ ^ ^ M iwk^j 

# 

Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795945 

Page 2 of2 

Col lec ted :03/27/2002 08:55 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:51 
Discard: 06/10/2002 
PZ015I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

PZ15I SDGtt: DCJ50-06 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

was performed to demonstrate precision and accuracy at a batch level. 

CAS Number 

1330-20-7 
)t subraitted 

As Received 

Result 

N.D. 

for the project. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 
Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial# Date and Time 
SW-846 8260B 1 03/29/2002 22:54 
SW-846 5030B 1 03/29/2002 22:54 

Analyst 
Bryan J 
Bryan J 

Polick 
Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



4 l ^ Lancaster Laboratories 
^ i r where quality k a science 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Saimple No. WW 3795946 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 08 :50 by RFW 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW015SDUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W15SD SDGtt: DCJ50-07 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 

05387 

05388 

05390 

05391 

05392 
05393 

05395 
05396 

05398 
05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 
05419 

05421 

06302 

06303 

06305 

06306 

06307 
06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-l,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 
2. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

110. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ 1 ^ Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795946 

Page 2 of2 

Col lec ted :03 /27 /2002 08:50 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW015SDUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W15SD 

CAT 

No. 

06310 

SDGtt: DCJ50-07 

Analysis Ncime 

As Received 

As Received Method 

CAS Number Result Detection 
Limit 

Xylene (Total) 1330-20-7 N.D. 1. 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

ug/1 

Dilution 
Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 3 / 2 9 / 2 0 0 2 23 :20 
SW-846 5030B 1 0 3 / 2 9 / 2 0 0 2 23 :20 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95947 

Collected:03/27/2002 09:15 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW030S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W030S SDGtt: DCJ50-08 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 

05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 
05399 

05401 
05402 

05403 

05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 
05418 
05419 

05421 
06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 
1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 
Ethylbenzene 

Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hey.anone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-56-3 

71-55-6 
56-23-5 

71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 
10061-01-5 

lOB-10-1 

691-78-6 

N. 
N. 

N. 

N. 

N. 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D 

D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

.D 
D 

D 

.D 

.D 

.D 

.D 

2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1 . 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795947 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 09 :15 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW030S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W030S 

CAT 

No. 

06310 

SDGtt: DCJ50-08 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 X y l e n e ( T o t a l ) 

A site-specific MSD sample was not submitted for the project. A LCS/LCSD 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 03/29/2002 23:45 
SW-846 5030B 1 03/29/2002 23:45 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
lA/ihere qua//ty /s a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795948 

Collected:03/27/2002 09:25 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
P20301 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z030I SDG* DCJ50-09 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
053B7 Bromomethane 
05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 
05392 trans-1, 2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-l,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 
N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample N o . W W 3795948 

Collected:03/27/2002 09:25 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 

Discard: 06/10/2002 

PZ030I Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z030I 

CAT 

N o . 

SDGtt: DCJ50-09 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

)t submitted 

As Received 

Result 

N.D. 

for the proiect. A 

As Received 
Method 

Detection 
Limit 
1. 
LCS/LCSD 

Units 

ug/1 

Dilution 

Factor 

1 

was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l * D a t e and Time 
SW-846 8260B 1 0 3 / 3 0 / 2 0 0 2 0 0 : 1 1 
SW-846 5030B 1 0 3 / 3 0 / 2 0 0 2 0 0 : 1 1 

Analyst 
Bryan J Polick 
Bryan J Polick 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 9594 9 

Collected:03/27/2002 09:20 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ030D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
L i v o n i a MI 48153-7933 

Z030D SDGtt: DCJ50-10 

CAT 

No. T^alysia Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 
06303 

06305 
06306 
06307 

06308 

05309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-l,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2~Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichlotoethene 
1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1, 1, 2-Tnchloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 
10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

D 
D 
D 

D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 2 0 b y RFW 

3795949 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ030D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z030D 

CAT 
No. 

SDGtt: D C J 5 0 - 1 0 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 04/04/2002 04:33 
SW-846 5030B 1 04/04/2002 04:33 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

m 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 37 95950 

Collected:03/27/2002 09:50 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW039S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W039S SDGtt: DCJ50-11 

CAT 

N o . TUialys is Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 
05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 
05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 
Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 
2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 
2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

76-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

5. J 
2. J 

69. 
N.D. 

2. J 
N.D. 

N.D. 
N.D. 

450. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

2 
1 

2 

2 
1 

2 

3 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 37 95950 

Collected:03/27/2002 09:50 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
MW039S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W039S 

CAT 
No. 

SDGtt: D C J 5 0 - 1 1 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Met:hod Trialtt Date and Time 
SW-846 8260B 1 04/04/2002 07:23 
SW-846 8260B 1 04/04/2002 13:03 
SW-846 5030B 1 04/04/2002 07:23 

Analyst 
Kelly L 
Kelly L 
Kelly L 

Hoffer 
Hoffer 
Hoffer 

Dilution 
Factor 

1 
2.5 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



4 l ^ Lancaster Laboratories 
^ I r l/l//iere quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795951 

Collected:03/27/2002 09:45 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ039I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z039I SDGtt: DCJ50-12 

CAT 

No. Analysis Name CAS Number 

Account Number: 10160 

DaimlerChrysler Corporat ion 
PO Box 537933 
Livonia MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1, 2-Dichloroethane 
Trichloroethene 

1, 2-Dichloropropane 
Bromodichloromethane 

Toluene 
1,1, 2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1, 3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2. 
5. 
27. 
N.D. 

2. 
N.D. 

N.D. 

4. 
570. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

J 
J 

J 

J 

2 

3 

3 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

M E M B E 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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^ [ ^ Lancaster Laboratories 
^ i r Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795951 

Collected:03/27/2002 09:45 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ039I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z039I SDGtt: DCJ50-12 

CAT 

No Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 

TVnalysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial* 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 

Analysis 
Date and Time 
04/04/2002 07:46 
04/04/2002 13:25 
04/04/2002 07:46 

Analyst 
Kelly L 
Kelly L 
Kelly L 

Hoffer 
Hoffer 
Hoffer 

Dilution 
Factor 
1 
5 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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^ [ ^ Lancaster Laboratories 
^ i f Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795952 

Collected:03/27/2002 09:55 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ039D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z039D SDGtt: DCJ50-13 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 
05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 
06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 
06309J 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

5 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 
D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality /s a science 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 0 9 : 5 5 by RFW 

3795952 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:52 
Discard: 06/10/2002 
PZ039D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z039D SDGtt: DCJ50-13 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 04/04/2002 08:14 
SW-846 5030B 1 04/04/2002 08:14 

Analyst 
Kelly L 
Kelly L 

Hoffer 
Hoffer 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
M E M B E R ^''^^ ^ ^ ^ Holland Pike 

PO Box 12425 
sgj Lancaster, PA 17605-2425 

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795953 

Collected:03/27/2002 10:30 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 

Discard: 06/10/2002 

MW029S Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

W029S SDGtt: DCJ50-14 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 
06401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1, 2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
110. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

880. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

19,000. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

40. 

20. 

40. 

40. 

20. 

40. 

20. 
20. 

20. 

20. 

20. 
20. 

20. 
20. 

200. 

20. 

20. 
20. 

20. 

20. 

20. 
20. 

20. 

20. 

20. 

20. 

120. 
20. 

60. 

20. 

20. 
60. 

60. 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

20 
20 

20 

20 

20 
20 

20 

20 
20 

20 

20 
20 

20 

20 

100 
20 

20 

20 

20 
20 

20 

20 

20 
20 

20 
20 

20 

20 

20 

20 
20 

20 

20 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 37 95953 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 10:30 by RFW Account Number: 10160 

S u b m i t t e d : 03 /28 /2002 09 :30 
R e p o r t e d : 04 /10 /2002 a t 14 :53 
D i s c a r d : 06 /10 /2002 
MW029S Grab Water Sample 
S i t e Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

W029S 

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ50-14 

A n a l y s i s Name 

Xylene ( T o t a l ) 
The reporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the system. 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

20. 

Units 

ug/1 

Dilution 

Factor 

20 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial# 
SW-846 8260B 1 
SW-8'16 8260B 1 
SW-8,46 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
04/04/2002 20:16 
04/09/2002 01:38 
04/09/2002 01:38 
04/04/2002 20:16 

Analyst 
Marc S Neal 
Patricia L Nolt 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
100 
20 
n.a. 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795954 

Collected:03/27/2002 10:15 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ029I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z029I SDGtt: DCJ50-15 

Page 1 of 2 

CAT 

N o . A n a l y s i s Ncune CAS N u m b e r 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

D i l u t i o n 
F a c t o r 

06291 TCL by 8260 (wa te r ) 

05385 
05386 
05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 
05401 

05402 

05403 
05404 

05406 
05407 

05408 
05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1, 1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 
1, 1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 
79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
17. 

N.D. 

N.D. 

N.D. 
N.D. 

3. 
N.D. 

30. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

10. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 37 95954 

Collected:03/27/2002 10:15 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ029I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z029I 

CAT 

N o . 

SDGtt: DCJ50-15 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 
Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 4 / 0 4 / 2 0 0 2 0 8 : 3 6 
SW-846 5030B 1 0 4 / 0 4 / 2 0 0 2 0 8 : 3 6 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 

1 
n.a. 

Lancaster Laboratories, Inc 
M E M B E R ^'^^5 ^ ^ ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality is a science 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 0 : 2 0 by RFW 

3795955 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ029D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z029D SDGtt: DCJ50-16 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

4 

N 

N 
N 

N 
N 

1 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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^I&^ Lancaster Laboratories 
^ | r Where quality k a science 

Lancaster Laboratories Sample No. WW 37 95955 

Collected:03/27/2002 10:20 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ029D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z029D 

CAT 

N o . 

SDGtt: DCJ50-16 

Page 2 of 2 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 

No. Analysis Name 

06291 TCL by 8260 (water) 

01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 

SW-846 8260B 1 04/04/2002 08:59 

SW-846 5030B 1 04/04/2002 08:59 

Analyst 

Kelly L Hoffer 

Kelly L Hoffer 

Dilution 

Factor 

1 

n.a . 

M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795956 

Collected:03/27/2002 11:05 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
MW028S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W028S SDGtt: DCJ50-17 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 

05391 
05392 
05393 

05395 
05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 

06307 
06308 

06309 

Chloromethane 
Vinyl Chloride 
Bromomethane 

Chloroethane 

1, 1-Dichloroethene 
Methylene Chloride 

trans-1, 2-Dichloroethene 

1,1-Dichloroethane 

cis-1, 2-Dichloroethene 
Chloroform 

1,1, 1-Trichloroethane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1, 1, 2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 
2-Butanone 

trans-1,3-Dichloropropene 
cis-1, 3-Dichloropropene 

4-Methy1-2-pentanone 
2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

25. J 
N.D. 

25. J 
17. J 

1,100. 
N.D. 

69. 
N.D. 

N.D. 
N.D. 

10,000. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

20. 
10. 

20. 

20. 

10. 
20. 

10. 

10. 

10. 
10. 

10. 
10. 

10. 

10. 
100 

10. 

10. 

10. 

10. 
10. 

10. 

10. 

10. 
10. 

10. 

10. 

60. 
10. 

30. 
10. 

10. 
30. 

30. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

10 
10 

10 

10 

10 
10 

10 
10 

10 
10 

10 

10 

10 
10 

50 

10 

10 
10 

10 
10 

10 

10 

10 

10 

10 
10 

10 

10 

10 

10 

10 
10 

10 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2215 Rev 9/11/00 



^I&^ Lancaster Laboratories 
^ | r Where quality k a science. 

Lancaster Laboratories Sample No. WW 3795956 

Page 2 of2 

Collected:03/27/2002 11:05 by RFW 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
MW028S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

W028S 

CAT 

No. 

06310 

SDGtt: D C J 5 0 - 1 7 

Analysis Name 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Nuinber 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

10. 

Units 

ug/1 

Dilution 

Factor 

10 Xylene (Total) 

The reporting limits for the GC/MS volatile compounds were raised 

because sample dilution was necessary to bring target compounds into the 

calibration range of the system. 

CAT 

No. 

06291 

06291 
01163 

01163 

Analysis Name 

TCL by 8260 (water) 

TCL by 8260 (water) 

GC/MS VOA Water Prep 

GC/MS VOA Water Prep 

Labora 

Method 

SW-846 8260B 

SW-846 8260B 

SW-846 5030B 

SW-846 5030B 

tor Y Chronicle 

Trial# 

1 

1 
1 

2 

Analysis 
Date cind Time 

04/04/2002 20:38 

04/09/2002 02:02 

04/09/2002 02:02 

04/04/2002 20:38 

Analyst 

Marc S Neal 

Patricia L Nolt 

Patricia L Nolt 

Marc S Neal 

Dilution 

Factor 

50 

10 
n.a. 

n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



4 l ^ Lancaster Laboratories 
^ | r Where quality is a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795957 

Collected:03/27/2002 10:55 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ028I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z028I 

CAT 

N o . 

SDGtt: DCJ50-18 

A n a l y s i s Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 
06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 
Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
2. J 

N.D. 

N.D. 

10. 
N.D. 

12. 

16. 

240. 
N.D. 
57. 

N.D. 

N.D. 

6. 

1,200. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

2. 

10 

3. 

3. 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 0 : 5 5 b y RFW 

3795957 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ028I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z028I SDGtt: DCJ50-18 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
04/04/2002 21:03 
04/09/2002 02:26 
04/09/2002 02:26 
04/04/2002 21:03 

Analyst 
Marc S Neal 
Patricia L Nolt 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
5 
1 
n.a. 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:03/27/2002 11:00 by RFW 

3795958 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ028D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z028D 

CAT 

N o . 

SDGtt: D C J 5 0 - 1 9 

Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1,1,1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 
124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2. 

19. 
N.D. 

1. 
N.D. 

N.D. 
N.D. 

140. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science 

Lancaster Laboratories Sample No. WW 37 95958 

Collected:03/27/2002 11:00 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
PZ028D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z028D 

CAT 
No. 

SDGtt: D C J 5 0 - 1 9 

Page 2 of 2 

Analysis Name 

06310 Xylene (Total) 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 04/04/2002 09:20 
SW-846 5030B 1 04/04/2002 09:20 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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#Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 2 : 3 5 b y RFW 

3795959 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
MW031S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W031S SDGtt: DCJ50-20 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1,1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 styrene 
05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 
N 

N 

D 
D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 

D 
D 

D 
D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 2 : 3 5 by RFW 

3795959 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:53 
Discard: 06/10/2002 
MW031S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W031S 

CAT 
No. 

SDGtt: D C J 5 0 - 2 0 

T^alysis Name 

06310 Xylene (Total) 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/04/2002 09:42 
SW-846 5030B 1 04/04/2002 09:42 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 

1 
n . a . 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795960 

\ C a i 4 e c t e d : 03 /27 /2002 12:30 by RFW 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ031I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z031I 

CAT 

N o . 

SDGtt: DCJ50-21 

Analysis Name CAS Number 
As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2'Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1, 1,1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Djchloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
57-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

2. 

N.D. 

N.D. 
14. 

10. 
N.D. 

74. 

N.D. 
N.D. 

N.D. 

180. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 

file:///Cai4ected


^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science 

Lancaster Laboratories Sample No. WW 37 95960 

Collected:03/27/2002 12:30 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ031I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z031I SDGtt: DCJ50-21 

Page 2 of 2 

CAT 

N o . A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial# Date and Time 
SW-846 8260B 1 04/04/2002 10:04 
SW-846 5030B 1 04/04/2002 10:04 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 3 7 9 5 9 6 1 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 2 : 3 5 by RFW 

S u b m i t t e d : 0 3 / 2 8 / 2 0 0 2 0 9 : 3 0 

R e p o r t e d : 0 4 / 1 0 / 2 0 0 2 a t 1 4 : 5 4 

D i s c a r d : 0 6 / 1 0 / 2 0 0 2 

PZ031D G r a b W a t e r S a m p l e 

S i t e C o d e : SCOOl RFAtt LBG02012 

D a y t o n T h e r m a l 1 s t Q u a r t e r GW/Day ton , OH 

A c c o u n t N u m b e r : 1 0 1 6 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 

PO Box 5 3 7 9 3 3 

L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

Z031D 

CAT 

N o . 

SDGI D C J 5 0 - 2 2 

Ana lys i s Name CAS Number 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-l,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 
1,1,2, 2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1, 3-Dichloropropene 
4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 
10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 

D 

D 
D 

D 
D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 
D 

D 
D 

D 

2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1 . 
1. 
1. 
1 . 
1. 
1. 
1. 
1 . 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 12:35 by RFW 

3795961 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ031D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z031D SDGtt: DCJ50-22 

CAT 
No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. A n a l y s i s Name 
06291 TCL by 8260 (wa te r ) 
01163 GC/MS VOA Water P rep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 04/04/2002 10:27 
SW-846 5030B 1 04/04/2002 10:27 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

Lancaster Laborator ies, Inc 
M E M B E R 2425 New Hol land Pike 

PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science. 

Page I of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795962 

Collected:03/27/2002 12:55 by RFW 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
MW040S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W040S SDGtt: DCJ50-23 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 

05387 

05388 
05390 

05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 

05404 

05406 
05407 

05408 

05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 
06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 
Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1, 3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 ' 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795962 

Collected:03/27/2002 12:55 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
MW040S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10150 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W040S SDGtt: DCJ50-23 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l # D a t e cind Time 
SW-846 8260B 1 0 4 / 0 4 / 2 0 0 2 10 :50 
SW-846 5030B 1 0 4 / 0 4 / 2 0 0 2 10 :50 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 N e w Hol land Pike 

•q PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 3 : 0 0 b y RFW 

3795963 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ040I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z040I SDGtt: DCJ50-24 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1,1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-l,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-penCanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

M E M B E R 

m 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d ' : 0 3 / 2 7 / 2 0 0 2 13 :00 by RFW 

3795963 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ040I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 4 0 I 

CAT 

N o . 

SDGtt: DCJ50-24 

A n a l y s i s Name 

0 6 3 1 0 X y l e n e ( T o t a l ) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

Me t J iod T r i a l t t D a t e a n d T i m e 
SW-846 8 2 6 0 B 1 0 4 / 0 4 / 2 0 0 2 1 1 : 1 3 
SW-846 5 0 3 0 B 1 0 4 / 0 4 / 2 0 0 2 1 1 : 1 3 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 37 95964 

Collected:03/27/2002 13:05 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ040D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z040D SDGtt: DCJ50-25 

CAT 
No. Analysis Name CAS Number 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 
05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New/ Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:03/27/2002 13:05 by RFW 

3795964 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ040D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia Ml 48153-7933 

Z040D SDGtt: DCJ50-25 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/04/2002 11:35 
SW-846 5030B 1 04/04/2002 11:35 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

M E M B E R 
SSI 

Lancaster Laborator ies, Inc 
2425 New/ Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 



Mnaly;sis Report 
wmM§ 

# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795965 

Collected:03/27/2002 13:45 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
MW027S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

W027S SDGtt: DCJ50-26 

CAT 
No. Analysis Name 

06291 TCL by 8260 (water) 

CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

05385 

05386 
05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 
Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 
Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N 
N 

N 

N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 
N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D 
D 

D 

D 

D 

D 

D 
D 

D 
D 

D 

D 
D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
U n i t s 

D i l u t i o n 
F a c t o r 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 3 : 4 5 b y RFW 

3795965 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
MW027S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W027S 

CAT 
No. 

SDGtt: D C J 5 0 - 2 6 

Analysis Name 

06310 Xylene (Total) 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 

No. Tinalysis Name 

06291 TCL by 8260 (water) 

01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 

SW-846 8260B 1 04/04/2002 11:55 

SW-846 5030B 1 04/04/2002 11:55 

Analyst 

Kelly L Hoffer 

Kelly L Hoffer 

Dilution 

Factor 

1 
n.a . 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2681 2216 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ i r Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795966 

Collected:03/27/2002 13:30 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ027I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z027I SDGtt: DCJ50-27 

CAT 
No. Analysis Name CAS Numher 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 
05390 1,1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene* 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

1 

1 

1 

1 

1 
1 

1 

1 

1 

1 

1 
1 

1 

1 

1 

1 

1 

1 

1 
1 

1 

1 

1 

1 

1 

1 

1 

1 

1 
1 

1 

1 

1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality is a science. 

Page 2 of2 

L a n c a s t e r L a b o r a t o r x e s Sample No. WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 13:30 by RFW 

3795966 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:54 
Discard: 06/10/2002 
PZ027I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z 0 2 7 I 

CAT 

N o . 

SDGtt: DCJ50-27 

A n a l y s i s Name 

0 6 3 1 0 X y l e n e ( T o t a l ) 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 

Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
N o . 
0 6 2 9 1 
0 1 1 6 3 

A n a l y s i s Name 
TCL by 8 2 6 0 ( w a t e r ) 
GC/MS VOA W a t e r P r e p 

Laboratory Chronicle 
A n a l y s i s 

Met J iod T r i a l t t D a t e a n d T i m e 
SW-846 8 2 6 0 B 1 0 4 / 0 4 / 2 0 0 2 1 2 : 1 8 
SW-846 5 0 3 0 B 1 0 4 / 0 4 / 2 0 0 2 1 2 : 1 8 

Analyst 

Kelly L Hoffer 

Kelly L Hoffer 

Dilution 

Factor 

1 

n.a. 

M E M B 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



#Lancaster Laboratories 
Where quality /s a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 3 : 4 0 b y RFW 

3795967 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ027D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z027D 

CAT 

N o . 

SDGtt: D C J 5 0 - 2 8 

Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 
05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1, 1, 2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 
591-78-6 

N. 
N. 

N. 

N. 

N. 

N. 

N, 
N, 

N. 
N. 

N. 

N, 
N, 

N. 

N. 
N. 

N. 

N. 

N, 
N, 

N. 
N. 

N, 

N, 

N, 
N. 

N. 

N. 

N, 

N. 

N, 
N, 

N, 

D 
D 

D 

,D 

D 
• D 

,D 
,D 

• D 

.D 

.D 

.D 

.D 

.D 

,D 

.0 

.D 

.D 

.D 

.D 

.D 
,D 

.D 

.D 

.D 

• D 

.D 

.D 

.D 

.D 

.D 

• D 

.D 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-556-2681 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ i r Where quality is a science. 

Lancaster Laboratories Sample No. WW 3795967 

Collected:03/27/2002 13:40 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ027D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Z027D 

CAT 

N o . 

SDGtt: DCJ50-28 

Page 2 of 2 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 04/04/2002 12:40 
SW-846 5030B 1 04/04/2002 12:40 

Analyst 
Kelly L Hoffer 
Kelly L Hoffer 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hollanci Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795968 

Collected:03/27/2002 13:40 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ027DDUP Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

027DP SDGtt: DCJ50-29 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 

05392 
05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 
trans-1, 2-Dichloroethene 

1, 1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1, 2-Dichloroethane 

Trichloroethene 
1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 
79-00-5 

127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New/ Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 3 : 4 0 b y RFW 

3795968 

Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 

Discard: 06/10/2002 

PZ027DDUP Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

027DP 

CAT 

N o . 

SDGtt: D C J 5 0 - 2 9 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
N o . 
0 6 2 9 1 
0 1 1 6 3 

A n a l y s i s Name 
TCL by 8260 (wa te r ) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial# Date and Time 
SW-846 8260B 1 04/04/2002 16:10 
SW-846 5030B 1 04/04/2002 16:10 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Lancaster Laboratories Sample No. WW 37 95969 

Page 1 of 2 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 14 :05 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
MW024S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

W024S SDGt DCJ50-30 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 
05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

2. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

31. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2581 2216 Rev 9/11/00 



- /• 

#Lancaster Laboratories 
Where quality k a science 

Lancaster Laboratories Sample No. WW 3795969 

Collected:03/27/2002 14:05 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
MW024S Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

W024S 

CAT 

N o . 

SDGtt: D C J 5 0 - 3 0 

Page 2 of 2 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 
L i v o n i a MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 04/04/2002 17:19 
SW-846 5030B 1 04/04/2002 17:19 

Analyst 
Marc S Neal 
Marc S Neal 

• Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-655-2581 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 4 : 0 0 by RFW 

3795970 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ024I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z024I SDGtt: DCJ50-31 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 
05391 

05392 

05393 

05395 
05396 

05398 
05399 
05401 

05402 

05403 

05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 
05418 

05419 

05421 
06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-l,2-Dichloroethene 
Chloroform 

1,1,l-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1, 2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 

Chlorobenzene 
Ethylbenzene 

Styrene 
Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 
trans-1, 3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 
10061-01-5 

108-10-1 
591-78-6 

N.D. 
4. J 

N.D. 

N.D. 

88. 
N.D. 
27. 

26. 

760. 

1 . J 

370. 
N.D. 
N.D. 

2. J 

1,400. 
N.D. 

N.D. 

N.D. 

1. J 

4. J 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

2. 
1. 

2. 

2. 

1. 
2. 

1. 
1. 

20 

1 . 
20 

1. 

1. 
1. 

20 

1. 

1. 

1. 

1. 

1. 

1. 
1. 

1. 

1 . 

1. 

1. 

6. 

1. 

3. 

1. 
1 . 

3. 

3. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

10 

10 

10 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:03/27/2002 14:00 by RFW 

3795970 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ024I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z024I SDG#: DCJ50-31 

CAT 

No. Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
04/04/2002 17:42 
04/08/2002 23:37 
04/08/2002 23:37 
04/04/2002 17:42 

Analyst 
Marc S Neal 
Patricia L Nolt 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
10 
1 
n.a. 
n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-555-2581 2215 Rev 9/11/00 
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# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 o f2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 4 : 1 0 by RFW 

3795971 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ024D Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z024D SDGtt: DCJ50-32 

CAT 

No. Analysis Name CAS Numher 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 

05390 

05391 

05392 

05393 
05395 

05396 

05398 
05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 

05411 
05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 

Acetone 
Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 

N 
N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

N 
N 

N 

N 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 
D 

D 

D 

D 
D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

D 

D 
D 

D 

D 

D 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-655-2681 2215 Rev. 9/11/00 



Lancaster Laboratories 
Where quality is a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 4 : 1 0 by RFW 

3795971 

Account Number: 10160 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 

Discard: 06/10/2002 

PZ024D Grab Water Sample 

Site Code: SCOOl RFAtt LBG02012 

Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

Z024D 

CAT 

N o . 

SDGtt: DCJ50 -32 

Ttoalysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date and Time 
SW-846 8260B 1 04/04/2002 18:08 
SW-846 5030B 1 04/04/2002 18:08 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New HoMand Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795972 

Collected:03/27/2002 14:40 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
MWOIOS Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

WOIOS SDGtt: DCJ50-33 

CAT 
No. Analysis Name CAS Numher 

As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chlororaethane 

05386 Vinyl Chloride 
05387 Bromomethane 
05380 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-l,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 
05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1,2,2-Tetrachloroethane 
06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 
06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
43. 

N.D. 

N.D. 

15. J 
N.D. 

6. J 
31. 

560. 
N.D. 

100. 
N.D. 

N.D. 

N.D. 

5,700. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

10 
5. 

10 

10 

5. 
10 

5. 

5. 
5. 

5. 

5. 
5. 

5. 

5. 
50 

5. 

5. 

5. 

5. 
5. 

5. 

5. 

5. 
5. 

5. 

5. 

30 

5. 

15 
5. 

5. 
15 

15 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

5 
5 

5 

5 

5 
5 

5 

5 
5 

5 

5 
5 

5 
5 

25 

5 

5 
5 

5 

5 

5 

5 

5 
5 

5 

5 

5 

5 

5 
5 

5 
5 

5 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795972 

Collected:03/27/2002 14:40 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
MWOIOS Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

WOIOS 

CAT 

No. 

06310 

SDGtt: DCJ50-33 

Analysis Name 

As Received 
As Received Method 

CAS Number Result Detection 
Limit 

Xylene (Total) 1330-20-7 N.D. 5. 
The reporting limits for the GC/MS volatile compounds were raised 

because sample dilution was necessary to bring target compounds into the 

calibration range of the system. 

Units 

ug/1 

Dilution 

Factor 

CAT 
No. 
06291 
06291 
01163 
01163 

T^alysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laborator 

Method 
SW-846 8260B 
SW-846 8260B 
SW-846 5030B 
SW-846 5030B 

Y Chronicle 

Trial# 
1 
1 
1 
2 

Analysis 
Date and Time 
04/04/2002 18:35 
04/09/2002 00:01 
04/09/2002 00:01 
04/04/2002 18:35 

Analyst 
Marc S Neal 
Patricia L Nolt 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
25 
5 
n.a. 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax 717-655-2581 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ | r Where quality IS a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795973 

Collected:03/27/2002 14:45 by RFW 

Submitted: 03/28/2002 09:30 

Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZOIOI Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z020I SDGtt: DCJ50-34 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 
05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 
06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 
06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 
75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 

73. J 
N.D. 

N.D. 

N.D. 
N.D. 

55. J 
N.D. 

2,700. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

20,000. 

N.D. 
N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

40. 
20. 

40. 

40. 

20. 

40. 

20. 
20. 

20. 
20. 

20. 

20. 

20. 
20. 

100 
20. 

20. 

20. 

20. 

20. 

20. 
20. 

20. 

20. 

20. 
20. 

120 
20. 

60. 

20. 

20. 
60. 

60. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

20 
20 

20 

20 

20 

20 

20 
20 

20 
20 

20 

20 

20 
20 

100 

20 
20 

20 

20 
20 

20 
20 

20 

20 

20 
20 

20 

20 

20 

20 

20 
20 

20 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-556-2581 2215 Rev 9/11/00 



#Lancaster Laboratories 
Where quality k a science 

Lancaster Laboratories Sample No. WW 3795973 

Collected:03/27/2002 14:45 by RFW 

Page 2 of2 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZOIOI Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z020I 

CAT 

N o . 

06310 

SDGtt: DCJ50-34 

A n a l y s i s Name 

Xylene ( T o t a l ) 
The reporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the system. 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

20. 

Units 

ug/1 

Dilution 

Factor 

20 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 
04/04/2002 19:05 
04/09/2002 00:26 
04/09/2002 00:26 
04/04/2002 19:05 

Analyst 
Marc S Neal 
Patricia L Nolt 
Patricia L Nolt 
Marc S Neal 

Dilution 
Factor 
100 
20 
n.a. 
n.a. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795974 

Collected:03/27/2002 15:00 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ022I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z022I SDGtt: DCJ50-35 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Broraomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 
05411 Dibroraochlororaethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Broraoforra 
05421 1,1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 

56-23-5 
71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 
N.D 

N.D 

N.D 
N.D 

N.D 

10. 

N.D 
N.D 

N.D 

N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

N.D 
N.D 

N.D 
N.D 

N.D 

N.D 
N.D 

N.D 

N.D 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2581 2216 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 

Collected:03/27/2002 15:00 by RFW 

3795974 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:55 
Discard: 06/10/2002 
PZ022I Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

Z022I 

CAT 
No. 

SDGtt: DCJ50-35 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

CAS Numher 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
N o . 
06291 
01163 

A n a l y s i s Name 
TCL by 8260 (wa te r ) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/04/2002 19:27 
SW-846 5030B 1 04/04/2002 19:27 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B 

^ ^ 

E R 

M 
Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-556-2581 2216 Rev 9/11/00 



#Lancaster Laboratories 
l/Vhere QL/a//fy /s a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795975 

Collected:03/27/2002 13:30 by RFW 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
FB032702 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

03272 SDGtt: DCJ50-36FB 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 

05386 
05387 

05388 
05390 

05391 

05392 
05393 

05395 

05396 
05398 
05399 

05401 

05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 
05415 

05418 

05419 
05421 

06302 

06303 

06305 
06306 
06307 
06308 

06309 

Chloromethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 

Broraodichlororaethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibroraochlororaethane 
Chlorobenzene 

Ethylbenzene 
Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 
75-34-3 

156-59-2 
67-66-3 

71-55-6 

56-23-5 
71-43-2 

107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 
124-48-1 

108-90-7 

100-41-4 

100-42-5 
75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 

N 
N 

N 

N 
N 

N 
N 

N 
N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 
D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-655-2681 2215 Rev 9/11/00 



^ 1 ^ Lancaster Laboratories 
^ f r Where quality k a: ) science 

Page 2 of2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 3795975 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 13:30 by RFW 

S u b m i t t e d : 03 /28 /2002 09 :30 
R e p o r t e d : 04 /10 /2002 a t 14 :56 
D i s c a r d : 06 /10 /2002 
FB032702 Grab Water Sample 
S i t e C o d e : SCOOl RFAtt LBG02012 
Dayton Thermal 1 s t Q u a r t e r GW/Dayton, OH 

03272 

CAT 

N o . 

SDGtt: DCJ50-36FB 

A n a l y s i s Name 

06310 Xylene ( T o t a l ) 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

MetJiod Trial* Date and Time 
SW-846 8260B 1 04/04/2002 19:49 
SW-846 5030B 1 04/04/2002 19:49 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2215 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795976 

Collected:03/27/2002 15:10 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
PolyTank Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

POLYT SDGtt: DCJ50-37 

CAT 

No. Analysis Name CAS Numher 
As Received 
Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 
05387 Broraomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1, 2-Dichloroethene 
05396 Chloroforra 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 
05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 
05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochlororaethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 
06307 cis-1, 3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 
75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N.D. 
N.D. 

N.D. 

N.D. 

2. 
N.D. 

N.D. 
3. 

21. 
N.D. 

28. 

N.D. 

N.D. 
N.D. 

28. 
N.D. 

N.D. 

N.D. 

N.D. 

10. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2581 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 5 : 1 0 b y RFW 

3795976 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
PolyTank Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

POLYT SDGtt: DCJ50-37 

CAT 

No. T^alysis Ncime 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 

1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trial* Date aind Time 
SW-846 8260B 1 04/04/2002 21:26 
SW-846 5030B 1 04/04/2002 21:26 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2581 2215 Rev 9/11/00 



# 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 3795977 

Collected:03/27/2002 15:15 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
Drumttl Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

DRUMl SDGtt: DCJ50-38 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 

05390 

05391 
05392 

05393 

05395 
05396 

05398 

05399 

05401 
05402 

05403 
05404 

05406 
05407 

05408 

05409 
05411 

05413 

05415 

05418 

05419 
05421 

06302 

06303 

06305 

06306 
06307 

06308 

06309 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 
1,1-Dichloroethene 

Methylene Chloride 
trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 
Chloroforra 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 
1,2-Dichloroethane 

Trichloroethene 
1,2-Dichloropropane 

Bromodichloromethane 

Toluene 
1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 
Styrene 
Broraoform 
1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 
trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methy1-2-pentanone 

2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 
75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 
78-87-5 

75-27-4 
108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 
17. 

N.D. 

N.D. 

3. J 
N.D. 

5. J 
9. J 

410. 
N.D. 
17. 

N.D. 

N.D. 
N.D. 

2,100. 
N.D. 

N.D. 
N.D. 

N.D. 

830. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

4. 
2. 

4. 

4. 

2. 
4. 

2. 

2. 
2. 

2. 

2. 
2. 

2. 

2. 

10. 
2. 

2. 

2. 

2. 
10. 

2. 

2. 

2. 

2. 

2. 
2. 

12. 

2. 

6. 
2. 

2. 

6. 

6. 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

2 
2 

2 

2 

2 
2 

2 

2 
2 

2 

2 
2 

2 
2 

10 
2 

2 
2 

2 

10 

2 

2 

2 
2 

2 

2 

2 

2 

2 
2 

2 

2 

2 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-655-2581 2215 Rev 9/11/00 



Lancaster Laboratories 
Where quality is a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795977 

Collected:03/27/2002 15:15 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
Drumttl Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

DRUMl 

CAT 

N o . 

0 6 3 1 0 

SDGtt: DCJ50-38 

Analysis Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 

2. 

Units 

ug/1 

Dilution 

Factor 

2 Xylene (Total) 
The reporting limits for the GC/MS volatile compounds were raised 
because sample dilution was necessary to bring target corapounds into the 
calibration range of the systera. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trial# 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Analysis 
Date and Time 

04/04/2002 21:49 

04/09/2002 06:08 

04/09/2002 06:08 

04/04/2002 21:49 

Analyst 

Marc.S Neal 
Kelly L Hoffer 

Kelly L Hoffer 

Marc S Neal 

Dilution 

Factor 

10 
2 
n.a . 

n.a. 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-655-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality k a science. 

Page 1 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 3 / 2 7 / 2 0 0 2 1 5 : 2 0 by RFW 

3795978 

Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
Drumtt2 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

DRUM2 SDGt DCJ50-39 

CAT 
No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

06291 TCL by 8260 (water) 

05385 
05386 
05387 

05388 
05390 
05391 

05392 

05393 

05395 
05396 

05398 

05399 
05401 
05402 

05403 
05404 

05406 
05407 

05408 
05409 

05411 

05413 

05415 
05418 

05419 

05421 

06302 

06303 

06305 
06306 
06307 

06308 

06309 

Chlororaethane 
Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 
Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 

1,1,1-Trichloroethane 
Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 
Trichloroethene 

1,2-Dichloropropane 

Broraodichlororaethane 
Toluene 

1,1,2-Trichloroethane 
Tetrachloroethene 

Dibromochlororaethane 
Chlorobenzene 

Ethylbenzene 

Styrene 
Broraoform 

1,1,2, 2-Tetrachloroethane 
Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 
2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 
75-34-3 

156-59-2 

67-66-3 
71-55-6 

56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 
75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 
108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 
67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 
108-10-1 

591-78-6 

N.D. 

11. 
N.D. 

N.D. 

10. 

N.D. 

13. 
8. J 

470. 
N.D. 

46. 
N.D. 

N.D. 
2. J 

2,900. 

N.D. 

N.D. 
N.D. 

N.D. 

2. J 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 
N.D. 

N.D. 

N.D. 

N.D. 
N.D. 

N.D. 

4. 

2. 

4. 

4. 

2. 
4. 

2. 
2. 

2. 

2. 

2. 
2. 

2. 
2. 

20 
2. 

2. 
2. 

2. 

2. 

2. 
2. 

2. 
2. 

2. 

2. 

12 
2. 

6. 
2. 

2. 

6. 

6. 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

2 
2 

2 

2 

2 

2 

2 
2 

2 
2 

2 

2 

2 
2 

20 

2 
2 

2 

2 

2 

2 
2 

2 

2 

2 
2 

2 
2 

2 

2 
2 

2 

2 

M E M 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ I r Where quality is a science. 

Page 2 of2 

Lancaster Laboratories Sample No. WW 3795978 

Collected:03/27/2002 15:20 by RFW Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
Drumtt2 Grab Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

DRUM2 

CAT 

No. 

06310 

SDGtt: D C J 5 0 - 3 9 

A n a l y s i s Name CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 
Detection 
Limit 

2. 

Units 

ug/1 

Dilution 
Factor 

2 Xylene ( T o t a l ) 
The reporting limits for the GC/MS volatile compound's were raised 
because sample dilution was necessary to bring target compounds into the 
calibration range of the systera. 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Labora 

Method 
SW-846 8260B 
SW-846 8260B 
SW-846 5030B 
SW-846 5030B 

t or Y Chronicle 

Trialtt 
1 
1 
1 
2 

Analysis 
Date and Time 
04/04/2002 22:12 
04/09/2002 06:33 
04/09/2002 06:33 
04/04/2002 22:12 

Analyst 
Marc S Neal 
Kelly L Hoffer 
Kelly L Hoffer 
Marc S Neal 

Dilution 
Factor 
20 
2 
n.a. 
n.a. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 

y Lancaster, PA 17505-2425 
717-656-2300 Fax 717-655-2581 2215 Rev 9/11/00 



^ [ ^ Lancaster Laboratories 
^ V Where quality k a science. 

Page 1 of2 

Lancaster Laboratories Sample No. WW 3795979 

Collected: n.a. Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:'56 
Discard: 06/10/2002 
Trip_Blank Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

TTBBL 

CAT 

N o . 

SDGtt: DCJ50-40TB* 

A n a l y s i s Name CAS Number 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

05385 Chloromethane 
05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 
05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 
05396 Chloroforra 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 

05401 Benzene 
05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochlororaethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 
05421 1, 1,2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1, 3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

74-87-3 
75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 
156-59-2 

67-66-3 

71-55-6 
56-23-5 

71-43-2 
107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 
127-18-4 

124-48-1 

108-90-7 
100-41-4 

100-42-5 
75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 
10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

N 
N 

N 

N 

N 
N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 
N 

N 

N 

N 

N 

N 
N 

N 

N 

N 

D. 
D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 
D. 

D. 

D. 

D. 
D. 

D. 

D. 

D. 

D. 

D. 

D. 
D. 

D. 

D. 

2 . 

1 . 

2 . 

2 . 

1 . 

2 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

1 . 

6 . 

1 . 

3 . 

1 . 

1 . 

3 . 

3 . 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-55G-2300 Fax 717-655-2581 2216 Rev 9/11/00 



Lancaster Laboratories 
Where quality k a science 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 3795979 

Collected: n.a. Account Number: 10160 

Submitted: 03/28/2002 09:30 
Reported: 04/10/2002 at 14:56 
Discard: 06/10/2002 
Trip_Blank Water Sample 
Site Code: SCOOl RFAtt LBG02012 
Dayton Thermal 1st Quarter GW/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

TTBBL 

CAT 

N o . 

SDGt DCJ50-40TB^ 

Analysis Name 

06310 Xylene (Total) 

CAS Number 

1330-20-7 

As Received 

Result 

N.D. 

As Received 
Method 

Detection 
Limit 
1. 

Units 

ug/1 

Dilution 

Factor 

1 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
A n a l y s i s 

MetJiod T r i a l t t D a t e and Time 
SW-846 8260B 1 0 4 / 0 4 / 2 0 0 2 2 3 : 4 8 
SW-846 5030B 1 0 4 / 0 4 / 2 0 0 2 2 3 : 4 8 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M M B 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-656-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Q u a l i t y C o n t r o l S\ainmary 

Page I of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

Laboratory Compliance Quality Control 

Group Number: 801937 

Analysis Name 

Batch number: L020941AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1, 1-Dichloroethane 
CIS-1,2-Dichloroethene 
Chloroform 
1, 1, 1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1, 2-Dichloroethane 
Trichloroethene 
1, 2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1, 2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1, 1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: L020942AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1, 1-Trichloroethane 
Carbon TetrachloricJe 
Benzene 
1,2-Dichloroethane 

Blank 
Result 

Sample 
N.D. 
N.D. 
N.D. 
N.D 
N.D 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

• N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 

Repor 
Units 

3795949-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795953 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

t LCS 
%REC 

3795952, 
93 
96 
97 
93 
109 
103 
103 
105 
97 
102 
109 
108 
96 
109 
99 
97 
101 
94 
96 
97 
96 
94 
95 
95 
92 
95 
140 
110 
106 
99 
98 
95 
97 
94 

3795956-
97 
96 
56 
85 
107 
101 
103 
107 
97 
107 
110 
115 
99 
116 

LCSD 
%REC 

LCS/LCSD 
Limits RPD 

3795954-3795955,3795 958-37 95967 
44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

3795957,3795968-3795979 
44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 

RPD Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 

^Pi PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-555-2681 2216 Rev 9/11/00 



# 
Lancaster Laboratories 
Where quality k a science. 

Q u a l i t y C o n t r o l Siammary 

Page 2 of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

Laboratory Compliance Quality Control 

Group Number: 801937 

Analysis Name 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2, 2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020983AA 
Chloromethane 
Vinyl Chloride 
Bromoraethane 
Chloroethane 
1, 1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1, 1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
1, 2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1, 2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 

Blank 
Result 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
1. 
1 . 
1 . 
1. 
1. 
1. 
1. 
1 . 
1. 
1. 
1. 
1 . 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

Sample number(s) 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 

Report LCS LCSD LCS/LCSD 
Units %REC %REC Limits 
ug/1 100 87-117 
ug/1 98 83-123 
ug/1 104 83-121 
ug/1 97 86-123 
ug/1 100 86-120 
ug/1 100 79-136 
ug/1 103 78-119 
ug/1 100 87-121 
ug/1 96 88-124 
ug/1 97 87-122 
ug/1 96 69-121 
ug/1 93 72-119 
ug/1 80 48-164 
ug/1 109 67-143 
ug/1 77 58-141 
ug/1 104 79-120 
ug/1 100 78-114 
ug/1 91 63-130 
ug/1 84 53-141 
ug/1 98 89-124 

RPD 

3795953,3795956-3795957, 
ug/1 88 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

89 
96 
85 
98 
96 
96 
99 
94 
96 
93 
90 
101 
99 
95 
94 
97 
97 
106 
93 
102 
95 
98 
92 
95 
101 
97 
98 
93 
93 

3795970,37 95972-37 95973 
44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

M E M B E R 

1 i| 
Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-555-2581 2215 Rev 9/11/00 
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# 

Lancaster Laboratories 
Where quality is a science. 

Q u a l i t y C o n t r o l Summary 

Page 3 of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 

R e p o r t e d : 0 4 / 1 0 / 0 2 a t 0 2 : 5 6 PM 

Laboratory Compliance Quali ty Control 

G r o u p N u m b e r : 8 0 1 9 3 7 

Analysis Name 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020983AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
t rans-1 ,2-Dichloroe thene 
1,1-Dichloroethane 
c i s -1 ,2 -Dich loroe thene 
Chloroform 
1,1 ,1-Tr ichloroethane 
Carbon Tet rach lor ide 
Benzene 
1,2-Dichloroethane 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulf ide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P020881AA 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1, 1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1, 1-Trichloroethane 
Carbon Tetrachloride 

Blank 
Result 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
3. 
3. 
1. 

number(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
6. 
1. 
3. 
1. 
1. 
3. 
3. 
1. 

nuraber(s): 
2. 
1. 
2. 
2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. . 
1. 

Repor 
Units 
ug/1 
ug/1 
ug/1 

3795977-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795941 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

t LCS 
%REC 
93 
95 
98 

-3795978 
88 
89 
96 
85 
98 
96 
96 
99 
94 
96 
93 
90 
101 
99 
95 
94 
97 
97 
106 
93 
102 
95 
98 
92 
95 
101 
97 
98 
93 
93 
93 
95 
98 

-3795948 
99 
107 
106 
94 
129 
119 
120 
126 
113 
116 
121 
120 

LCSD 
%REC 

114 
121 
124 
101 
126 
117 
120 
125 
107 
117 
116 
115 

LCS/LCSD 
Limits 

63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 

RPD 

14 
12 
16 
8 
3 
1 
0 
1 
5 
0 
4 
4 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 

(1) The result for one or both determinations was less than five times the LOQ. 

(2) The background result was more than four times the spike added 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 2216 Rev 9/11/00 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 0 2 : 5 6 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Group Number: 801937 

Analysis Name 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: P0208aiAB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1, 1-Dichloroethene 
Methylene Chloride 
trans-1, 2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1, 2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Sample 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 

number(s): 
2. 

6. 
1. 

Repor 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3795940-
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

t LCS 
%REC 
112 
126 
113 
105 
115 
110 
107 
115 
105 
109 
113 
114 
105 
108 
117 
137 
105 
107 
105 
108 
106 
112 

3795941, 
99 
107 
106 
94 
129 
119 
120 
126 
113 
116 
121 
120 
112 
126 
113 
105 
115 
110 
107 
115 
105 
109 
113 
114 
105 
108 
117 
137 

LCSD 
%REC 
111 
123 
109 
105 
111 
108 
108 
113 
107 
108 
111 
113 
105 
108 
125 
132 
109 
108 
108 
107 
107 
111 

3795943 
114 
121 
124 
101 
126 
117 
120 
125 
107 
117 
116 
115 
111 
123 
109 
105 
111 
108 
108 
113 
107 
108 
111 
113 
105 
108 
125 
132 

LCS/LCSD 
Limits 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

44-118 
55-121 
34-126 
53-117 
67-140 
84-128 
83-129 
77-129 
85-126 
86-124 
83-127 
77-130 
84-120 
77-132 
87-117 
83-123 
83-121 
86-123 
86-120 
79-136 
78-119 
87-121 
88-124 
87-122 
69-121 
72-119 
48-164 
67-143 

RPD 
1 
2 
4 
1 
3 
1 
1 
1 
1 
1 
2 
0 
0 
0 
7 
4 
4 
1 
3 
1 
1 
1 

14 
12 
16 
8 
3 
1 
0 
1 
5 
0 
4 
4 
1 
2 
4 
1 
3 
1 
1 
1 
1 
1 
2 
0 
0 
0 
7 
4 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax 717-656-2681 2216 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality k a science 

Q u a l i t y Con t ro l Sximmary 

Page 5 of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

L a b o r a t o r y C o m p l i a n c e Q u a l i t y C o n t r o l 

Group Number: 801937 

TVnalysis Name 
2-Butanone 
trans-l,3'Dichloropropene 
cis-1,3-Dichloropropene 
4-Methy1-2-pentanone 
2-Hexanone 
Xylene (Total) 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

Blank 
MDL 
3. 
1. 
1. 
3. 
3. 
1. 

Report 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

LCS 
%REC 
105 
107 
105 
108 
106 
112 

LCSD 
%REC 
109 
108 
108 
107 
107 
111 

LCS/LCSD 
Limits 
58-141 
79-120 
78-114 
63-130 
53-141 
89-124 

RPD 
4 
1 
3 
1 
1 
1 

RPD Max 
30 
30 
30 
30 
30 
30 

S a m p l e M a t r i x Q u a l i t y C o n t r o l 

MS MSD MS/MSD RPD BKG DUP 

Analysis Name 

Batch number: L020941AA 
Chloromethane 
Vinyl Chlc5ride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2'Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoforra 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1, 3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: L020942AA 

%REC %REC Cone Cone 

DUP 

RPD 

Dup 
RPD 
Max 

Sample number(s): 3795949-3795952,3795954-3795955,3795958-3795967 
87 
96 
111 
100 
108 
96 
98 
102 
96 
99 
105 
107 
94 
106 
135* 
92 
95 
94 
92 
96 
91 
92 
92 
90 
87 
90 
99 
107 
87 
93 
91 
88 
87 
93 

96 
103 
108 
114 
101 
103 
106 
97 
101 
108 
109 
97 
107 
102 
95 
99 
96 
94 
98 
95 
95 
96 
96 
89 
92 
90 
112 
88 
97 
93 

94 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

1 
0 
7 
7 
5 
5 
4 
4 
1 
2 
3 
2 
3 
1 
28 
4 
4 
2 
2 
3 
4 
4 
4 
6 
2 
3 
9 
5 
2 
4 
2 
1 
1 
1 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

Sample number(s): 3795953,3795956-3795957,3795968-3795979 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2216 Rev 9/11/00 
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Client Name: DaimlerChrysler Corporation 
Reported: 04/10/02 at 02:56 PM 

Group Number: 801937 

MS 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP 

Analysis Name 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020983AA 
Chloromethane 
Vinyl Chloride 
Bromoraethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
1,2-Dichloropropane 

%REC 
98 
109 
121 
75 
118 
104 
110 
115 
104 
112 
120 
124 
103 
120 
107 
101 
107 
103 
100 
105 
104 
103 
104 
103 
101 
107 
92 
122 
89 
104 
99 
93 
93 
104 

Saraple 
91 
94 
102 
94 
109 
100 
102 
103 
(2) 
98 
102 
96 
101 
97 
97 

%REC 
104 
113 
87 
121 
118 
101 
106 
110 
104 
112 
122 
125 
105 
119 
107 
101 
108 
106 
100 
107 
106 
105 
105 
106 
100 
101 
96 
120 
94 
108 
101 
96 
97 
104 

number 
94 
96 
104 
94 
105 
100 
101 
100 
(2) 
96 
100 
96 
99 
97 
95 

Limits 

42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

(s): 3795953 
42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-128 

RPD 
5 
4 
33* 
46* 
0 
2 
4 
4 
1 
0 
1 
1 
1 
1 
0 
0 
0 
3 
0 
2 
1 
2 
1 
2 
1 
5 
5 
1 
5 
4 
2 
3 
4 
0 

MAX Cone 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

,3795956-37 95957,37 95970 
3 
2 
2 
0 
3 
1 
1 
3 
1 
2 
2 
0 
2 
1 
2 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

Cone 

3795' 

DUP 

RPD 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E M B E R 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2215 Rev 9/11/00 



^ 

Lancaster Laboratories 
Where quality k a science. 

Q u a l i t y Con t ro l Siimmary 

Analy^isi^morf-^. 

Page 7 of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

Group Number: 801937 

Analysis Name 
Broraodichlororaethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibroraochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2, 2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1, 3-Dichloropropene 
cis-1, 3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: M020983AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1, 1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1, 1-Dichloroethane 
cis-1, 2-Dichloroethene 
Chloroform 
1, 1, 1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1, 2-Trichloroethane 
Tetrachloroethene 
Dibromochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoforra 
1 ,1 ,2 ,2-Tet rach loroe thane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 

MS 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP DUP 

%REC 
95 
99 
100 
108 
96 
101 
98 
100 
96 
95 
94 
108 
93 
92 
92 
93 
94 
100 

Sample 
91 
94 
102 
94 
109 
100 
102 
103 
(2) 
98 
102 
96 
101 
97 
97 
95 
99 
100 
108 
96 
101 
98 
100 
96 
95 
94 
108 
93 
92 
92 
93 

%REC 
94 
97 
100 
106 
94 
98 
96 
99 
94 
95 
93 
105 
93 
92 
91 
94 
93 
99 

number 
94 
96 
104 
94 
105 
100 
101 
100 
(2) 
96 
100 
96 
99 
97 
95 
94 
97 
100 
106 
94 
98 
96 
99 
94 
95 
93 
105 
93 
92 
91 
94 

Limits 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

s): 3795977 
42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 

RPD 
1 
2 
1 
2 
2 
3 
2 
1 
2 
0 
1 
2 
1 
0 
1 
1 
1 
1 

MAX 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

-3795978 
3 
2 
2 
0 
3 
1 
1 
3 
1 
2 
2 
0 
2 
1 
2 
1 
2 
1 
2 
2 
3 
2 
1 
2 
0 
1 
2 
1 
0 
1 
1 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

Cone Cone 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-555-2681 2215 Rev 9/11/00 
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Lancaster Laboratories 
l/l//7ere quality k a science. 

Q u a l i t y Cont ro l Summary 

Page 8 of 11 

Client Name: DaimlerChrysler Corporation 
Reported: 04/10/02 at 02:56 PM 

Group Number: 801937 

MS 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP 

Analysis Name 
2-Hexanone 
Xylene (Total) 

Batch number: P0208817yi 
Chlororaethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibroraochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoforra 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-l,3-Dichloropropene 
ciE-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Batch number: PO20881AB 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1, 1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroforra 
1,1, 1-Trichloroethane 

%REC %REC 
94 93 
100 99 

Sample number 
101 
108 
110 
93 
138 
118 
130 
134 
118 
125 
131 
128 
120 
129 
120 
112 
118 
117 
113 
123 
109 
116 
120 
120 
103 
106 
117 
149 
109 
113 
110 
110 
111 
121 

Sample nuraber 
101 
108 
110 
93 
138 
118 
130 
134 
118 
125 
131 

Limits RPD MAX Cone 
47-146 1 30 
81-136 1 30 

s) : 3795941-3795948 
42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 
75-149 
78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

s): 3795940-3795941,3795943 
42-125 
54-133 
36-133 
55-129 
75-152 
81-134 
78-140 
77-142 
79-133 
76-138 
78-141 

Cone RPD 

Dup 
RPD 
Max 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax 717-655-2681 2216 Rev 9/11/00 
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Lancaster Laboratories 
Where quality k a science. 

Q u a l i t y Con t ro l Siunmary 

Page 9 of 11 

Client Name: DaimlerChrysler Corporation 
Reported: 04/10/02 at 02:56 PM 

Group Number: 801937 

MS 

Sample Matrix Quality Control 

MSD MS/MSD RPD BKG DUP 

Analysis Name 
Carbon Tetrachloricie 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromociichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
xylene (Total) 

%REC %REC Limits 
128 75-149 
120 
129 
120 
112 
118 
117 
113 
123 
109 
116 
120 
120 
103 
106 
117 
149 
109 
113 
110 
110 
111 
121 

78-134 
75-141 
82-133 
82-128 
81-127 
78-133 
82-127 
81-148 
74-125 
81-125 
82-134 
60-150 
62-127 
69-121 
49-143 
50-162 
56-141 
70-120 
70-123 
61-141 
47-146 
81-136 

RPD MAX Cone Cone 

DUP 

RPD 

Dup 
RPD 
Max 

Surrogate Quality Control 

Analysis Name: TCL by 8260 (water) 
Batch number: L020941AA 

Dibromofluoromethane l,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795949 
3795950 
3795951 
3795952 
3795954 
3795955 
3795958 
3795959 
3795960 
3795961 
3795962 
3795963 
3795964 
3795965 
3795966 
3795967 
Blank 
LCS 

105 
106 
108 
111 
113 
116 
110 
116 
114 
114 
117 
114 
116 
115 
116 
117 
109 
106 

96 
99 
98 
102 
103 
104 
104 
105 
103 
103 
105 
103 
105 
104 
103 
103 
100 
104 

98 
100 
99 
101 
104 
103 
103 
102 
103 
102 
101 
101 
103 
101 
100 
101 
104 
103 

96 
95 
95 
98 
101 
100 
99 
99 
99 
99 
97 
100 
99 
100 
99 
100 
100 
105 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratones, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2215 Rev 9/11/00 
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Lancaster Laboratories 
Where quality k a science. 

Q u a l i t y C o n t r o l Summary 

Page 10 of 11 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

Surrogate Quality Control 

Group Number: 801937 

MS 
MSD 

99 
103 

96 
99 

95 
101 

97 
100 

Limits: 86-118 80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: L020942AA 

Dibromofluoromethane l,2-Dichloroethane-d4 Toluene-d8 4-Broraofluorobenzene 

3795968 
3795969 
3795971 
3795974 
3795975 
3795976 
3795979 
Blanlc 
LCS 
MS 
MSD 

Limits: 

110 
107 
107 
108 
113 
111 
115 
110 
109 
107 
107 

86-118 

102 
97 
100 
100 
103 
101 
105 
103 
103 
100 
101 

103 
101 
100 
103 
104 
101 
103 
102 
105 
104 
103 

98 
98 
96 
98 
100 
98 
100 
99 
106 
103 
105 

80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: M020983AA 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795953 
3795956 
3795957 
3795970 
3795972 
3795973 
Blanlc 
LCS 
MS 
MSD 

Limits: 

98 
96 
98 
96 
98 
97 
97 
95 
95 
95 

86 

95 
95 
99 
94 
94 
95 
93 
95 
88 
97 

96 
96 
96 
97 
96 
97 
96 
99 
99 
98 

93 
94 
93 
94 
92 
92 
93 
98 
99 
97 

6-118 80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: M020983AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795977 
3795978 
Blank 
LCS 
MS 
MSD 

Limits: 

95 
94 
94 
95 
95 
95 

86-118 

93 
97 
93 
95 
88 
97 

99 
99 
99 
99 
99 
98 

96 
96 
95 
98 
99 
97 

80-120 88-110 36-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020881AA 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00 
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Where quality k a science. 
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C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 1 0 / 0 2 a t 02 :56 PM 

Surrogate Quali ty Control 

Group Number: 801937 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795941 
3795942 
3795943 
3795944 
3795945 
3795946 
3795947 
3795948 
Blank 
LCS 
LCSD 
MS 

Limits: 

108 
109 
111 
109 
110 
110 
110 
109 
110 
103 
103 
102 

86-

100 
99 
99 
101 
98 
98 
98 
100 
100 
99 
99 
97 

102 
100 
100 
100 
100 
99 
100 
99 
101 
98 
100 
100 

99 
97 
101 
97 
98 
96 
98 
96 
98 
103 
104 
104 

80-120 88-110 86-115 

Analysis Name: TCL by 8260 (water) 
Batch number: P020881AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

3795940 
Blank 
LCS 
LCSD 
MS 

Limits: 

110 
107 
103 
103 
102 

86-

97 
100 
99 
99 
97 

102 
99 
98 
100 
100 

102 
99 
103 
104 
104 

80-120 88-110 36-115 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added 

Lancaster Laboratories, Inc 
2425 New Hollanci Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2681 2216 Rev 9/11/00 



DAIMLERCHRYSLER-
OMTf^o^^^f^c* 

Chain-of-Custody- N2 00322 A 

n.. ^ A\ 
CompuChem 

501 Madison A\cnuc 

Can.-, NC 27513 

Phone Number: (919)379-1100 

FaxNumber: (919)379-1040 

Project Name. 

Site Location 

Sue Code. 

RFA Number 

DaimlcrChrvsler PM: 

D^i^h'^^i Ohio 

11 
A d 

(7?(f^o 
^ 

h^CP^^k 

Consullant. ^ C X c f H l ^ C H 

Address ^ / S / T l - ^ c h 

C o n s u l t a n t P M 
~>rif. m ^ 

int PM A/?/r n j e / 1 ^ ^ 
P h o n e / ^ V / ^ i ^ ^ ^ ^ y ^ / F a x . ( f l 9 D ) V ^ ^ - ( 9 6 J ^ g 

lu r i i - a round Tinic Request : (circle) 

2-1 calendar hrs 

•IS calendar hrs 

'Lmilcndur duy.s 

j(4 cAlcndnr da \ s 

Data Package Deliverables: (circle) 

DaimlerChrssler Le\el 1 

DaimlerClirvsicr I c\cl 2 

CLP 

FiclJ Sample Identification 

/fW^Saeis-QiiM^/a}^ 
Dale 

Canceled 

Timr 

Cmitcttd 

u 

s i 
u 

Compound List-Paratncter /Method/Bott le Typc/Prcservat ivt 

•V 
^ 

ue o 
^ 

( ^ 

NJ 
^ 0 

S - Soil 

GW - Groundwater 

Sed. - Sediment 

O - Other (specify) 

Arc aqueous samples field fiUered f o r metals? Yes No 

Matr ix Codes 

SW - Surface Water 

A - A i r 

Rrniark.s 

liiM A (Av 1 
Mwrcf0.^-tr^;}3f^3 la^ 3. 
/nu/(2fii6'Cf̂ ;X30<.i i W n J$L )<r ^ X X 
ikiytm^^jm^ib^ mo 
Mk//} _m<-i^^-ii^ 

• ^ 

mi. i n Y XL XL :kL 
/ni^ar0f^a^g.303-^ip 

Wn 
miK. 

hip /Sknl̂  X 

8aniplcr(s) Cooler in 11 

Dale I 

Samplr\ Rvlinqul^hfd under Atrbill No 

Tiraf: 

WW 
Received by: 

Trmpf ratur* (corrfctcdj 

DaU- Time: 

^ ^ 
Cu9toJ> Seal I n U d ? 

^"rs No 

ts RFAsamplii RMCIvcvf Tor Laboratory by: . Ii\ 

tu 

Dale. 

^ 

Time: Custody S t i l In lae f 

• ' \ t \ ) No 

naimlerChry.ilcr Corporation SOO Chrysler Drive, CI.MS 482-(fO-Sr,'Atibiirn \hUs, Michigan 48326-27^7 

Dis l r ibu t io i i Will ie c o p \ D a i a p a c k a g e Yel low • Rc la ined b> l abora to rv P ink R e t a i n e d b \ s a m p l e r 

Rension No 3 
Created Jul) 9, 1999 

4 H 
P » E C _ _ L o f _. [̂  



DAIMLERCHRYSLER """^^'TJi&H^ cM^n-oi-c^ 2546 B 

Project Name. j ^ y ^ g - w ^ Vj^U' j ro 'y^^ jC^ 

Site Location j ^ ̂ ^ ^ Bfi^ 

Bc^rU^ Tiu^L Lancaster Laboratories 

2425 New Holland Pike 

Lancaster. PA 17501 

Phone Mumber (717)656-2300 

FaxNumber. (717)656-2681 

Site Code-

RPA Number £ * T ~ S > 3 & 1 . 0 

DaimlefChrysler PM C^ Q-r*-/ 

Consultant. 

Address: 

y t ^ J 
Consultant PM j ^ U ^ X ' s ^ A 

Phone l2Jh'i,'rB-k}ii F^ 
Tum-around Tirae Request: (circle) 
24 calendar hrs. 
48 calendar hrs 
7 calendar days 
Pjcalendar days 

Data Package DelJYerables: (circle) 
DaimlerChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

^FieW SaittT^i-jdjntificatiJMj; CollKtid 
;.,TI«««;r 

;.;o. 
::S;:-
'9'" m 

s; 

,..'a: 
• J ; 

:=H = 

GOTpcidrid.List-pkmitrterMe 

V^ 

>5: 

IS 
, < ^ " ^ w § 

S>SoiJi, 

Are aqueous samples field fiUered for tneliib? Yes No 

iMiitiitCcMJes:,'.ii;'i' 
SWiJiSurfice-Watci';:.:'':';: 

pW;|;;Grouridwat«:;i'j';'; ; Ar'Aif,', 
Sted:-|i!|i!iment;;;|'; ,:.f, ^^]': 

Remarks 

Eofioz-iirl po 5 s ^ Gl̂  a ^ ' - ^ K. vc 

S E T Sampfejis)- \ Cooler ID # 

Rsli(K)Ul3lKdl>yf . 

mr 
Time:' ' 

Sample* Relinquished under Airbill No. 

Received Ij^-; Oite: Time: 

Tempenture (corrttled; 

Custody Seal InnctT 

Yei No 

Is RFA sampling complete' Relfnqiiiibed b j ; . ' . X>aHi'i Timt:' j jdfor LaborWior; by: ' f Datt: 

^)/'^//]l 
DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 4iii^^^,AubivirfIli^,jAich'igan 48326-2757 

T n c : ' " ,'!'•' CUM^^y Sifal Intact? 

y ^ ~ ^ No 

^ ^ 
Distribution: White copy Data package Yellow : Retained by laboratory Pink Retained by sampler 

Revision No 3 
Created July 9,1999 

Page \ .3 



DAIMLERCHRYSLER '̂ '̂  "AhltV%^^ cha.n-of-cus«gdF ^ ^ o ^ d ^ Y ^ ' - ' ? ^ 
254T B 

j>/?^^/(r^^ -pUtrv^^^y Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

FaxNumber (717)656-2681 

Project Name. 

Site Location: 

Site Code-

RFA Number 

DaimlerChrysler PM. 

I>fty^A~^ Olf 
Consultant' 

Address-

Consultant PM 

F..^U^T^^ 
WW 

Phone IZd' l irS-i ' i l l Fax: 
Turn-around Time Request: (circle) 
24 calendar hrs. 
48 calendar hrs 
7 calendar days 
([4>t:alendar days 

Data Package Deliverables: (circle) 
DaimleiChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

Fidd Sampte IdentiCcatJon 
Date 

ColltCtMl 
Time 

CoUecttd 

O 

' - \ i 

3 
c 

? ^ 

Copipo^id'Li»<-P»iT»hiii5t*ryMtlK<>d^ 

^ 
^ 

J 

.5 
\t 

',';:'Mitrix''CQd«»'' 
s,7;Sibi)'i ;•;../;;:;,:;;:;;; 
pW'i^ Oroundvy^^'','; 
Sed.:i-|;Si>diment • • • 

/ire aqueous ia^ta ' f ie ldfiUered for i n ^ c ^ No 

viSW^'Suriace,WateT';V'": 
. , ! A » A i i !'i-!!;'i;ii,i,:-, , 

• ; . , ! ' • 

Remariw. 

VdXiP-02^-V5" ^ / lO/o^ ^ 5 ^ L ^vO 

Sampli lej(s) * ^ . Cooler ID # 

ttellnquliiiMd by: ' / Datt! v , : ' - ; Tl'mt: , 

Samples Kelinqulshed under Alrblll No 

Rmlved'b}-: Date: " 

Teapemture (correctedl3^ C J 

Tine::: Cusiodjr SMII Intact? ' 

Ves No 

Is RJA sampling complete' 

Yes ©-
Relinquisbed b ; : Tline: Bccetvid 

DaimlerChrysler Corporation SOO Chrysler-Drive, CIMS 482-00-51, Auburn IliUj, Michigan 48326-2757 

Date: tine:; 

WWlAilQ^ 
Cmtody Seal liiitact'̂ ''. 

[ ^ No 

Distribution- White copy. Data package Yellow . Retained by laboratory Pink Retained by sampler 

Revtsion No 3 
Created Iuly9, 1999 

P«ge V..'^ 



DAIMLERCHRYSLER ̂ j'fJ^^^^^^W ̂  
Chain-of-Custody 2549 B 

Lancaster laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

FaxNumber. (717)656-2681 

Project Name- D C X - Do uij-Qr^ 

Site Location: I k t i t c t I , O ^ 

Site Code-

RFA Number £ T 0 3 t ^ 2 0 

DaimleiChrysler PM. CnOiflA j J H I ^ 
7 ^ " ^ 

Consultant 

Address 

Consullant PM 

Enf\)r\- { . i ^ 

Phone.(^AO) <j.</- A y O ? Fax- ( ^ ; X 0 ) H S ^ " O S S V 

Turn-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs 

M-'iie-Jcndar days 
lendar days 

Data Package Deliverables: (circle) 
DaimleiChrysler Level 1 
DaimleiChrysler Level 2 
CLP 

i'FieWjSampite fdentificatlpn ci)liMt«|f, 
T i n t 

CoUected 

: CompbtuidUat^PaBimeterifMeflibd/BottleTjTe/pt'eteW 

1^ 

vJ 
Q 

- J I 5^ 

c 

^ 

l*J 
S 

S>;S9il,„;i':;,.-' :^^; 
QW-Ji.Gtounfl.watW;:-; -, 
Seai' --.Sediitwt. /;;-':';; 
d;Tbth(!i^'^3j«ci^); 

Are taiiiffitiisaittplafieUfilliredfor, mj^ob?.Fes. Nd,_ 

: :Matri» Codes-
SWfi'Sur&ceJfater.' 

' - • ' • • • ' • ! l " i " I-

:=;r;'!:'li: 

Reiiurlu 

iAiMstiMism. V/^Q3 t)63< Ol Q l 
Pi0MZ'0^m3 n̂ oo 
/^nwer^as'iiijl^g^l ô ^<^ n i T " 

^W09dJS' 0 H \ ^ 3 MO. 
f f ^ ^ i \ Q - tfW^3 liSiO. 

W nn^pmx -f}^m3 Id̂ kO ^ n 
Ynf P f̂at̂ k ^fi/o3 

Sampler(s) Cooler ID # 

Date: 

^/m^ 

Samples Relinquished under Airbill No. Temperature (cor rec ted^ ' ^ C ' 

Tasini'; ^ K' Received b>'! Date: Time: Custody Seal Inlact? 

Yea No 

Is RFA sampling complcte^^"""*..^^ 

Yes / / No / 

DaU:; rrnti:,; Datt:; 

mm 
DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 462^^51 , AiibufABuls, Michigan 48326-^^757 

Ci is t i id fSal riitact?. 

No 

Distribution White copy; Data package Yellow Retained by laboratory Pmk Retained by .•ampler iQOW^ 

Revision No 3 

Created July 9,1999 
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DAIMLERCHRYSLER^^^^J/?^i^,,,^lCfi^^ chain-of-custody 2548 B 

Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number- (717) 656-2300 

FaxNumber (717)656-2681 

Project Name: J ) ^ X - D a u j ' r ) n 

Site Location: p g u j - p , ^ ^ f) k <n 

Site Code: 

RFA Number: 

DaimleiChrysler PM: 

fT£f3i 
^ 

Consultant £ / l / j ' h T ^ h 

Address: 

Consultant PM 

Phone: I'im ŝi-mft-̂ f'̂ so) m^ -oeic 
Tum-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs. 
7 calendar days 

iS^ 

Data Package Deliverables: (circle) 
DaimlerChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

alendar days 

!'Field Sample itil^ntificattoii C l̂lettM 
•TImf, '• 

CsUMte^i 

• • 9 , 

,_P,;;B' 

"'M 

Ctwipotdd Lbt-Pirainetef/Melhod/Botae Type/Pregtr^ 

V 

S2 
\J - ^ ^ V J 

' v . 

^ 

U. 

Matiiii: Codes 

P^y,-(3TOiijidwat«r, 
Seid;;-i$edimeni;ij' ;•'! 
iD':iO^W,(iaiHici<y)_ 

SW-Surface Wattsr j 
-A-Ai r ' ' .:••' ;, ';•.'.",.''. 

Are. aqueoussatttpleafieldfiUertd for metals? Yes No 

(Cemarks 

P205£iJOl-i2l^l^Br3 'i/l^ ms. A ^ 

PZ03^l - m < ^ 3 Q3m. 
/fiW0Agf6' ffimf,Q3 ano n sr- i T 
/y?u/g3A>.<-̂ /̂̂ grJ i m i 
nc^9^w •'0m^t}3 

# 

)IS0 t f f l 0 9 - ' ^ l - 0 m 0 3 IMD. \1 >r ic ic 
Tdp fiUhlc H/^03 

$ampler(s) 

Date: 

'im 
Samples Relinquished under Airblii No 

Timt: 

1300 
E«ttived by: DUt; 

Temperature (corrected) 5 ' ^ C f 

TiMM-A..,. Curtody Seal Intact? 

Yes No 

Is RFA sampling complete? 

Yes 

Date:: Time: Custody Sal Infaict? 

i f iT^ No 
DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 

Distribution- White copy Data package Yellow : Reiained by laboratory Pink: Retained by sampler 

Revision No 3 
Created lulyS, 1999 

Page -d^-^ 



DAIMLERCHRYSLER Chain-of-Custody ^1^ ^/i^ji//^ 2551 B 
fî /ni/nr) ^?m^^ <̂ ŷ 6£&iQ'̂ -'A4i 

Ea^fhTuk. Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717) 656-2300 

Fax Number- (717)656-2681 

Project Name: D C X ~ J k u h y ^ 

Site Location: 

Site Code-

RFA Number, 

DaimlerChiyslei PM' 

t)ct\fia/i,. Ohip 

iyTO\m,o 
Own Sta„/7i,L' 9-

Consultant 

Address: 

Consultant PM 

Phone: 

A^ 

T u m - a r o u n d Time Request : (circle) 

24 calendar hrs. 

48 calendar hrs 

lendar day ; 

14 jialendar days 

Data Package Deliverables: (circle) 

DaimlerChrysler Level 1 

DaimlerChiysler Level 2 

CLP 

Field Sa inpk Idfintitacatlon: 
;: D>t« ... 
Collected 

TIaii 
CoiiMttd 

•.;.0 
kf,i 1*-^ 

l l 
J 
O 

Contpownd Ltoti-PtiranieterJMethod/Bottle Type/Preaen^aWve 

(2 ^ 

^ 

v^ 
4. 

l2 

O!\]tf'-Giouttii>vater!--|;' 

'S«i; i,Sedin^«int i -1 '" 

d i ' b t h e r (Sfjilci^) 1; 

^ 1 

« 
^ 

^ 

M a t r i x Ccides 

.S5f;,1•l;Sw6e(^'^8lter.-

\TeaqueoiiSiSimtples field f i l tered f o r m e t a l s ? Yes N o 

Reiiiiirks 

^}A/Qt!gi '̂!lfH,UsL^ Hji^ k. M 
Pz.^d^-^H9A^3 

1̂ 3/̂ 02̂  l̂ omis nit̂ uhn,. jo bih% j -P7^PfXir-pr^;ai^^ ma YL ^ x T J T J ^ 
Pi&^i^-^^H;aa3-h^ ma. 11 ><i X- v^ ^ 

i ^ 'A? 

/f\\KiL^^\'m;av(3 ^^oo M.Ji. ^ X" 
/YwurK QiftX -jfH^C^ M £ J 
/^WC^01-Q^3.3^(!I?> nm. R X JC X >c 
^]M9i\%^^-9l'\d^0^ WD. ± /nV/̂ 6D 
Pzmir' md̂SLsa im 
MW(M^0£-Or433£3 T m îM 

Temperature (corrected) C Sampler(s) Cooler IT) # 

Kt^c^l ^ 0 Dt7r/t^U 
'03 

T l * * ' : •. 

2P30 

Samples Relinquished under Airbill No. 

Received b / , ' ti»te: Ttmes Custody Sal Intact? 

Yes No 

Is RFA sampling complete? 

Yes //O 
Datr. Time: R«<!el 

4=-
l^ich 

'̂ i-t^^mo Cru^oiiiyiSeiilTnlBCtT 

< Y S ^ No 

DaimlerChrysler Corporation SOO Chrysler Drive, C I M S 482-00-5T^ A u h u r n ^ m s , Michigan 48326-2757 

Distribution: White copy- Data package Yellow • Retained by laboratory Pink' Retained by sampler 

Revision No 3 
Created July 9, 1999 
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DAIMLERCHRYSLER-
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717) 656-2300 

FaxNumber : (717)656-2681 

Chain-of-Custody 2552 B 

Project Name, 

Site Location. 

Site Code' 

RFA Number E T 0 ^ ^ 

R^fdl/,n ^2^(^57^ ^^^D3^lQL^-:i¥l 

DaimlerChiyslei PM: Q ^ n f j ^ K r ^ t T ? IA U ' Tsy\CJ7 

^ 
Consultant 

Address 

Consultant PM 

KadL ĵA 
H/7S ^firUfiUi, J^A/ku/a 

Pî oncUio] ilSh 3J407 Fax: rq^] ^5€~0S^iJ 
/ M a i r a Codes: Turn-aroimd Tune Request: (circle) 

24 calendar hrs 

48 calendar hrs, 

Tn^alendar days 

/ 14 jalendar days 

Data Package Deliverables: (circle) 

DaimleiChrysler Level 1 

DaimlerChrysler Level 2 

CLP 

Field;Sample Identification; 

^ / ^ 

Dai^' 
C^liiiftcd 

TlM^,'-' 
CoIlMtcd o o 

Comptwind Lbt-Parameter /MeOnid/Bot t le Type/Prescrvativft 

^ 

^ 

x5!. 

^ 

^ 

O ^ 

V5 

«C: VT 

O 

^ 

sq 
^ 

' ^ 

S,^:Snl ' |i,;i:i\-;' 

CiiW''-CiTOUn4WiLtiir!: 

Siil;,-Sediiiii!mi;:;i;!:, 

C>:i;Ndithcf(5peciFif)l 

A te tt^ueou^^ simgiles f i e ld f iU^ ' id f o r tnetatsj , )fes 

,SW-Sur&?eWatear 

;A-/^, ' :- 'J ' ' ' ' 

No 

Renttlrks, 

mv/6(/0^-0iM03 A ^ y 
nmft-0'\ifyif(3 USD-

7 y 
nm3^iZM32Ml. 11 3 P iZ 
f^9M: ^7;RAg-^y l i i i [1 X' / / B'iU^tiUAnt fcofe i/ut̂ cUjhi:}̂ iâ  

tmU^'lsM'i^'A^ fA\uciia\-mnsf2t I SOO m. X y 
/nwfii!f0^-i^^j^3 U ^ 
/MMm^imMM. nod U- / ^ y 

/^-\/A?-^n /\A\A/gfl9t^'eiH^j^.^ rm. 
^ Pz.m-ht-0^3:1.^3 

^ 

MM 
mo\^ X î vê wemm^̂  x: K. 

Sampler(s) Cooler ID t 

Date: 

Samples Relinquished under Airtrill No. 

Tin*: 

3im. 
Rtteivedb}-: Date: 

Tenperature (corrected) r^ 
Tine: Gustoil)'Seal Intact? 

_Yes No 

Is RPA sampling complete? 

Yes /p) IMt<: TIJM:: Reecî  Jg|L«b«ri«(»jr}rIty. Date: 

48326-2^57 

Tine; 
( i ' ( \ \o 

Ctist<MlT Seal Intact? 

Ye>\ No 
^ DaunlerChrysler Corporation 800 Chrjsler Drive, CIMS 482A Auburn Wals, Michigan 48326-2757 

Distribution-White copy Data package Yellow: Retained by laboratory Pink- Retained by sampler 

Revision No 3 
Crested July 9, 1999 
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DAIMLERCHRYSLER-
Chain-of-Custody 2516 B 

/^lOlfo/} (^^mQSpS <^^H/)<\o.)94-Xl̂ ( 
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number- (717)656-2300 

FaxNumber (717)656-2681 

Project Name. 

Site Location 

Site Code, 

RFA Number-

DaimleiChrysler PM 

DCy- Dcufon 
PcLjhhj W o 

.Miam 
CitkXU 3iay>t^7uU 

Consultant 

Address: ^ H < " J e ^ d n n i n f J P o s k u A i ^ 

Consultant PM A 
iserv'ative-.•;;•'';;; :-• !.!,;:;,,i;'''MatriirCodes , \: '•>\.i^\i ' ' '" ' Ttim-aroimd Tbne Rcque.st: (circle) 

24 calendar hrs 
48 calendar bfs 
^^ lenda i days 

I 14 ̂ lendar days 

Data Package Deliverables: (circle) 
DaimlerChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

Field S«mple Identification , 
Date 

Collected 

I ) 

, Time 
CsUettcd 

o s 
e I 
t3 U 

a;. 
1^ 

Compound lJst-PaiTUBeter/Miii<}i6d/BottleType/Piiegcr>ative 

4-

V ) 

) ^ 

S^lSoil,; 
GWyjC^iindj^er'-S 
S6iS';'-'^imait;;i 

,CWier'|spfea^)'_ 

J 

SW.,Surfec«,,:Water,:; 

^ % . •eaqiieoia-samplesfieU 

•^•;ltemftrks;: 

/A\^0jl^7f.'0H;iM'̂  dm Qim ^ XL J^ i s r -iT 
Tr\^ BJA^̂ L* i T 

\ • \ 

S a m p l e r ^ ) 

9 Lnr\ ^.OnLfiLi 
Sainples Relinquished under Alrtlll No. 

Tlawr 

Myp 
Reiceiyid by: DaU: 

Temperature (corrected)' lOrSc 
Tl»ie.;== CiistedySeallnlBCt? 

Yea No 

Is RFA sampling complete? 

Yes 

Jleie f ^ ^ - Tva/t: Date: 

^ 0 ) 
Tine;, 
\ ^ 

Ciotddx.Scal bltiict? 

• ^ ^ 

No 

DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-09^1 ̂ AuburnHf^, Michigan 48326-2757 
Distnbution, White copy- Data package Yellow Retained by laboratory Pink: Retained by sampler 

Revision No 3 
Created July 9, 1999 
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• 

/ 
( 

P^ATA/TT T7T?r^TTT?A'^QT TTD Chain-of-Custody 2 5 1 7 B 
i _ / A l I V I i . l . K ^ i i K l ^ L U . l v /^/d/6>^ ^ ^ 8 ^ ^ 0 3 s-^^d^'^iQL/-^^! 
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

FaxNumber (717)656-2681 

Tum-around Time Request: (circle) 
24 calendar hrs 
48 calendar hrs 
ifajendar days 
14(falendardays 

Project Name 

Site Location 

Site Code, 

RFA Number-

DairalerChrysler PM 

V ( X - DasA t̂,̂  
Vatfhr). "Oh-.n 

r r c)'̂ f):xo 
(nOLf\Ji Sfahr2.uk. 

Data Package Deliverables: (circle) ^ 
DaimleiChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

y 

; field Sampki IdeintiiGcation i i 

M\jm7s>^0iw^ 
) r rp /^lauL 

Samplcr(s) 

B.E(̂ rl i 1). Der.€iylet 

Is RFA sampling complete'' ^*«"»v ^ 

Yes / N O ) 

-. 6i'«i''i'v: 
-coiiicibia;:' 

1^1 
W"'̂  / l 

••• t l i i i » ' ' t 
•Colle««Jli' 

IVO 
— 

:||t 
^ 

. 

• .lo'.. L 

W 
— 

^ 

1 

Consultant-

Address-

Con.sulUnt PM _ 

Phone: 

B-ari^ Tu-̂ h 
^ / . ? 5 ' l l c h n îkau il̂ Cirlcufi>tj 

Sk.oyouai>,vy Vt//y 5^D^.3 ^ 
AnL ^>hfy)^h 

{<\^0\Hf;i-3M7Y^(^) 14^<^-VK^ 
',.. :;i Cbmpotmd Liit^PiuTuiHrter Type/prisehafive , 

• ^ 

i 

' ^ ^ 

Cooler ID « 

^^^^Ei0 
milnqul>6cd by: \ x ^ ' , ' 

• ; - • : ; 

W0 
TihM:' i:.' 

'--"' ''' 

V , _ / DaimlerChrysler Corporation 800 Chrysler Drive, 
Distribution, White copy Data package Yellow - Retained by labors 

Revision No 3 
Created July 9,1999 

X 

. 

y 

._ 

^ 

S i : 

^ 

;,;-i: •'•••'• '',,:,'i ;!?'•'Malrii Codes;.,-liiSi:,'!;!-; - •::.! 
S-Sbfl. ,;;,., iii i;ii;;iji •-; ' -SW.-.Sur^ei Water- ' 

GWT:Ori;tiiidii*tCT-: r;-:.,ii^|i.^^::;; f i '-' \ - } : \ \:;-. ..;; 

O^btHni^pecifv)':': -4- r-:'!''r'iii:;i-:;''''- ; 1 "v'l ' ' \ : ' : ," Ji 

Areaqui^iis'satitples-fif^ftjltefedfiirrnetalsfYes No,' 

_ 
— - • • •• 0 r 

Samplcs RelloqtiUhed under Airbill No. Tenpemture (corrected) ' - T ^ C 

feiwiwd'liy:;!-.;'::'. , ' ^ : , % - i ' ^ ' . , ' " • ! ' : • ; . • - - : ; l iate: ' '" •-' 

Date: 

Tidietf='';'•:; ;f 

' Yes No 

Taii i i : ' ; ' •• • '; (Custody Seal Intart? •, • • ' ! ! ' : : ' , - ' 

(A \^ \ > ^ NO 
CIMS482^9i^l, Aubi }^Hills, Michigan 48326-2757 
tory Pink Retained 6y sampler 

PKC 1 of f 
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DAIMLERCHRYSLER-
Chain-of-Custody 2553 B 

Project Name- f j C - K - ' U g U J b y ^ 

/ ^ / m p ^ ^ ? ^ Q 5 0 3 • <?^45'.^/<?f-J?V/ 
^ 

Lancaster I .aboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

Fax Number: (717)656-2681 

Site Location: 

Site Code 

RFA Number 

DaimlerChrysler PM: laq zk£ 

Consultant. Er^.f}l u c k 
Address: ' - / / 3 5 ' T<uJ^na\hlX.i 

Consultant PM 

M 

m 
P h o n e : / ^ ^ ) ^ > ^ / - i t f ^ 7 F a . M ^ i H < ; ^ - 0 ^ 5 ^ € 

Tum-arottnd Time Request: (circle) 
24 calendar hrs 
48 calendar hrs, 

:ndar days 
14 c^llendar days 

Data Package Deliverables: (circle) 
DaimlerChrysler Level I 
DaimlerChrysler Level 2 
CLP 

' Field- Sample; IdfenJijliaca'tl.on 
Dale 

Collected 
, TIae ' 

Cou'ttted t 

•a 

s 

CiMnpbiiirid:lJKt-Pai'anieter/McBi6d/B<itfle:Type/I'r^i8Ci^ 

i c4. T 

^ 

^ 

^ 

^ 

l ^ 

Matrix Codes 
S-Stnl 
GW - Groundt^-atei 
Sed -Sediment 
O - Other (specif) _ 

SW - Sur&ce Water 
A-Air 

^ \ Are aqueous samples field fiUered for metals? Yes No 

^ 
Retnarkt 

P2(2n;in-0^;iW3 "iim MS. QhL 11 ^ 

/nwM0LM^Ml. ioH£ 
Pl0t7S-0^^^0.-^ )ldJD 
Pl(2}ef^n-CfU3p(^ 122JI Q_ 
/Y\\A/A0<6^'(/SH2Tt^'^ ^ML ^ 

m\jjt6\s<.'(^'jiia^ /330 

tt2Ll£Lm^M3_ !M£. a r X- )5r 2r ^ 

Pltas?fn-p^^3Qf3 mi x: 
P2 0(2fU-m?^l^^ ]50b ^0 >r /0C& Vidt A^Mt^ . i ahurmfu6x i xpu. 

^!i»u/a'y5;v/ay^;5 /m<sg^s-^&H^i)^ m5i 6 1 / j _ 

cted)L~^C Samplcr(s) Samples Rellnqtdshed under Alrblll No, 

Received by: 

Temperature (correi 

Custody Sal IntactT 

Yes No 

Is RFA samplij^oH^etc? 

Yes I No 

Kecfbadjor Laboratory by: 

cfT/o 
Custody Se*llntact? 

^•^eT) No 

DaimlerChrysler Corporation 800 Chrysler Drive, CL '-00-51, Aubt/n HtUs, Michigan 48326-2 
Distribution White copy Data package Yellow: Retamed by laboratory Pink Retamed by sampler 

Rc\i^ion No 3 
Created July 9. 1999 
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DAIMLERCHRYSLER- Chain-of-Custody 2555 Bl 

Name DCX^'O^yto'^ 

nation Daij]'\cir I Ol̂ 'f-
Consultant PJ^fH) (<^/A l.ancaster Laboratones 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number (717)656-2300 

Fax Number: (717) 656-2681 

Project 

Site Location 

Site Code 

RFA Number 

DaimleiChrysler PM. 
A l . 
Cl^ftj SfitY\̂  .i.u\<. 

Consultant-

Address: 

Consultant PM 
fiĥ bnygq̂  i y j : ^^S3C^^^ 

Phone. { ^ ^ h ! ^ ' ^ h m ^ ' { W ) H S r ^ ^ Q L 
Tum-around Time Request: (circle) 
24 calendar hrs. 
48 calendar hrs. 
^i^alcndar days 

/ y 14 calendar days 

Data Package Deliverables; (circle) 
DaunlerChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

• (gompiwid'lJJst^Par«ii>irter/Mctl^^ i^^pe/I^regerivativt Matrix Codes 

field Sample Identification 

Pie a 0-0^2303 
f/\WA00C.-<^Hp.'^.Z 

P^(rf^%-ffH;̂ 303 
Pyh^(/^n-0f^3il()f^ 

/̂ )̂ A 0H'0^Pi(}3 
/m/0i^S'0^:i ' i&'^ 
PiGfl̂ -t-iifH^̂ -iî ^ 
?>H(yi^gD-0^^y^ 
/^^i^^^r-^^q.^er^ 
MW0fi,^-i;S^^f\3 
Sampler(s) , 

Is RFA sampljr̂ fonfclete' 

Y c / Nu 

DaimlerChrysler Corporation 800 Chrysler Drive, CIMS4< 
Distnbution, White copy: Data package Yellow , Retained by laboratory Pink, Retained by sampler 

Revision No 3 
Created July 9.1999 
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DAIMLERCHRYSLER- Chain-of-Custody 2554 B 

Consultant g C l / ' r A 7 ^ ^ ^ 

^ 136 jifl}Mf}yeu A/Uu^u 
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Nuraber, (717)656-2300 

FaxNumber (717)656-2681 

Project Name: V C k ' ' UCLVj'ten 

Site Location, 

Site Code-

luhr^ ^ nk',n 

RFA Number E l ( ^ ^ C ^ R ^ 

DaimleiChrysler PM: t£iU. kK 

Consultant 

Address-

Consultant PM 

Phone 

T u r n - a r o u n d Time Request : (circle) 

24 calendar hrs 

48 calendar hrs 

^ifalendar days 

( 14yalendar days 

Data Package Deliverables: (circle) 

DaimlerChrysler Level 1 

DaimlerChrysler Level 2 

CLP 

:G<)iiftpifrtirid'lJst-Par«mieter/Mctliea/iBbttle 

'; Field Sairipleiid'entUiiiation; Collected: 
; -Tl«» ' i^ , 
ICotlKted'! ^iS!: 

• V . 

o 

I 3- t<7 

SO . ^ 

-H2:> 

^ 

^ 

<> 

«5 

IS 

S'^iSod- ; - ; ; ', ,':•, ,:.,:jW;^i?:ui|M!ff;^a(ter:;.; 

6w-piotiiit|vmtwiii;,|;::;-;;i;ilfi;iT;:Aii"' ' j .I,- ' . ' ; ' ' ' '• ' '! 

Si<xl/VS*^iJiiimti'''/,'';':;''''S';;:;;'ii';'jj:i;^^^^ 

O'j^Othear,(gp^ciiP)0': i' .i:-M ;̂:'!i iii;:"/•'Ji l.--:'?r--':'•••';!:;•; 

Are-aqueoHsijsan^l&lfieti n ie ta ls? 'Yes 'No \ 

^ 

^ 

- M a t r i x G<>des';; 

^ ' 5 ^ ' - ' ' : • " ' 
' Reniarkit 

Mu/0^(g:i'iOHZ3i63 mi /63t? 61 (nW 

/VMcgC3r±^Lm3. lus-
/y\w^i(^'f)^^^ti3 am a -sr ^ 

£MJ3I^m2MA. mo 
/m±2^£ẑ ^mn. mf n > ^ > ^ i r x^ 
m / d J M i Z l M ^ Qi/- Mf 

7 ^ Sample]3(s) Co Cooler ID # 

Is RFA sampliM'SBwplcte 

iJatt:^^; 

ulinqiiidkckl by: 

No 

to? 
o«t»:iv;;-': 

Samples Relinquished under Airbill No. 

Tl iw: Reeelvedby: 

2030 
Time: 

Temperature (contt ted) 

H'^/o: 

<:;iistady.Seallhtaet7 

Yes No 

CostodyStal Intact? ; 

Y e ^ No & -
DaimlerChrysler Corporation 800 Chrysler Drive, C I \ 

Distnbution: White copy: Data package Yellow : Retained by laboratory Pmk Retained by sampler 

^^h. '^ l^ 
Revision No 3 
Created July 9, 1999 
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DAIMLERCHRYSLER-
Chain-of-Custody N9 0Q322 A 

DCK-da,jfb^ 
f^/D/&0 ^ 2 ^ 9 6 9 3 ^ ^ O ^ J ^ ^ - a ¥ / 

^ a r f h Ttch CompuChem 

501 Madison Avenue 

Car,-, NC 27513 

Phone Number (919)379-1100 

FaxNumber (919)379^040 

Project Name: 

Site Location-

Site Code, 

RFA Number: _ 

DaimleiChrysler PM: 

If̂  
% B S 2 A Z ^ 

T-̂̂
/ f a 

Consultant-

Address: Q / 3 . ^ T i e ^ h 

Consultant PM 

P h o n e / ^ ^ / ^ H ^ ^ ^ . ? W F a x ( ^ 9 0 ) ^ ^ j ^ - Q b t f O 

Turn-around Time Request: (circle) 
24 calendar hrs. 
48 calendar hrs. 
T^wJendar days 
Z4 calendar da\s 

Data Package Deliverables: (circle) 
DaimlerChrysler Level 1 
DaimlerChrysler Level 2 
CLP 

Field Sample Identification 
D a t e • 

C«llected 
,• T i m e -

Colletlifd 0,'0-
• « • 

': 'e-

Compourid Ust-Paraiiicter/Mcttiod/Bitttite Type/Pr^earvativte 

V 

1 ,v:> 
V J : : 0 

NO 

Matrii-C^des: 
SJSp!l;j||,;;;;;,-J:-;;l;-; 
0'T^i-i|'(3roiJndwator. 
,i?ed'ii;S'odiihcnt . 
(cl;l^o!i:ij^:'(:speciPir)_ 

•SW-Sur&cbWatftf,. 
• A Air, 

Are\aqueoUs samples field fdtered for metals? Yes No 

Remiirks' 

Uoio A CAsJ 
/AWC&0.^ ' ^ i f ^3 j i3 las' 
/n\A/<2fll6'orn;)3(/3 no ) 7 J$L x: ^ 

p7-(^}.K-0^^^e^ HW 
MU// i S>!^<^^tf;}3ip^ 

xT mL t 11 y - ^ 

/n,w^fr0f.0^m3-Of 
^ 

miK. 
Uffi ^ k i p i l ^ 

Sampler(s) 

i j ^ > ^ | i t ) DpC.<vtt̂ f 

Cooler ID # Samples ReCinquished under AJrfoill No. 

w^o 
Received byi - Date: 

Temperature (corrected) 1 ^ 
Tlmic Custody Seal Intact? 

Yes No 

Is RFA sampl Date:: ifbne: CiutodySeal Intact? 
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Data Quality Review 
Dayton Thermal - Property No. SCOOl 
RFA ET03020 

Sample Receipt 

Nitrate and nitrite bottles were not submitted to the analytical laboratory for sample PZ022I-
042203; therefore, nitrate and nitrite results were not reported. 

Ethane/ethene bottles were not submitted to the analytical laboratory for sample PZ022I-
042203DUP; therefore, ethane/ethene results were not reported. 

Holding Times 

As evident from Table 1, nitrate and sulfite had many exceedances of the 48-hour holding time. 
Samples with results exceeding two times the hold time are rejected. These results are 
highlighted in the Table I. Results not highlights are usable, however, are considered to have a 
potential for low bias. 

Laboratorv Blanks 

Contaminants detected in laboratory blanks are summarized in Table 2. Sample results within 
five times the laboratory blank concentration may be considered false positives due to laboratory 
contamination. 

Surrogates 

Sample MIP-010-053 had a high surrogate recovery during ethane/ethene analysis. The 
laboratory reported a recovery of 135 percent, while the acceptable recovery range is 74 to 120 
percent. Positive results were reported for ethane and ethene for sample MIP-010-053 and are 
considered to have a potential for high bias. 

Sample MW037S-041603 had a low toluene-dg surrogate recovery during VOC analysis. The 
laboratory reported a recovery of 84 percent, while the acceptable recovery range is 85 to 112 
percent. VOC results for sample MW037S-041603 are considered to have a potential for low 
bias. 

Matrix Spikes/Matrix Spike Duplicates 

The MS/MSD exceedances are summarized in Table 3. Results associated with low recoveries 
are considered to have a potential for low bias, while results associated with high recoveries are 
considered to have a potential for high bias. Relative Percent Differences (RPDs) within 20 
percent were considered acceptable. 

Dilutions 

Many dilutions were required during VOC analysis. These dilutions were necessary to bring the 
samples concentrations within calibration range of the instrument. 



Samples MIP-02-45, MIP-03-045, MIP-04-55, MIP-05-45, MIP-07-050, and MIP-08-40 were 
diluted during sulfate analysis due to matrix interference. The results were reported as nondetects 
with elevated reporting limits. 

Many wet chemistry results were reported from dilution analyses. These dilutions were necessary 
to bring the sample concentrations within calibration range of the instruments. 

Field Quality Control 

Contaminants were not detected in the trip blanks indicating contamination from sample shipping 
did not occur. 

One equipment blank was collected (EB-001). Equipment blanks were not collected at a 
frequency of 1 per 20. Sample concentrations for EB-0001 did not represent a blank and were not 
used to assess data quality. Detects for this blank are summarized below: 

Compound 
Alkalinity to pH 4.5 

Ferric Iron 
Ferrous Iron 

Hardness 
Iron 

Manganese 
Nitrate 
Sulfate 
TOC 

Concentration (mg/L) 
18.1 

0.14 J 
0.028 J 

148 
0.169 

0.0052 J 
1.1 

71.2 
0.93 J 

Field duplicate precision is summarized in Table 4. Relative Percent Differences (RPDs) were 
within 30 percent, or the values were within ± the reporting limit and considered acceptable. 



TABLE 1 

SUMMARY OF HOLDING TIME EXCEEDANCES 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

1 Sample 

MIP-01-050 

MIP-02-45 

MIP-03-045 

MIP-04-55 

MIP-05-45 

MIP-07-050 

MIP-06-45 

MIP-08-40 

MIP-09-65 

MIP-010-053 

MWA004-042303 

MWA005-042303 

MWB004-042103 

MWCOO 1-042203* 

MWC002-042203* 

MW007S-042203* 

MWOllS-042303 

MW027S-041703 

MW030S-041803 

MW037S-041603 

PZ008I-042303 

PZ012D-042303 

Analysis 

Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 

Sulfite 

Nitrate 
Sulfite 
Nitrate 

Sulfite 

Niu-ate 
Sulfite 
Nitrate 

Sulfite 

Niu-ate 
Sulfite 

Nitrate 
Sulfite 
Nitrate 
Sulfite 
Sulfite 

Ferrous Iron 
Nitrate 
Siilfite 

Ferrous Iron 
Nitrate 
Sulfite 

Ferrous Iron 
Nitrate 
Sulfite 
Niu-ate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 

Days Over Holding Time 

1 Day 
1 Day 

3 Days 
todays 
3 Days 
1 Day 

4 Days 
11 Days 
4 Days 

6 Days 

4 Days 
2 Days 
4 Days 

6 Days 

4 Days 
Ti Day^ 
4 Days 

6 Days 

4 Days 
2 Days 

3 Days 
5 bays 
6 Days 
5 Days 
7 Days 

1 Day 
4 Days 
6 bays 
1 Day 

4 Days 
6 Days 
1 Day 

7 Day's 
6Days 
6 Days 
5 Days 
4 Days 

•11' Days 
3 Days 

10 Days 
4 Days 
6 Days 
3 Days 
5 Days 
3 Days 
5 Days 



TABLE 1 

SUMMARY OF HOLDING TIME EXCEEDANCES 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

Sample 

PZOl 51-042303 

PZOl 91-042103 

PZ022I-042203* 

PZ022I-042203DUP* 

PZ024I-041803 

PZ025I-041703 

PZ032D-041603 

PZ034I-041603 

PZ040D-041603 

EB-001 

Analysis 
Nitrate 
Sulfite 
Sulfite 

Ferrous Iron 
Sulfite 

Ferrous Iron 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 
Sulfite 
Nitrate 

Sulfite 

Nitrate 

Sulfite 

Nitrate 
Sulfite 

Days Over Holding Time 

3 Days 
5 bays 
7;Days 

1 Day 
3 Days 
1 Day 

7 bays 
6 Days 
3 Days 

•ib'bays 
4 Days 
If bays 
4 Days 
6 bays 
4 Days 

6 Days 

4 Days 

6 bays 

4 Days 
;i i Days 

NOTES: 

* Sample received at the laboratory at the 48-hour hold time due to a delivery failure from Fed Ex. 

Shading indicates an excessive exceedance (greater than twice the holding time). These results are rejected. 



TABLE 2 

CONTAMINANTS DETECTED IN LABORATORY BLANKS 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

Batch 

031141848003 

031061848013 

03112011111A 

03113011112B 

Compound 

Iron 

Manganese 

TOC 

TOC 

Blank 
Concentration 

0.0880 J mg/L 

0.00058 J mg/L 

0.55 J mg/L 

0.61 J mg/L 

Action Level 

0.44 mg/L 

0.0029 mg/L 

2.75 mg/L 

3.05 mg/L 

Results Within Action Level 

MW027S-041703 PZ025I-041703 

EB-001 

None. 

None. 

MWB004-042103 PZOl 91-042103 



TABLE 3 

MATRIX SPIKE/MATRIX SPIKE DUPLICATE EXCEEDANCES 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

Batch 

L031191AA 

L031191AB 

031141848003 

03101106001A 

0310610600IB 

03112106002B 

03102105101B 

Compound 

1,1-Dichloroethane 
Chloroethane 

Iron 

Nitrate 

Nitrate 

Nitrate 

Nitrite 

MS/MSD 
% Recovery 

- / 7 0 
0/-41 

52/70 

89 

117 

87 

52 

Recovery 
Limits 

79-135 
58-136 

75-125 

90-110 

90-110 

90-110 

90-110 

RPD 

— 

— 

— 

— 

RPD 
Limit 

30 
30 

20 

20 

20 

20 

20 

Associated Results 

MW 11 S-042303 MWO 15S-042303 
MW018S-042203 MWA004-042303 
MWA005-042303 MWA006-042303 
MWA006-042303DUP MWB003-042303 
MWC004-042303 PZ008D-042303 
PZ008I-042303 PZ008S-042303 
PZ009-042303 PZ012D-042303 
PZ012I-042303 PZ131-042303 
PZ015I-042303 Trip Blank 
MIP-08-40* MIP-04-55* 
MW027S-041703* PZ-0251-041703* 
EB-001 
MIP-01-050 

MIP-03-045 

MIP-05-45 MIP-05-45 
MIP-09-65 MW037S-041603 
PZ032D-041603 PZ0341-041603 
PZ040D-041603 
MIP-03-045 

NOTES-

Results within recovery or RPD limits. 
MS/MSD Matrix Spike/Matrix Spike Duplicate. 
RPD Relative Percent Difference. 
* Total and Dissolved analyses. 
RPDs within 10 percent were considered acceptable. 



TABLE 4 

FIELD DUPLICATE PRECISION 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

Sample ID 

MWA006-042303 

PZ022I-042203 

PZ037I-041603 

Field Duplicate ID 

MWA006-042303-DUP 

PZ0221-042203-DUP 

PZ037I-041603-DUP 

Laboratory 

Lancaster 

Lancaster 

Lancaster 

Compound 

1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
1,1-Dichloroethane 
1,1-Dichloroethene 
Chloroform 
CIS-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
Trichloroethene 
Vinyl Chloride 
Trichloroethene 
Alkalinity to pH 4.5 
COD, dissolved 
Hardness 
Ferric Iron 
Iron 
Manganese 
Sulfate 
TOC 
1,1,1 -Trichloroethane 
1,1-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
Trichloroethene 

Units 

ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
mg/L 
mg/L 
mg/L 
mg/L 
mg/L 
mg/L 
mg/L 
mg/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 
ug/L 

Sample 
Concentration 

410 
2J 
35 
160 
3 J 

1,500 
47 

2,000 
20 
10 

293 
ND 
380 
0.34 
0.342 
0.208 
64.7 

0.94 J 
19 
8 

4 J 
11 
11 

3,200 

Field Duplicate 
Concentration 

380 
31 
40 
200 
31 

1,700 
57 

2,300 
26 
10 

294 
13.9 J 
382 
0.30 
0 300 
0.199 
70.6 
I .IJ 
19 
8 

41 
11 
11 

3,000 

RPD 

7.6 
40.0* 
13.3 
22 2 
0* 

12.5 
19.2 
14.0 
26.1 

0 
0 3 
— 
0.5 
12.5 
13.1 
4.4 
8.7 
15.7 

0 
0 
0* 
0 
0* 
6.5 



TABLE 4 

FIELD DUPLICATE PRECISION 
APRIL 2003 GROUNDWATER SAMPLING EVENT 

DAYTON THERMAL PRODUCTS 

Sample ID Field Duplicate ID Laboratory Compound 

NOTES: 

RPD not calculated, compound not detected in either the sample or its field duplicate. 
J Positive value qualified as estimated. 
ND Not detected. 
RPD Relative Percent Difference. 

Not detected in the parent sample, RPD not calculated. 
* Results were within ± the reporting limit and considered acceptable. 

Units 
Sample 

Concentration 
Field Duplicate 
Concentration RPD 



# 
Lancaster 
Laboratories 

ANALYTICAL RESULTS 

Prepared for 

DaimlerChrysler Corporation 
PO Box 5M97.3 

Livonia MI 48l.'i3-7933 
248--'S76-.'i74l 

Prepared by 

Lancasier Laboratories 
242.S New Holland Pike 

Lancaster. PA I760.'S-242,'S 

SAMPLE GROUP 

The sample group for this submittal is 847806. Samples arrived at the laboratory on Wednesday, April 09, 
2003 The PO# for this group is N99C403749-B. 

Client Description 
MlP-01-050 Grab Water Sample 
MIP-OI-050-Filtered Grab Water Sample 
Trip_Blank Water Sample 

Lancaster Labs Number 
4024506 
4024507 
4024508 

1 COPY TO 
I COPY TO 

Earth Tech 
Earth Tech 

Attn Ms Lisa Smith 
Attn. Mr. Justin Kelley 

Questions? Contact your Client Services Representative 
Katherine A Klinefelter at (717) 656-2300. 

Respectfully Submitted, 

&(kj. Frederiksen 
Group Leader 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 
Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/08/2003 18:15 by DD 

Submitted: 04/09/2003 09:10 
Reported: 04/24/2003 at 10:33 
Discard: 06/24/2003 
MIP-01-050 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

4024506 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

050-- SDG#: DCL52-01 

CAT 

No. 

017S4 

01758 

09514 

00201 

00202 

00216 

00219 
00220 
00229 

00234 

00273 

01125 

08344 

CAS Number 

7439-89-6 

7439-96-5 
n.a. 

n.a. 

As Received 
Result 

132. 

3.5 
2 0 J 

81.5 

As Receive 
Method 

Detection 
Limit 
0.035 

0.00050 

l.S 

0.41 

d 

Units 

mg/1 
mg/1 

mg/1 as 
CaC03 

Dilution 
Factor 

1 

1 

1 

1 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 3.3 

This sample's initial pH was measured at 7.4. Because the alkalinity of this 

sample was too high to analyze as receivecJ, it was diluted This dilution 

altered the starting sample pH to 8.7 which in turn, yielded an alkalinity 

result at the pH a.3 level. 

Alkalinity to pH 4.5 n.a. 3,660. 0 41 

Total Hardness 471-34-3 3,360. 24.5 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

14797-65-0 N D. 0.015 
14797-55-8 N.D. 0.040 
14265-45-3 N D. 1.2 

The 40 CFR Part 136 requires that analysis for sulfite be performed 
immediately (within 15 minutes) upon sample collection. Although this 
analysis is performed promptly upon receipt at the laboratory, the results 
may not be acceptable for NPDES compliance monitoring. 
Chemical Oxygen Demand n.a. 907. 28.0 

Total Organic Carbon n.a 41.3 0.50 
Sulfate (turbidimetric) 14808-79-8 N.D. 600. 

Due to interferences from the sample matrix, the reporting limit for 
the sulfate determination was increased. 

Ferrous Iron n.a 130. 1.6 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 
mg/1 

mg/1 

1 

50 

1 

1 

1 

mg/1 

mg/1 
mg/1 

2 

1 
400 

mg/1 200 

07105 -Volatile Headspace Hydrocarbon 

07107 

07108 
Ethane 

Ethene 

74-84-0 
74-85-1 

7.3 

1.8 

1.0 
1.0 

ug/1 
ug/1 

The sample for TOC analysis was subsampled from an unpreserved 
container. The original TOC container was received empty. 

CAT 
No. 
01754 

Analysis Name 
Iron 

Laboratory Chronicle 
Analysis 

Method Trials Date and Time 
SW-846 6010B 1 04/15/2003 08:55 

Analyst 
Joanne M Gates 

Dilution 
Factor 
1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 

2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/08/2003 18:15 by DD 

Submitted: 04/09/2003 09:10 
Reported: 04/24/2003 at 10:33 
Discard: 06/24/2003 
MIP-01-050 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

0 5 0 - - SDG#: DCL52-01 
01758 Manganese 
09544 F e r r i c Iron 
00201 Alkalinity to pH 8 3 
00202 Alkalinity to pH 4.5 
00216 Total Hardness 
00219 Nitrite Nitrogen 
00220 Nitrate Nitrogen 
00229 Sulfite 
00234 Chemical Oxygen Demand 
00273 Total Organic Carbon 
01125 Sulfate (turbidimetric) 
08344 Ferrous Iron 

07105 -Volatile Headspace 
Hydrocarbon 

01848 WW SW846 ICP Digest (tot 
rec) 

4024506 

Account Number: 1016 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

SW-846 6010B 

calculation 
EPA 310 1 

EPA 310.1 

EPA 130.2 (mod 

EPA 353 2 

EPA 353 2 

EPA 377.1 

EPA 410.1 
EPA 415.1 

EPA 3 75.4 

SM 18, 3500-Fe 
(modified) 
SW-846 8015B, i 

SW-846 3005A 

Ified) 

D 

Tiodif led 

1 

1 

1 
1 

1 
1 

1 
1 

1 
1 

1 
1 

1 

1 

04/17/2003 

04/17/2003 

04/12/2003 

04/12/2003 

04/15/2003 

04/10/2003 

04/11/2003 

04/11/2003 

04/23/2003 

04/15/2003 

04/17/2003 

04/09/2003 

04/18/2003 

04/11/2003 

22 

11 
04: 

04: 

09 

11: 
10 

09 
05: 

14: 

07: 

19: 

12' 

10 

.24 

:40 

:14 

:14 

48 

:50 
:57 

•00 

:45 

:19 

:10 
:00 

•10 

10 

Lesley A Bensinger 1 
Jane B Fol lwei le r l 
Susan A Engle 1 
Susan A Engle 1 
Susan A Engle 50 
Timothy M Pet ree 1 
Ramona V Goss 1 
Michele L Graham 1 
Susan A Engle 2 
Timothy M Petree 1 
Susan A Engle 400 
Daniel S Smith 200 

Lisa A Johnson 1 

Chr i s t i ne Conlin 1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 
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^i^ Lancaster 
Laboratories 

Lancaster Laboratories Sample No. WW 

Collected:04/08/2003 18:15 by DD 

Submitted: 04/09/2003 09:10 
Reported: 04/24/2003 at 10:33 
Discard: 06/24/2003 
MIP-Ol-050-Piltered Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

4024507 

Page 1 of 1 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

050-F SDGtt: DCL52-02 

CAT 
No. Analysis Name 

01754 Iron 

04001 Chemical Oxygen Demand 

CAS Nuinber 

7439-89-6 
n.a. 

As Received 

Result 

10.6 

27.0 J 

As Received 
Method 

Detection 
Limit 
0.035 
8.8 

Units 

mg/1 
mg/1 

Dilution 
Factor 

1 

1 

This sample was field filtered for dissolved metals and COD. 

CAT 
No. 
01754 
04001 
01848 

Analysis Name 
Iron 
Chemical Oxygen Demand 
WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 6010B 1 04/15/2003 09:00 
EPA 410.4 1 04/11/2003 09:05 
SW-846 3005A 1 04/11/2003 10:10 

Analyst 
Joanne M Gates 
Susan A Engle 
Christine Conlin 

Dilution 
Factor 
1 
1 
1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 
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Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. 

Collected: n.a. 

S u b m i t t e d : 0 4 / 0 9 / 2 0 0 3 09:10 
R e p o r t e d : 0 4 / 2 4 / 2 0 0 3 a t 10:34 
D i s c a r d : 0 6 / 2 4 / 2 0 0 3 
T r i p _ B l a n k Water Sample 

S i t e Code: SCOOl RFA# ET03020 
Dayton T h e r m a l / D a y t o n , OH 

WW 4024508 

050TB 

CAT 

N o . 

SDG#: DCL52-03TB* 

A n a l y s i s Name 

06291 TCL by 8260 (wa te r ) 

CAS N u m b e r 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

Due to an instrument problem. 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

the sample was 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

analyz 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

. 7 

U n i t s 

D i l u t i o n 
F a c t o r 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

w i t h 

Lancaster Laborator ies, Inc 
2425 New Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Pane 2 of 2 

Lancaster Laboratories Sample No. 

Collected: n.a. 

WW 4024508 

Account Number: 10160 

Submitted: 04/09/2003 09:10 
Reported: 04/24/2003 at 10:34 
Discard: 06/24/2003 
Trip_Blank Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

050TB SDG#: DCL52-03TB* 

CAT 
No. Analysis Name 

headspace. 

CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Units 

Dilution 
Factor 

CAT 
No. 
06291 
01163 

Analysis Name 
TCL by 8260 (water) 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/11/2003 18 20 
SW-846 5030B 1 04/11/2003 18 20 

Analyst 
Marc S Neal 
Marc S Neal 

Dilution 
Factor 
1 
n.a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2216 Rev 3/10/03 
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# 

Lancaster 
Laboratories 

Q u a l i t y Contro l Summary-

Page I of 4 

Cl ien t Name: DaimlerChrysler Corporat ion 
Reported: 04/24/03 a t 10:34 AM 

L a b o r a t o r y Compl iance Q u a l i t y C o n t r o l 

Analysis Name 

Batch number: 03099834401A 
Ferrous Iron 

Batch number: 03100105101A 
Nitrite Nitrogen 

Group Number: 84 78 06 

Batch number: 
Sulfite 

03101022901A 

Batch number. 03101106001A 
Nitrate Nitrogen 

Batch number: 031011848001 
Iron 
Manganese 

Batch number: 03101400101A 
Chemical Oxygen Demand 

Batch number: 03102020201A 
Alkalinity to pH 4 5 

Batch number: 03105011111A 
Total Organic Carbon 

Batch number: 03105021601A 
Total Hardness 

Batch number: 03107112501A 
Sulfate (turbidimetric) 

Batch number: 031080002A 
Ethane 
Ethene 

Batch number: 03113023401A 
Chemical Oxygen Demand 

Blank 
Result 

Sample 
N.D. 

Sample 
N D. 

Sample 
N D. 

Sample 
N.D 

Sample 
N.D 
N.D. 

Sample 

Sample 

Blank 
MDL 

number(s)• 
008 

number(s): 
015 

number(s): 
1.2 

number(s): 
.04 

number(s): 
.0349 
.0005 

number(s)• 

number(s): 

Report 
Units 

4024506 
mg/1 

4024506 
mg/1 

4024506 
mg/1 

4024506 
mg/1 

LCS 
%REC 

100 

102 

86 

100 

4024506-4024507 
mg/1 107 
mg/1 101 

4024507 

4024506 

102 

100 

LCSD 
%REC 

LCS/LCSD 
Limits 

90-112 

90-110 

68-103 

90-110 

91-114 
93-110 

95-107 

97-106 

Sample nuinber(s): 4024506 
N.D .5 mg/1 95 

Sample number(s)- 4024506 
N.D .49 mg/1 as 104 

Ca 

Sample number(s): 4024506 
N.D 1.5 mg/1 

Sample number(s): 4024506 
N.D 1. ug/1 
N.D 1. ug/1 

Sample number(s): 4024506 

100 

108 
113 

102 

Batch number: L031011AA 
Methyl Tertiary Butyl Ether 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 

Sample 
N.D. 
N.D. 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D 
N.D 
N.D. 
N.D 
N.D. 
N.D. 

number(s) 
.5 
1. 
1. 
1. 
1. 
.8 
2. 
.8 
1. 
.8 
.8 
.8 
1. 
.5 
1. 

: 4024508 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

90 
89 
83 
87 
74 
86 
88 
92 
93 
99 
101 
104 
105 
99 
99 

39-115 

98-107 

90-110 

80-120 
80-120 

53-125 

77-127 
63-134 
71-129 
42-126 
54-127 
79-130 
82-122 
81-124 
77-129 
84-117 
86-124 
83-127 
77-130 
85-117 
77-132 

RPD 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Q u a l i t y Contro l Summary 

Page 2 of 4 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 2 4 / 0 3 a t 10:34 AM 

L a b o r a t o r y Compl iance Q u a l i t y C o n t r o l 

G r o u p N u m b e r : 8 4 7 8 0 6 

Analysis Name 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Blank 
Result 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N D 
N D. 
N D 
N.D 
N D 
N D 

Blank 
MDL 
1. 
1. 
I. 
. 7 
.8 
.8 
1. 
.8 
.8 
1. 
1. 
1. 
6. 
1 
3. 
1. 
1. 
3 
3. 
8 

Report 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

LCS 
%REC 
99 
95 
100 
96 
96 
113 
98 
100 
105 
97 
102 
90 
39 
88 
64 
93 
94 
84 
72 
104 

LCSD 
%REC 

LCS/LCSD 
Limits 
87-117 
80-117 
83-121 
85-115 
86-113 
82-126 
78-119 
85-115 
82-119 
84-117 
63-122 
72-119 
33-179 
83-133 
53-149 
79-114 
78-114 
63-130 
57-135 
84-120 

RPD 

Sample Matrix Quality Control 

Analysis Name 

Batch number 03099834401A 
Ferrous Iron 

Batch number- 03100105101A 
Nitrite Nitrogen 

Batch number 03101022901A 
Sulfite 

Batch number 03101106001A 
Nitrate Nitrogen 

Batch number 031011848001 
Iron 
Manganese 

Batch number 03101400101A 
Chemical Oxygen Demand 

Batch number: 03102020201A 
Alkalinity to pH 8 3 
Alkalinity to pH 4.5 

Batch number: 03105011111A 
Total Organic Carbon 

Batch number: 03105021601A 

MS 

%REC 

Sample 
100 

Sample 
103 

Sample 
57 

Sample 
89* 

Sample 
116 
107 

Sample 

101 

Sample 

73 

Sample 
96 

MSD 

%REC 

MS/MSD 

Limits 

number(s): 4024506 
100 40-149 0 

number(s): 4024506 
90-110 

number(s): 4024506 
54 29-104 5 

number(s): 4024506 
90-110 

number(s): 4024506-4024507 

RPD 

MAX 

5 

20 

BKG 

Cone 

7.1 

N D. 

N.D. 

DUP 

Cone 

7.1 

N.D. 

N.D. 

DUP 

RPD 

1 (1) 

200* (1) 

0 (1) 

Dup 
RPD 
Max 

20 

20 

20 

120 
106 

75-125 
85-111 

20 
20 

number(s): 4024507 
103 82-111 1 

number(s): 4024506 

73 64-130 0 

n u i n b e r ( s ) . 4 0 2 4 5 0 6 
6 3 - 1 3 6 

1 . 3 

2 . 3 
1 . 1 

3 , 1 8 0 . 

N . D . 
1 3 9 . 

4 . 1 

1 . 3 

2 . 6 
1 . 2 ' 

3 , 1 3 0 . 

N . D . 
1 4 0 . 

4 .3 

0 (1 ) 
0 

5 * (1 ) 

20 
20 

Sample n u m b e r ( s ) : 4024506 

•=- Outside of specification 
(1) The result for one or both detenninations was less than five times the LOQ. 
(2) The background result was more than four times the spike added 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 3 of 4 

Q u a l i t y Control Siimmary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 2 4 / 0 3 a t 10:34 AM 

Sample M a t r i x Q u a l i t y C o n t r o l 

Group Number: 847806 

A n a l y s i s Name ' 
T o t a l Ha rdnes s 

B a t c h number. 03107112501A 
S u l f a t e ( t u r b i d i m e t r i c ) 

Ba t ch number: 031080002A 
E t h a n e 
E t h e n e 

Ba tch number. 03113023401A 
Chemical Oxygen Demand 

B a t c h number: L031011AA 
Methy l T e r t i a r y Bu ty l E t h e r 
Ch lo rome thane 
V i n y l C h l o r i d e 
Bromomethane 
C h l o r o e t h a n e 
1 , 1 - D i c h l o r o e t h e n e 
Methy lene C h l o r i d e 
t r a n s - 1 , 2 - D i c h l o r o e t h e n e 
1 , 1 - D i c h l o r o e t h a n e 
c i s - 1 , 2 - D i c h l o r o e t h e n e 
Ch lo ro fo rm 
1 , 1 , 1 - T r i c h l o r o e t h a n e 
Carbon T e t r a c h l o r i d e 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Bromoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

MS 

%REC 
98 

MSD 

%REC 
99 

MS/MSD 

Limits 
93-115 

RPD 
1 

RPD 

MAX 
2 

BKG 

Cone 
77 0 

Sample number(s): 4024506 
98 100 69-124 1 28 2 

DUP 

Cone 
75.2 

28.7 

DUP 

RPD 
2 

Dup 
RPD 
Max 
4 

98 
108 

Sample 
104 

Sample 
94 
103 
109 
97 
102 
107 
99 
103 
103 
106 
107 
117 
112 
109 
107 
113 
102 
97 
109 
104 
122 
87 
109 
114 
92 
79 
95 
48 
100 
74 
93 
95 
87 
82 
114 

98 
108 

number 
104 

number 
94 
102 
108 
98 
96 
102 
98 
101 
102 
103 
105 
113 
110 
104 
103 
108 
102 
95 
108 
102 
122 
88 
107 
112 
91 
78 
94 
50 
99 
74 
95 
94 
87 
84 
112 

74-121 
73-133 

(s). 4024506 
67-132 

(s): 4024508 
69-134 
66-142 
64-148 
48-132 
58-136 
78-146 
80-126 
82-133 
79-135 
83-126 
77-133 
82-135 
73-144 
83-128 
73-136 
75-135 
81-121 
81-127 
83-127 
77-125 
75-143 
73-119 
83-120 
82-134 
67-137 
64-119 
69-121 
26-148 
78-150 
42-140 
75-117 
76-117 
59-132 
53-134 
82-130 

0 
0 

7 

0 
1 
1 
1 
6 
5 
1 
2 
2 
3 
2 
4 
2 
4 
4 
4 
0 
3 
0 
2 
0 
2 
2 
1 
2 
1 
1 
3 ' 
1 
0 
3 
1 
0 
2 
2 

20 
20 

20 889,000. 890,000 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

13 

Surrogate Quality Control 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Q u a l i t y Cont ro l Siunmary 

Page 4 of 4 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 4 / 2 4 / 0 3 a t 10:34 AM 

S u r r o g a t e Q u a l i t y C o n t r o l 
A n a l y s i s Name: V o l a t i l e Headspace Hydrocarbon 
Ba tch number- 031080002A 

Propene 

Group Number: 847806 

4024506 
Blank 
LCS 
MS 
MSD 

Limits: 

114 
106 
119 
110 
109 

74-120 

A n a l y s i s Name: TCL by 8260 (wa te r ) 
Ba tch number- L031011AA 

Dibromof luoromethane 1 , 2 - D i c h l o r o e t h a n e - d 4 T o l u e n e - d 8 4 - B r o m o f l u o r o b e n z e n e 

4024508 
Blank 
LCS 
MS 
MSD 

Limits: 

94 
92 
95 
91 
92 

81-120 

86 
89 
87 
90 

90 

89 
93 

86 
84 

90 
91 

32-112 35-112 83-113 

*- Outside of specification 

(1) The result for one or both determinations was less than five times the LOQ. 

(2) The background result was more than four limes the spike added. 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 
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Lancaster 
Laboratories 

ANALYTICAL RESULTS 

Prepared for 

DaimlerChrysler Corporation 
PO Box 5.379.33 

L ivon ia M l 481.'S3-7933 

248-.'i76-.'i741 

Prepared by 

Lancaster Laboratones 
242."; New Holland Pike 

Lancaster, PA 1760-'i-242.'5 

SAMPLE GROUP 

The sample group for this submittal is 848180. Samples arrived at the laboratory on Friday, April 
The P0# for this group is N99C403749-B. 

1,200.^. 

Client Description 
MIP-07-050 Grab Water Sample 
MIP-07-050-Filtered Grab Water Sample 
MIP-010-05.^ Grab Water Sample 
MIP-0IO-05.3-Filtered Grab Water Sample 
Trip_Blank Grab Water Sample 

Lancaster Labs Number 
4026.347 
4026348 
4026349 
4026350 
4026351 

I COPY TO 
I COPY TO 

Earth Tech 
Earth Tech 

Attn: Ms. Lisa Smith 
Attn: Mr. Justin Kelley 

Questions? Contact your Client Services Representative 
Katherine A Klinefelter at (717) 656-2300. 

Respectfully Submitted, 

.,:.:=" Max E, Snavply' 
ilJ S-?' Cliemi,st . 

Lancaster Laboratones, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page I of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 4 / 1 0 / 2 0 0 3 09 :00 by DD 

S u b m i t t e d : 0 4 / 1 1 / 2 0 0 3 09 :30 
R e p o r t e d : 0 5 / 0 1 / 2 0 0 3 a t 14 :58 
D i s c a r d : 0 7 / 0 1 / 2 0 0 3 
MIP-07-050 Grab Water Sample 

S i t e Code: SCOOl RFA# ET03020 
Dayton T h e r m a l / D a y t o n , OH 

4026347 

MIP07 SDG#: DCL54-01 

CAT 

No. 

01754 

01758 

09544 

00201 

00202 

00216 

00219 

00220 

00229 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8.3 

Alkalinity to pH 4 5 

Total Hardness 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 

7439-96-5 

n.a . 

n.a. 

n a 

471-34-3 

14797-65-

14797-55-

14265-45-

0 

8 

3 

As Received 

Result 

47 4 

2.6 

25. 

N.D. 

778 

1, 560 

N D. 

2.9 

N D. 

As Received 

Method 

Detection 
Limit 

0 0349 

0.00050 

0 80 

0.41 

0.41 

4 . 9 

0.015 

0.040 

1.2 

Units 

mg/1 

mg/1 

mg/1 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

1 

1 

1 

10 

1 

1 

1 

The 40 CFR P a r t 136 r e q u i r e s t h a t a n a l y s i s f o r s u l f i t e be p e r f o r m e d 
i m m e d i a t e l y ( w i t h i n 15 m i n u t e s ) upon sample c o l l e c t i o n . A l t h o u g h t h i s 
a n a l y s i s i s p e r f o r m e d p r o m p t l y upon r e c e i p t a t t h e l a b o r a t o r y , t h e r e s u l t s 
may no t be a c c e p t a b l e f o r NPDES c o m p l i a n c e m o n i t o r i n g 

00234 Chemical Oxygen Demand n a . 46 5 J 1 4 . 0 

00273 T o t a l O r g a n i c Carbon n . a . 1.8 J 0 .50 

01125 S u l f a t e ( t u r b i d i m e t r i c ) 14808 -79 -8 N.D. 75 0 

Due t o i n t e r f e r e n c e s from t h e sample m a t r i x 

t h e s u l f a t e d e t e r m i n a t i o n was i n c r e a s e d . 

08344 F e r r o u s I r o n n . a . 2 2 . 7 

t h e r e p o r t i n g l i m i t f o r 

mg/l 

mg/1 

mg/1 

1 

1 

50 

mg/1 100 

07105 Volatile Headspace Hydrocarbon 

07107 

07108 

Ethane 

Ethene 

74-84-0 

74-85-1 

12. 

3.1 

ug/1 

ug/1 

The sample for TOC analysis was subsampled from an unpreserved 

container. The original TOC container was received broken. 

CAT 
No. 
01754 
01758 
09544 
00201 
00202 

Analysis Name 
Iron 

Manganese 

Ferric Iron 
Alkalinity to pH 8.3 

Alkalinity to pH 4.5 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 6010B 1 

SW-846 6010B 1 

SW-846 6010B modified 1 

EPA 310.1 1 

EPA 310.1 1 

Date and Time 
04/21/2003 22:18 
04/21/2003 22:18 
04/30/2003 10:26 
04/12/2003 04:14 
04/12/2003 04:14 

Analyst 
Lesley A Bensinger 
Lesley A Bensinger 
Ramona V Goss 
Susan A Engle 
Susan A Engle 

Dilution 
Factor 

1 
1 
1 
1 
1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/10/2003 09:00 by DD 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
MIP-07-050 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

MIP07 SDGtt: DCL54-01 
00216 T o t a l H a r d n e s s 
00219 Nitrite Nitrogen 
00220 Nitrate Nitrogen 
00229 Sulfite 
00234 Chemical Oxygen Demand 
00273 Total Organic Carbon 
01125 Sulfate (turbidimetric) 
08344 Ferrous Iron 

07105 Volatile Headspace 
Hydrocarbon 

01848 WW SW846 ICP Digest (tot 
r ec ) 

4 0 2 6 3 4 7 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

EPA 130.2 (mod 

EPA 353.2 

EPA 353.2 

EPA 377.1 

EPA 410.1 

EPA 415.1 
EPA 375.4 

SM 18, 3500-Fe 
(modified) 
SW-846 8015B, 1 

SW-846 3005A 

ifi 

D 

•nod 

ed) 

ified 

1 

1 

1 
1 

1 
1 

1 
1 

1 

1 

04/15/2003 

04/11/2003 
04/16/2003 

04/14/2003 

04/23/2003 

04/14/2003 

04/17/2003 

04/12/2003 

04/18/2003 

04/16/2003 

09 

15 

14 

10 

05 
18 

07 

08 

12: 

21 

:48 

.21 
•54 

15 

45 

08 

:10 

30 

:52 

;10 

Susan A Eng le 
Timothy M P e t r e e 
Ramona V Goss 
M i c h e l e L Graham 
Susan A Eng le 
Timothy M P e t r e e 
Susan A Eng le 
D a n i e l S Smi th 

L i s a A J o h n s o n 

James L Mer tz 

10 
1 
1 
1 
1 
1 
50 
100 

1 

1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Lancaster 
Laboratories 

Page I of 1 

Lancaster Laboratories Sample No. WW 

Collected:04/10/2003 09:00 by DD 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
MIP-07-050-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4026348 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

MIP7F SDGtt: DCL54-02 

CAT 

No. Analysis Name 

01754 Iron 
04 001 Chemical Oxygen Demand 

CAS Number 

7439-89-6 
n.a. 

As Rece 

Result 

3.27 

N.D 

ive d 
As Received 
Method 
Detection 
Limit 

0.0349 

8.8 

Units 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

This sample was field filtered for dissolved metals and COD 

CAT 
No. 
01754 
04001 
01848 

Analysis 
Iron 
Chemical 
WW SW846 
rec) 

Name 

Oxygen Demand 
ICP Digest (tot 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 6010B 1 
EPA 410.4 1 
SW-846 3005A 1 

Date and Time 
04/21/2003 22.23 
04/15/2003 05:53 
04/16/2003 21:10 

Dilution 
Analyst Factor 
Lesley A Bensinger 1 
Susan A Engle 1 
James L Mertz 1 

M E M B E R 

Lancaster Laboratones, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page I of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 4 / 1 0 / 2 0 0 3 13 :00 b y D D 

S u b m i t t e d : 0 4 / 1 1 / 2 0 0 3 09 :30 
R e p o r t e d : 05 /01 /2003 a t 14 :58 
D i s c a r d : 07 /01 /2003 
M I P - 0 1 0 - 0 5 3 Grab Water Sample 

S i t e Code: SCOOl RFA# ET03020 
D a y t o n The rma l /Day ton , OH 

4026349 

MIPIO SDGtt: DCL54-03 

CAT 

No. 

01754 

01758 

09544 

00201 

00202 

00216 

00219 

00220 

00229 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8.3 

Alkalinity to pH 4.5 

Total Hardness 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 

7439-96-5 

n.a. 

n.a. 

n a 

471-34-3 

14797-65-0 

14797-55-8 

14265-45-3 

As Received 

Result 

275 

24 .8 

260 

N.D. 

1,260. 

3,060. 

0.061 

3.4 

N.D. 

As Received 

Method 

Detection 
Limit 

0.0349 

0.0050 

0.20 

0.41 

0.41 

24 5 

0.015 

0 040 

1 2 

Units 

mg/1 

mg/1 

mg/1 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 

mg/1 

mg/1 

Dilution 

Factor 

1 

10 

1 

1 

1 

50 

1 

1 

1 

The 40 CFR P a r t 136 r e q u i r e s t h a t a n a l y s i s f o r s u l f i t e be p e r f o r m e d 
i m m e d i a t e l y ( w i t h i n 15 m i n u t e s ) upon sample c o l l e c t i o n . A l t h o u g h t h i s 
a n a l y s i s i s pe r fo rmed p r o m p t l y upon r e c e i p t a t t h e l a b o r a t o r y , t h e r e s u l t s 
may no t be a c c e p t a b l e f o r NPDES c o m p l i a n c e m o n i t o r i n g 

00234 Chemical Oxygen Demand n . a . 260 . 1 4 . 0 
00273 T o t a l O r g a n i c Carbon n . a . 1 8 J 0 .50 
01125 S u l f a t e ( t u r b i d i m e t r i c ) 14808-79-8 N D. 3 0 . 0 

Due t o i n t e r f e r e n c e s from t h e sample m a t r i x , t h e r e p o r t i n g l i m i t f o r 
t h e s u l f a t e d e t e r m i n a t i o n was i n c r e a s e d . 

08344 F e r r o u s I r o n n a . 12 .8 0 .20 

mg/1 

mg/1 

mg/1 

1 

1 

20 

mg/1 25 

07105 Volatile Headspace Hydrocarbon 

07107 Ethane 74-84-0 25. 1.0 
07108 Ethene ' 74-85-1 11. 1.0 

The surrogate data in the original analysis is outside the QC limits. 
Results from the reanalysis are also outside the QC limits, indicating 
possible matrix interference. 

ug/1 
ug/1 

CAT 

No. 
01754 

01758 
09544 

00201 

Analysis Name 
Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8.3 

Method 
SW-846 6010B 

SW-846 6010B 

SW-846 6010B 

EPA 310.1 

Laboratory Chronicle 
Analysis 

Trialtt 
1 
1 

iified 1 
1 

Date and Time 
04/21/2003 22:36 
04/29/2003 22:06 
04/30/2003 10:08 
04/12/2003 04 14 

Analyst 
Lesley A Bensinger 
Donna R Sackett 
Ramona V Goss 
Susan A Engle 

Dilution 
Factor 
1 
10 
1 
1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax. 717-656-2681 2216 Rev. 3/10/03 



^ I ^ Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/10/2003 13:00 by DD 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
MIP-010-053 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

MIPIO SDGtt: DCL54-03 
00202 A l k a l i n i t y t o pH 4 5 
00216 T o t a l Hardness 
00219 Nitrite Nitrogen 

00220 Nitrate Nitrogen 

00229 Sulfite 

002 34 chemical Oxygen Demand 

00273 Total Organic Carbon 

01125 Sulfate (turbidimetric) 

08344 Ferrous Iron 

07105 Volatile Headspace 
Hydrocarbon 

01848 WW SW846 ICP Digest (tot 
rec) 

4026349 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

EPA 310.1 

EPA 130.2 (modified) 

EPA 353.2 

EPA 353.2 

EPA 377.1 

EPA 410.1 

EPA 415.1 

EPA 375.4 

SM 18, 3500-Fe D 
(modified) 
SW-846 8015B, modified 

SW-846 3005A 

1 
1 

1 
1 

1 
1 

1 

1 
1 

1 

1 

04/12/2003 04 14 

04/15/2003 09-48 

04/11/2003 15:22 

04/16/2003 14:56 

04/14/2003 10:15 

04/23/2003 05:45 

04/14/2003 18:16 

04/17/2003 07:10 

04/12/2003 08 30 

04/18/2003 13 23 

04/16/2003 21:10 

Susan A Engle 1 

Susan A Engle 50 

Timothy M Petree 1 

Ramona V Goss 1 

Michele L Graham 1 

Susan A Engle 1 

Timothy M Petree 1 

Susan A Engle 20 

Daniel S Smith 25 

Lisa A Johnson 1 

James L Mer tz 1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 1 of I 

Lancaster Laboratories Sample No. WW 

Collected:04/10/2003 13:00 by DD 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
MIP-OlO-053-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

MIIOF SDGtt: DCL54-04 

CAT 
No. Analysis Name 

01754 Iron 

04 001 Chemical Oxygen Demand 

4 0 2 6 3 5 0 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 

n.a. 

As Received 
Result 

0.863 

N.D. 

As Received 

Method 
Detection 
Limit 

0 0349 

8 8 

Units 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

This sample was f i e l d f i l t e r e d for d i sso lved metals and COD. 

CAT 
No. 
01754 
04001 
01848 

Analysis Name 
Iron 
Chemical Oxygen Demand 
WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 

Method Trialtt 
SW-846 6010B 1 
EPA 410.4 1 
SW-846 3005A 1 

Analysis 
Date and Time 
04/29/2003 22:20 
04/15/2003 05:53 
04/16/2003 21:10 

Analyst 
Donna R 
Susan A 
James L 

Sackett 
Engle 
Mertz 

Dilution 
Factor 
1 
1 
1 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. 

Collected: n.a. 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
Trip_Blank Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

WW 4026351 

MIPTB SDGtt: DCL54-05TB* 

CAT 

No. Analysis Name 

06291 TCL by 8260 (water) 

CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

D i l u t i o n 
F a c t o r 

02010 Methyl T e r t i a r y Bu ty l E t h e r 
05385 Chloromethane 

05386 Vinyl Chloride 

05387 Bromomethane 

05388 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 

05396 Chloroform 

05398 1, 1, 1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 

05402 1,2-Dichloroethane 

05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 

05409 Tetrachloroethene 

05411 Dibromochloromethane 

05413 Chlorobenzene 

05415 Ethylbenzene 

05418 Styrene 

05419 Bromoform 

05421 1,1, 2,2-Tetrachloroethane 

06302 Acetone 

06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1, 3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 

06310 Xylene (Total) 

A site-specifIC MSD sample was 

1634-04 -4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N 

N, 

N 

N 

N 

N 

N, 

N. 

N 

N 

N, 

N 

N 

N. 

N. 

N. 

N. 

N. 

N 

.D 

.D 

.D 

.D 

D. 

.D. 

.0. 

D. 

D. 

D. 

.D. 

D. 

.D. 

D. 

D. 

.D 

.D 

.D. 

.D. 

.D. 

.D. 

.D 

.D. 

.D. 

D. 

D. 

.0. 

D. 

D. 

,D 

,D 

D 

D. 

D. 

D. 

not submitted for the project 

0.5 

1. 

1. 

1. 

1. 

0.8 

2. 

0.8 

1 . 

0.8 

0.8 

0 8 

1. 

0.5 

1. 

1 . 

1. 

1. 

0.7 

0.8 

0.8 

1. 

0.8 

0.8 

1. 

1. 

1 . 

6 

1. 

3. 

1. 

1. 

3. 

3 

0.8 

A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/l 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



^ 1 ^ Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. 

Collected: n.a. 

WW 4026351 

Account Number: 1016 0 

Submitted: 04/11/2003 09:30 
Reported: 05/01/2003 at 14:58 
Discard: 07/01/2003 
Trip_Blank Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

MIPTB SDGtt: DCL54-05TB* 
As R e c e i v e d 

As R e c e i v e d Method 
CAS Number R e s u l t D e t e c t i o n 

L i m i t 
was performed to demonstrate precision and accuracy at a batch level. 

CAT 
No. Analysis Name Units 

Dilution 
Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/16/2003 01 05 
SW-846 5030B 1 04/16/2003 01 05 

Dilution 
Analyst Factor 
Parker D Lindstrom 1 
Parker D Lindstrom n a. 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



^ 1 ^ Lancaster 
Laboratories 

Q u a l i t y Cont ro l Summary 

Page 1 of 4 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 0 2 : 5 8 PM 

L a b o r a t o r y Compl iance Q u a l i t y C o n t r o l 

G r o u p N u m b e r : 8 4 8 1 8 0 

Analysis Name 

Batch number: 03101105101A 
Nitrite Nitrogen 

Batch number: 03102020201A 
Alltalinity to pH 4 5 

Batch number: 03102834401A 
Ferrous Iron 

Blank 
Result 

Sample 
N D. 

Sample 

Sample 
N.D. 

Blank 
MDL 

number(s): 
.015 

number(s): 

number(s): 
008 

Report LCS 
Units %REC 

4026347,4026349 
mg/1 103 

4026347,4026349 
100 

4026347,4026349 
mg/1 101 

LCSD 
%REC 

LCS/LCSD 
Limits 

90-110 

97-106 

90-112 

RPD 

Batch number: 031040H114B 
Total Organic Carbon 

Saraple number{s): 4026347,4026349 
N.D. 5 mg/1 105 39-115 

Batch number: 
Sulfite 

03104022901A 

Batch number. 03105021501A 
Total Hardness 

Batch number: 03105400101A 
Chemical Oxygen Demand 

Batch number: 03106106001A 
Nitrate Nitrogen 

Batch number- 031061848013 
Iron 
Manganese 

Batch number- 03107112501A 
Sulfate (turbidimetric) 

Batch number 
Ethane 
Ethene 

031080002A 

Saraple number(s). 4026347,4026349 
N D 1 2 mg/1 7 7 

Saraple number(s)- 4026347,4026349 
N.D .49 mg/1 as 104 

Ca 

Sample number(s) 

Sample number(s)• 
N.D 04 

Sample number(s)• 
N.D. .0349 
0.00058 0005 
J 

Sample number(s)• 
N.D 1.5 

Sample number(s): 
N.D. 1. 
N.D. 1 

4026348,4026350 
100 

4026347,4026349 
rag/1 106 

4026347-4026350 
rag/1 105 
mg/1 107 

4026347,4026349 
mg/1 100 

4026347,4026349 
ug/1 108 
ug/1 113 

68-

98-

95-

90-

91-
93-

90-

80-
80-

-103 

-107 

-107 

-110 

-114 
-110 

-110 

-120 
-120 

Batch number 03113023401A 
Chemical Oxygen Demand 

Batch nuraber. R031051AB 
Methyl Tertiary Butyl Ether 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 

Sample number(s) 

Sample number(s) 
N.D. .5 
N.D. 1. 
N.D. 1. 
N.D. 1. 
N.D. 1. 
N.D. .8 
N.D. 2. 
N.D. .8 
N.D. 1. 
N.D. .8 
N.D. .8 
N.D. .8 
N.D. 1 
N.D. .5 

4026347,4026349 
102 

4026351 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

101 
105 
108 
105 
101 
120 
108 
109 
108 
101 
102 
105 
110 
103 

101 
106 
111 
104 
101 
117 
108 
108 
104 
101 
100 
104 
111 
102 

53-125 

77-127 
63-134 
71-129 
42-126 
54-127 
79-130 
82-122 
81-124 
77-129 
84-117 
86-124 
83-127 
77-130 
85-117 

30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

*- Outside of specification 
(1) The result for one or boih determinations was less than five times the LOQ. 
(2) The bacicground result was more than four times the spilce added. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 4 

Q u a l i t y Cont ro l Summary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 02 :58 PM 

L a b o r a t o r y Compl iance Q u a l i t y C o n t r o l 

Group Number: 848180 

Analysis Name 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochlororaethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoform 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

Blank 
Result 
N.D. 
N D. 
N D. 
N.D. 
N D. 
N D. 
N D. 
N D. 
N D. 
N.D. 
N D 
N D. 
N D. 
N D 
N D. 
N D. 
N D 
N D 
N.D 
N D. 
N D 

Blank 
MDL 
1. 
1. 
1. 
1. 
.7 
.8 
.8 
1. 
8 
8 

1. 
1. 
1. 
6 
1. 
3. 
1 . 
1. 
3 
3 
8 

Report 
Units 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

LCS 
%REC 
98 
100 
100 
100 
103 
103 
100 
105 
100 
107 
104 
107 
104 
94 
116 
100 
100 
96 
102 
109 
107 

LCSD 
%REC 
95 
97 
98 
99 
103 
103 
100 
105 
100 
105 
103 
107 
104 
94 
115 
99 
100 
94 
100 
106 
106 

LCS/LCSD 
Limits 
77-132 
87-117 
80-117 
83-121 
85-115 
86-113 
82-126 
78-119 
85-115 
82-119 
84-117 
63-122 
72-119 
33-179 
83-133 
53-149 
79-114 
78-114 
63-130 
57-135 
84-120 

RPD 
4 
3 
2 
2 
0 
0 
0 
0 
0 
1 
1 
0 
0 
0 
1 
1 
0 
3 
2 
3 
1 

RPD Max 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 
30 

Sample M a t r i x Q u a l i t y C o n t r o l 

Analysis Name 

Batch nuraber 03101105101A 
Nitrite Nitrogen 

Batch number. 03102020201A 
Alkalinity to pH 8.3 
Alkalinity to pH 4.5 

Batch number. 03102834401A 
Ferrous Iron 

Batch number. 03104011114B 
Total Organic Carbon 

Batch number 03104022901A 
Sulfite 

Batch number: 03105021601A 
Total Hardness 

Batch number- 03105400101A 
Chemical Oxygen Demand 

Batch number: 03106106001A 
Nitrate Nitrogen 

Batch number: 031061848013 

MS 

%REC 

Saraple 
97 

Sample 

73 

Sample 
93 

Sample 
104 

Sample 
40 

Sample 
98 

Sample 
100 

Sample 
93 

MSD 

%REC 

number 

number 

73 

number 
97 

number 

number 
39 

number 
99 

number( 
101 

number( 

MS/MSD 

Limits 

(s) : 4026347 
90-110 

(s) 4026347 

64-130 

(s): 4026347 
40-149 

(s). 4026347 
63-136 

(s): 4026347 
29-104 

(s). 4026347 
93-115 

[s) . 4026348, 
82-111 

Is): 4026347, 
90-110 

RPD 

RPD MAX 

,4026349 

,4026349 

0 2 

,4026349 
2 5 

,4026349 

,4026349 
3 20 

,4026349 
1 2 

,4026350 
1 2 

,4026349 

BKG 

Cone 

0.020 J 

N D. 
139. 

22.7 

0 92 J 

N D. 

77.0 

8,500. 

2 9 

DUP 

Cone 

0.017 J 

N.D 
140. 

21.8 

0.82 J 

N.D. 

75.2 

8,370. 

2.8 

DUP 

RPD 

17 (1) 

0 (1) 
0 

4 

11* (1) 

200* (1) 

2 

2 

4* 

Dup 
RPD 
Max 

20 

4 
4 

20 

3 

20 

4 

4 

2 

Sample number(s): 4026347-4026350 

*- Outside of specification 
(!) The result for one or both determinations was less than five times the LOQ 
(2) The background result was more than four times the spike added 

Lancaster Laboratories, Inc 
2425 Nevu Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 
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Lancaster 
Laboratories 

Page 3 of 4 

Q u a l i t y Cont ro l Summary 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 02:58 PM 

Group Number: 848180 

Sample M a t r i x Q u a l i t y C o n t r o l 

Analysis Name 
Iron 
Manganese 

Batch number 03107112501A 
Sulfate (turbidimetric) 

Batch nuraber: 031080002A 
Ethane 
Ethene 

Batch number: 03113023401A 
Chemical Oxygen Demand 

Batch number: R031051AB 
Methyl Tertiary Butyl Ether 
Chloromethane 
Vinyl Chloride 
Bromomethane 
Chloroethane 
1,1-Dichloroethene 
Methylene Chloride 
trans-1,2-Dichloroethene 
1,1-Dichloroethane 
cis-1,2-Dichloroethene 
Chloroform 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Benzene 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
Toluene 
1,1,2-Trichloroethane 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
Ethylbenzene 
Styrene 
Broraoforra 
1,1,2,2-Tetrachloroethane 
Acetone 
Carbon Disulfide 
2-Butanone 
trans-1,3-Dichloropropene 
cis-1,3-Dichloropropene 
4-Methyl-2-pentanone 
2-Hexanone 
Xylene (Total) 

MS 

%REC 
(2) 
106 

MSD 

%REC 
(2) 
108 

MS/MSD 

Limits 
75-125 
85-111 

RPD 
7 
1 

RPD 

MAX 
20 
20 

BKG 

Cone 
6 2 
0 44 

DUP 

Cone 
5.9 
0.45 

DUP 

RPD 
5 
2 

Dup 
RPD 
Max 
20 
20 

Sample number(s). 4026347,402634 9 
98 100 69-124 1 4 28.2 28.7 

Sample number(s). 4026347,402634 9 
9S 98 74-121 0 20 
108 108 73-133 0 20 

Sample number(s). 4026347,4026349 
104 104 67-132 7 20 889,000. 890,000. 13 

Sample number(s): 4026351 
102 
109 
112 
108 
104 
126 
112 
114 
110 
106 
107 
116 
126 
108 
100 
104 
105 
104 
110 
104 
107 
111 
104 
111 
105 
110 
103 
92 
125 
97 
100 
96 
99 
106 
111 

69-134 
66-142 
64-148 
48-132 
58-136 
78-146 
80-126 
82-133 
79-135 
83-126 
77-133 
82-135 
73-144 
83-128 
73-136 
75-135 
81-121 
81-127 
83-127 
77-125 
75-143 
73-119 
83-120 
82-134 
67-137 
64-119 
69-121 
26-148 
78-150 
42-140 
75-117 
76-117 
59-132 
53-134 
82-130 

Surrogate Quality Control 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 Nevi/ Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



Lancaster 
Laboratories 

Quality Control Summary 

Page 4 of 4 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 02 :58 PM 

S u r r o g a t e Q u a l i t y C o n t r o l 
Analysis Name Volatile Headspace Hydrocarbon 
Batch number 031080002A 

Propene 

Group Number: 848180 

4026347 
4026349 
Blank 
LCS 
MS 
MSD 

Limits: 

104 
135* 
106 
119 
110 
109 

74-120 

Analysis Name: TCL by 8260 (water) 
Batch number- R031051AB 

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene 

4026351 
Blank 
LCS 
LCSD 
MS 

93 
92 
87 

88 
92 
92 
93 

94 
91 
93 
92 
92 

85 
86 
94 
93 
94 

Limits: 31-120 32-112 35-112 33-113 

*- Outside of specification 
(1) The result for one or both determinations was less than five limes the LOQ 
(2) The background result was more than four times the spike added. 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 
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ANALYTICAL RESULTS 

Prepared for-

DaimlerChrysler Corporaiion 
PO Box 531933 

Livonia Ml 48l.'i3-7933 
248-576-.5741 

Prepared by 

Lancaster Laboratones 
242.5 New Holland Pike 

Lancasier, PA 17605-242.5 

SAMPLE GROUP 

The sample group for this submittal is 848-'^05. Samples arrived at the laboratory on Saturday, April 12, 
2003. The P0# for this group is N99C403749-B. 

Client Descnpiion 
MIP-03-045 Grab Water Sample 
MIP-03-045-Filtered Grab Water Sample 

Lancaster Labs Number 
4026934 
4026935 

I COPY TO 
1 COPY TO 

Earth Tech 
Earth Tech 

Attn Ms. Lisa Smith 
Attn Mr Justin Kelley 

Questions? Contact your Client Services Representative 
Katherine A Klinefelter at (717) 656-2300 

Respectfully Submitted, 

• . - ' / 

;"•: Ŝ :. Chemist -̂_ 

M E M B E R 

Lancaster Laboratones, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Laboratories 
Page I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/ll/2003 14:00 by DD 

Submitted: 04/12/2003 10:15 
Reported: 05/01/2003 at 14:59 
Discard: 07/01/2003 
MIP-03-045 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

03045 SDG#: DCL59-01 

4026934 

Account Number: 1016 0 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAS Number 

7439-89-6 

7439-96-5 

n.a 
n.a. 

n .a 

471-34-3 

As Received 

Result 

42.9 

2.9 

30. 

N.D 

835 

2, 150 

CAT 

No. Analysis Name 

01754 Iron 

01758 Manganese 

09544 Ferric Iron 

00201 Alkalinity to pH 8.3 

00202 Alkalinity to pH 4.5 

00216 Total Hardness 

00219 Nitrite Nitrogen 14797-65-0 0.10 

00220 Nitrate Nitrogen 14797-55-8 3.8 

Matrix QC was perforraed on this sample for the Nitrate Nitrogen analysis. The 

matrix spike QC type showed a matrix bias. 

00229 Sulfite 14265-45-3 N.D. 1 2 

The 40 CFR Part 136 requires that analysis for sulfite be performed 
immediately (within 15 minutes) upon saraple collection. Although this 
analysis is performed promptly upon receipt at the laboratory, the results 
may not be acceptable for NPDES compliance monitoring. 

00234 Chemical Oxygen Demand n.a. 54.3 14.0 

00273 Total Organic Carbon n.a. 4.8 0 50 

01125 Sulfate (turbidimetric) 14808-79-8 N.D. 49.5 

Due to interferences from the sample matrix, the reporting limit for 

the sulfate determination was increased. 

08344 Ferrous Iron n.a. 13.3 0 16 

As Received 

Method 

Detection 
Limit 

0 0349 
0 00050 

0 16 

0 41 

0 41 

24 .5 

0 015 
0 040 

Units 

rag/1 

rag/1 

rag/1 

rag /1 as 
CaC03 

mg/1 as 
CaC03 

rag/1 as 
CaC03 

mg/1 

rag/1 

Dilution 

Factor 

1 
1 
1 

1 

1 

50 

1 
1 

mg/1 

rag/1 

rag/1 

rag/1 

1 

1 
33 

mg/1 20 

07105 Volatile Headspace Hydrocarbon 

07107 

07108 

Ethane 

Ethene 

74-84-0 

74-85-1 

4 .4 

1.4 

1 0 

1 0 

ug/1 

ug/1 

CAT 
No. 
01754 
01758 
09544 
00201 
00202 

Analysis Name 
Iron 
Manganese 
Ferric Iron 
Alkalinity to pH 8.3 
Alkalinity to pH 4.5 

Laboratory Chronicle 
TUialysis 

Trial# 
1 
1 
1 
1 
1 

Method 
SW-846 6010B 
SW-846 6010B 
SW846 6010B modified 

EPA 310.1 

EPA 310.1 

Date and Time 
04/21/2003 22.45 
04/21/2003 22-45 
04/30/2003 10-30 
04/15/2003 04:40 
04/15/2003 04:40 

Analyst 
Lesley A Bensinger 
Lesley A Bensinger 
Ramona V Goss 
Susan A Engle 
Susan A Engle 

Dilution 
Factor 

1 
1 
1 

1 
1 

M E M B 

Lancaster Laboratories, Inc 
2425 New Hollanci Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



Laboratories 
Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 4026934 

C o l l e c t e d : 0 4 / l l / 2 0 0 3 14 :00 b y D D 

S u b m i t t e d : 0 4 / 1 2 / 2 0 0 3 10 :15 
R e p o r t e d : 0 5 / 0 1 / 2 0 0 3 a t 14 :59 
D i s c a r d : 07 /01 /2003 
MIP-03-045 Grab Water Sample 

S i t e Code: SCOOl RFAtt ET03020 
Dayton The rma l /Day ton , OH 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

03045 SDGtt: DCL59-01 
00216 Total Hardness 
00219 Nitrite Nitrogen 
00220 Nitrate Nitrogen 
00229 Sulfite 
00234 Chemical Oxygen Demand 
00273 Total Organic Carbon 
01125 Sulfate (turbidiraetric) 
0834 4 Ferrous Iron 

07105 Volatile Headspace 
Hydrocarbon 

01848 WW SW846 ICP Digest (tot 
rec) 

EPA 130 2 (mod: 

EPA 353 2 
EPA 353 2 

EPA 377 1 

EPA 410 1 

EPA 415 1 

EPA 375.4 

SM 18, 3500-Fe 
(modified) 
SW-846 8015B, i 

SW-846 3005A 

ifi 

D 

•nod 

ed) 

if led 

1 

1 
1 

1 

1 
1 

1 
1 

1 

1 

04/15/2003 

04/12/2003 

04/16/2003 

04/14/2003 

04/23/2003 

04/22/2003 

04/17/2003 

04/12/2003 

04/18/2003 

04/16/2003 

09 

11 

15 

10 

05 

13 

07 

11 

13 

21 

:48 

•45 

16 

•15 

•45 

•32 

.10 

:00 

:44 

:10 

Susan A Engle 50 
Michelle A Bolton 1 
Ramona V Goss 1 
Michele L Graham 1 
Susan A Engle 1 
Timothy M Petree 1 
Susan A Engle 33 
Daniel S Sraith 20 

Lisa A Johnson 1 

James L Mertz 1 

Lancaster Laboratones, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2581 2216 Rev. 3/10/03 
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Lancaster 
Laboratories 

Page 1 of 1 

Lancaster Laboratories Sample No. WW 

Collected:04/11/2003 14:00 by DD 

Submitted: 04/12/2003 10:15 
Reported: 05/01/2003 at 14:59 
Discard: 07/01/2003 
MIP-03-045-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4026935 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

3045F SDGtt: DCL59-02* 

CAT 

No. Analysis Name 

01754 Iron 

04001 Chemical Oxygen Demand 

CAS Number 

7439-89-6 

n.a . 

As Receive 

Result 

5 45 

9.6 J 

d 
As Received 

Method 

Detection 
Limit 

0.0349 

8 8 

Units 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

This sample was field filtered for dissolved metals and COD 

CAT 

No. 

01754 

04001 

01848 

Analysis Name 

Iron 

Chemical Oxygen Demand 

WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 6010B 1 04/21/2003 22:49 
EPA 410.4 1 04/15/2003 05:53 
SW-846 3005A 1 04/16/2003 21:10 

Tinalyst 
Lesley A Bensinger 

Susan A Engle 

James L Mertz 

Dilution 
Factor 

1 
1 
1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Laboratories 

Q u a l i t y Cont ro l Summary 

Page I of 2 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 0 2 : 5 9 PM 

L a b o r a t o r y Compl iance Q u a l i t y C o n t r o l 

G r o u p N u m b e r : 8 4 8 3 0 5 

Ana l ' y s i s Name 

Ba tch number: 03102105101B 
N i t r i t e N i t r o g e n 

Ba tch number- 03102834401A 
F e r r o u s I r o n 

B a t c h number: 03104022901A 
S u l f i t e 

Ba t ch nuraber: 03105020201A 
A l k a l i n i t y t o pH 4 . 5 

Ba tch nuraber: 03105021601A 
T o t a l Ha rdnes s 

B a t c h number: 03105400101A 
Cheraical Oxygen Demand 

Ba tch number: 03106106001B 
N i t r a t e N i t r o g e n 

Ba tch number 031061848013 
I r o n 
Manganese 

Ba tch number. 03107112501A 
S u l f a t e ( t u r b i d i m e t r i c ) 

B a t c h number. 031080002A 
E t h a n e 
E t h e n e 

B a t c h number: 03112011111A 
T o t a l O r g a n i c Carbon 

Ba tch number: 03113023401A 
Chemica l Oxygen Deraand 

Blank 
Result 

Sample 
N D. 

Sample 
N.D. 

Sample 
N.D 

Sample 

Sample 
N D. 

Sample 

Sample 
N.D 

Sample 
N D 
0.00058 
J 

Sample 
N.D. 

Sample 
N.D. 
N.D 

Sample 
0.55 J 

Sample 

Blank 
MDL 

number(s): 
015 

number(s): 
.008 

number(s): 
1 .2 

nuraber(s): 

number(s): 
.49 

number(s): 

number(s): 
04 

number(s): 
.0349 
.0005 

number(s): 
1.5 

nuraber(s) : 
1. 
1 

number(s): 
5 

number(s): 

Report 
Units 

4026934 
mg/1 

4026934 
rag/1 

4026934 
mg/1 

4026934 

4026934 
mg/1 as 
Ca 

4026935 

4026934 
rag/1 

LCS 
%REC 

108 

101 

77 

101 

104 

100 

106 

4026934-4026935 
mg/1 105 
mg/1 107 

4026934 
rag/1 

4026934 
ug/1 
ug/1 

4026934 
mg/1 

4026934 

100 

108 
113 

95 

LCSD 
%REC 

LCS/LCSD 
Limits 

90-110 

90-112 

68-103 

98-103 

98-107 

95-107 

90-110 

91-114 
93-110 

90-110 

80-120 
80-120 

89-115 

RPD Max 

1 0 2 53-125 

A n a l v s i s Name 

B a t c h number: 03102105101B 
N i t r i t e N i t r o g e n 

B a t c h number: 03102834401A 
F e r r o u s I r o n 

Sample Matrix Quality Control 

MS 

%REC 

MSD 

%REC 

MS/MSD 

Limits RPD 

RPD 

MAX 

BKG 

Cone 

DUP 

Cone 

DUP 

RPD 

Dup 
RPD 
Max 

Sample number(s): 4026934 
52* 90-110 

Sample number(s): 4026934 
93 97 40-149 2 

0.90 

22 7 

0 . 90 

21.8 

20 

20 

Batch number: 03104022901A Sample number(s): 4026934 

*- Outside of specification 

(1) The result for one or both determinations was less than five times the LOQ 

(2) The background result was more than four times the spike added 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



WKî Mm&M 

Laboratories 

Q u a l i t y Cont ro l Sxunmary 

Page 2 of 2 

C l i e n t Name: D a i m l e r C h r y s l e r C o r p o r a t i o n 
R e p o r t e d : 0 5 / 0 1 / 0 3 a t 02 :59 PM 

Sample M a t r i x Q u a l i t y C o n t r o l 

Group Number: 84 83 05 

Anal^ysis Name 
S u l f i t e 

Ba t ch number^ 03105020201A 
A l k a l i n i t y t o pH 8 .3 
A l k a l i n i t y t o pH 4 . 5 

Ba tch number : 03105021601A 
T o t a l H a r d n e s s 

MS 

%REC 
40 

Sample 

102 

MSD 

%REC 
39 

number 

100 

MS/MSD 

Limits RPD 
29-104 3 

(s): 4026934 

64-130 0 

RPD 

MAX 
20 

2 

BKG 

Cone 
N D 

N.D. 
547. 

DUP 

Cone 
N.D. 

N.D. 
548 

DUP 

RPD 
200* (1) 

0 (1) 
0 

Dup 
RPD 
Max 
20 

4 
4 

Sample n u m b e r ( s ) : 4026934 
98 99 93-115 1 75 2 

Batch number^ 03105400101A 
Chemical Oxygen Demand 

Batch number. 03106106001B 
Nitrate Nitrogen 

Sample number(s): 4026935 
100 101 82-111 1 

Sample number(s): 4026934 
117* 90-110 

8,500. 

3 .9 

8,370. 

4 .3 

Batch number 
Iron 
Manganese 

031061848013 Sample 
(2) 
106 

number 
(2) 
108 

(s): 4026934-4026935 
75-125 7 20 
85-111 1 20 

6 2 
0.44 

5.9 
0.45 

5 
2 

20 
20 

Batch number: 03107112501A 
Sulfate (turbidimetric) 

Batch number: 031080002A 
Ethane 
Ethene 

Saraple number(s): 4026934 
98 100 69-124 1 4 

Sample number(s) : 4026934 
98 98 74-121 0 20 
108 108 73-133 0 20 

28 2 28.7 

Batch number. 03112011111A 
Total Organic Carbon 

Batch number. 03113023401A 
Chemical Oxygen Demand 

Sample number(s): 4026934 
82 63-136 

Sample number(s): 4026934 
104 104 67-132 7 20 )9,000. 

4 .0 

890,000. 

0 (1) 

13 

Surrogate Quality Control 

Analysis Name: Volatile Headspace Hydrocarbon 
Batch number: 031080002A 

Propene 

4026934 
Blank 
LCS 
MS 
MSD 

Liraits : 

97 
106 
119 
110 
109 

74-120 

*- Outside of specification 
(1) The result for one or both determinations was less than five times the LOQ. 
(2) The background result was more than four times the spike added. 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax. 717-656-2681 2216 Rev 3/10/03 
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Lancaster 
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ANALYTICAL RESULTS 

Prepared for: 

DaimlerChrysler Corporation 
PO Box .'537933 

Livonia Ml 48153-7933 
248-576-.5741 

Prepared by. 

Lancasier Laboratories 
2425 New Holland Pike 

Lancaster, PA 17605-2425 

SAMPLE GROUP 

The sample group for ihis submittal is 848812. Samples arrived at ihe laboratory on Thursday. Apr i l 17. 

2003. The PO# for this group is N99C403749-B. 

Ciienl Description 

PZ0.34D-041503 Grab Water Sample 
PZ034I-041503 Grab Water Sample 
M W034S-041.503 Grab Water Sample 
MW040S-041503 Grab Water Sample 
PZ040D-04I503 Grab Wafer Sample 
PZ040I-041503 Grab Water Sample 
MW032S-041603 Grab Water Sample 
PZ0321-041603 Grab Water Sample 
PZ032D-041603 Grab Water Sample 
PZ032D-041603-Fil(ered Grab Water Sample 
PZ037D-041603 Grab Water Sample 
PZ037I-041603 Grab Water Sample 
PZ037I-041603-DUP Grab Water Sample 
MW037S-041603 Grab Water Sample 
MW037S-041603-Filtered Grab Water Sample 
PZ040D-041603 Grab Water Sample 
PZ040D-041603-Filtered Grab Water Sample 
PZ034I-041603 Grab Water Sample 
PZ034I-041603-Filtered Grab Water Sample 
TB03091 Water Sample 
MIP-05-45 Grab Water Sample 
MIP-05-45-Filtered Grab Water Sample 
MIP-06-45 Grab Water Sample 
MIP-06-45-Filtered Grab Water Sample 
MIP-09-65 Grab Water Sample 
MIP-09-65-Fil lered Grab Water Sample 

Lancasier Labs Number 

4028973 
4028974 
4028975 
4028976 
4028977 
4028978 
4028979 
4028980 
4028981 
4028982 
4028983 
4028984 
4028985 
4028986 
4028987 
4028988 
4028989 
4028990 
4028991 
4028992 
4028993 
4028994 
4028995 
4028996 
4028997 
4028998 

M E M 
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PO Box 12425 
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Earth Tech 
Earth Tech 

Attn: Ms. Lisa Smith 
Attn. Mr. Justin Kelley 

Questions? Contact your Client Services Representative 
Katherine A Klinefelter at (717) 656-2.300 

Respectfully Submitted, 

Erik J. Frederiksen 
Group Leader 
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Laboratories 
Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 15:50 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ034D-041503 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

2034D SDG#: DCL63-01 

4 0 2 8 9 7 3 

CAT 
No. A n a l y s i s Name 

06291 TCL by 8260 (wa t e r ) 

CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
U n i t s 

D i l u t i o n 
F a c t o r 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N.D 

N.D 

N D. 

N D 

N.D 

N.D 

N D. 

N D 

N.D. 

N D 

N D 

N D. 

N D. 

N.D 

N D 

N.D. 

N.D 

N D 

N.D. 

N.D. 

N.D 

N.D 

N D. 

N D 

N D. 

N.D. 

N.D. 

N D. 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N D. 

0 

1 

1 

1 

1 

0 

2 

0 

1 

0 

0 

0 

1 

0 

1 

1 

1 

1 

0 

0 

0 

1 

0 

0 

1 

1 

1 

6 

1. 

3 

1 

1 

3. 

3 

0 

5 

8 

8 

8 

8 

8 

5 

7 

8 

8 

8 

8 

8 

for the project A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

,ug/l 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
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^ 1 ^ Lancaster 
Laboratories 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 4 / 1 5 / 2 0 0 3 15 :50 by BE 

4 0 2 8 9 7 3 

Account Number: 10160 

S u b m i t t e d : 04 /17 /2003 09 :15 
R e p o r t e d : 05 /12 /2003 a t 1 0 : 3 1 
D i s c a r d : 0 7 / 1 2 / 2 0 0 3 
PZ034D-041503 Grab Water Sample 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

S i t e Code: SCOOl RFA# ET03020 
Dayton The rma l /Day ton , OH 

Z034D SDG#: DCL63-01 
As R e c e i v e d 

As R e c e i v e d Method 
CAS Number R e s u l t D e t e c t i o n 

L i m i t 
w a s p e r f o r m e d t o d e m o n s t r a t e p r e c i s i o n a n d a c c u r a c y a t a b a t c h l e v e l 

CAT 

N o . A n a l y s i s Name U n i t s 

D i l u t i o n 

F a c t o r 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 B260B 1 04/18/2003 18.19 
SW-846 5030B 1 04/18/2003 18 19 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 
1 
n.a. 

M E M B E R „ „ „ „ . - , 
™ PO Box 12425 

Lancaster Laboratories, Inc 
2425 New Holland Pike 

Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 15:55 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ034I-041503 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

4028974 

Account Number: 1016 0 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

Z034I 

CAT 

N o . 

SDGtt: DCL63-02 

A n a l y s i s Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

06291 TCL by 8260 (water) 

U n i t s 
D i l u t i o n 
F a c t o r 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl -Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N.D. 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N D. 

N D. 

N.D. 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D 

N.D 

N.D. 

for the project 

0 

1 

1 

1 

1 

0 

2 

0 

1 

0 

0 

0 

1 

0 

1 

1 

1 

1 

0 

0 

0 

1 

0 

0 

1 

1 

1 

6 

1 

3 

1 

1 

3 

3 

0 

5 

8 

8 

8 

8 

8 

5 

7 

8 

8 

8 

8 

8 

A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 
ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

M E M B E R 
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2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Lancaster 
Laboratories 

MlYii^^f>M 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 15:55 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ034I-041503 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

4028974 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

Z034I SDGtt: DCL63-02 
As R e c e i v e d 

As R e c e i v e d Method 
CAS Number R e s u l t D e t e c t i o n 

L i m i t 
was performed to demonstrate p rec i s ion and accuracy a t a batch l e v e l . 

CAT 

No. Analysis Name 
Dilution 

Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/21/2003 10.44 
SW-846 5030B 1 04/21/2003 10:44 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 

1 
n a . 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 
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Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 16:35 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
MW034S-041503 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

M034S SDGtt: DCL63-03 

CAT 
No. A n a l y s i s Name 

06291 TCL by 8260 (wa te r ) 

4 0 2 8 9 7 5 

CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

D i l u t i o n 
F a c t o r 

02010 Methyl T e r t i a r y Bu ty l E t h e r 
05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05388 Chloroethane 
05390 1,1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 

05399 Carbon Tetrachloride 
05401 Benzene 

05402 1, 2-Dichloroethane 
05403 Trichloroethene 

05404 1,2-Dichloropropane 

05406 Bromodichloromethane 
05407 Toluene 

05408 1, 1, 2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 

05421 1, 1,2, 2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 

06306 trans-1,3-Dichloropropene 

06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 
06309 2-Hexanone 

06310 Xylene (Total) 
A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

l()8-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

N D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

5 

1. 

210. 

N D 

2 

N.D. 

N D. 

N.D. 

1,700 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

8 

0 

1 

1 

1 

1 

0 

2 

0 8 

1. 

0 . 8 

0 . 8 
0.8 

1 . 
0.5 
1 . 
10. 
1 . 

1 . 
0.7 
0.8 
0.8 
1 . 
0.8 
0.8 
1 . 
1. 
1 . 
6. 
1 . 
3 . 
1 . 
1 . 
3 . 
3 . 
0.8 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

10 

not submitted for the project. A LCS/LCSD 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



Laboratories 
Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 16:35 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
MW034S-041503 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028975 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

M034S 

CAT 

N o . 

SDGtt: DCL63-03 
As Received 

As Received Method 

CAS Number Result Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Analysis Name 
Dilution 
Factor 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 

Method Trialtt 

SW-846 8260B 1 

SW-846 8260B 1 

SW-846 5030B 1 

SW-846 5030B 2 

Analysis 

Date and Time 
04/18/2003 19:33 

04/21/2003 11 09 

04/18/2003 19 33 

04/21/2003 11:09 

Analyst 
Elizabeth 

Elizabeth 

Elizabeth 

Elizabeth 

M 
M 
M 
M 

Taylor 

Taylor 

Taylor 

Taylor 

Dilution 
Factor 
1 
10 
n.a. 

n a . 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 
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Lancaster 
Laboratories 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 18:20 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
MW040S-041503 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

M040S SDGtt: DCL63-04 

4028976 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

06291 TCL by 8260 (water) 

As Received 
Method 

Detection 
Limit 

Dilution 
Factor 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride-

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1, 2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N D. 

N D. 

N D. 

N D. 

N D. 

N.D. 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N D. 

N D. 

N D. 

N D. 

N.D 

N.D. 

N.D 

for the pro] 
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Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
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^ T ^ Lancaster 
Laboratories 

Page 2 of 2 

L a n c a s t e r L a b o r a t o r i e s S a m p l e N o . WW 

C o l l e c t e d : 0 4 / 1 5 / 2 0 0 3 18 :20 by BE 

4028976 

Account Number: 10160 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
MW040S-041503 Grab Water Sample 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

M040S 

CAT 

N o . 

SDGtt: DCL63-04 

A n a l y s i s Name 
As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 

CAS Number R e s u l t D e t e c t i o n 
L i m i t 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

Dilution 
Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
011G3 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 

SW-846 8260B 1 04/18/2003 19.57 

SW-846 5030B 1 04/18/2003 19:57 

Analyst 

Elizabeth M Taylor 

Elizabeth M Taylor 

Dilution 

Factor 

1 

n a . 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax- 717-656-2681 2216 Rev 3/10/03 



# 

.ancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 18:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ040D-041503 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028977 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

SDGU: DCL63-05 Z040D 

CAT 

No. Analysis Name 

06291 TCL by 8260 (water) 

CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

Dilution 

Factor 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

for the project. 
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Lancaster Laboratories, Inc 
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Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 18:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ040D-041503 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028977 

Z040D 

CAT 

No. 

SDGtt: DCL63-05 

Analysis Name 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAS Number 

As Received 

Result 

As Received 

Method 
Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

Dilution 
Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/18/2003 20:22 
SW-846 5030B 1 04/18/2003 20-22 

Dilution 
Analyst Factor 
Elizabeth M Taylor 1 
Elizabeth M Taylor n a. 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Lancaster 
Laboratories 

Page I of 2 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 

C o l l e c t e d : 0 4 / 1 5 / 2 0 0 3 18 :55 by BE 

S u b m i t t e d : 0 4 / 1 7 / 2 0 0 3 09 :15 
R e p o r t e d : 0 5 / 1 2 / 2 0 0 3 a t 1 0 : 3 1 
D i s c a r d : 0 7 / 1 2 / 2 0 0 3 
PZ040I-041503 Grab Water Sample 

S i t e Code: SCOOl RFAtt ET03020 
Dayton T h e r m a l / D a y t o n , OH 

4028978 

Z04OI 

CAT 

N o . 

SDGtt: DCL63-06 

A n a l y s i s Name 

06291 TCL by 8260 (wa te r ) 

02010 Methyl T e r t i a r y Bu ty l E t h e r 
05385 Chloromethane 

05386 Vinyl Chloride 
05387 Bromomethane 

05388 Chloroethane 

05390 1, 1-Dichloroethene 

05391 Methylene Chloride 

05392 trans-1,2-Dichloroethene 

05393 1,1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1, 1, 1-Trichloroethane 
05399 Carbon Tetrachloride 
05401 Benzene 

05402 1, 2-Dichloroethane 

05403 Trichloroethene 
05404 1, 2-Dichloropropane 
054 06 Bromodichloromethane 

05407 Toluene 

05408 1,1,2-Trichloroethane 
05409 Tetrachloroethene 

0 5411 Dibromochloromethane 
05413 Chlorobenzene 

05415 Ethylbenzene 

05418 Styrene 
0 5419 Bromoform 

05421 1, 1, 2, 2-Tetrachloroethane 
06302 Acetone 

06303 Carbon Disulfide 
06305 2-Butanone 

06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 
06308 4-Methyl-2-pentanone 
0630 9 2-Hexanone 

06310 Xylene (Total) 

A site-specific MSD sample was 

CAS N u m b e r 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

N 

N 

N 

N, 

N, 

N, 

N 

N, 

N 
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N. 

N. 

N. 

N 

N. 
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N. 

N. 

N, 

N 
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.0 

.D 

D. 

D. 
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.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

D. 

.D. 

.D. 

.D. 

.D. 

.D 

.D. 

.D. 

.D. 

.D. 

.D. 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 

Factor 

not submitted for the project A 
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Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Lancaster Laboratories Sample No. WW 

Collected:04/15/2003 18:55 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:31 
Discard: 07/12/2003 
PZ040I-041503 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z04OI SDGtt: DCL63-06 

CAT 

No. Analysis Name 

4028978 

Page 2 of 2 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAS Number 

As Received 
Result 

As Received 

Method 

Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Dilution 
Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/18/2003 20 46 
SW-846 5030B 1 04/18/2003 20 46 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 

1 
n a . 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:00 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
MW032S-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028979 

M032S SDGtt: DCL63-07 

CAT 
No. Analysis Name 

06291 TCL by 8260 (water) 

CAS Number 

Account Number: 1016 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

D i l u t i o n 
F a c t o r 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1, 2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 

1, 1, 2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N D 

N D 

N.D 

N.D 

N.D. 

N.D. 

N.D. 

N.D. 

2. J 

3. J 

1. J 

7. 

N.D 

N D. 

N D. 

270. 

N D. 

N D 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D 

N.D. 

N.D 

N D. 

N D 

N.D 

N D 

N D 

for the project. 
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ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

4 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

M E M B 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:00 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
MW032S-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

M032S SDGtt: DCL63-07 

4028979 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAT 

No. Analysis Name CAS Number 

As Received 
Result 

As Received 

Method 

Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

Dilution 
Factor 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
04/18/2003 21 11 
04/21/2003 11 33 
04/18/2003 21:11 
04/21/2003 11:33 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 
1 
4 
n.a. 
n.a. 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax. 717-656-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:10 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032I-041603 Grab Water Sample 

Site Code: SCOOl RFA# ET03020 
Dayton Thermal/Dayton, OH 

Z032I SDGtt: DCL63-08 

4028980 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAT 

No. Analysis Name CAS Number 

As Received 

Result 

As Received 
Method 
Detection 
Limit 

06291 TCL by 8260 (water) 

Units 

Dilution 

Factor 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrac:hloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N D 

N.D 

N D 

N.D 

N.D. 

N.D 

N.D 

0.9 J 

1. J 

7. 

N.D. 

3. J 

N.D. 

N.D. 

N.D. 

340. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N D. 

for the pro] 

0 

1 

1 

1 

1 

0 

2 

0 

1 

0 

0 

0 

1 

0 

1 

3 

1 

1 

0 

0 

0 

1 

0 

0 

1 

1 

1 

6 

1 

3 

1 

1 

3 

3 

0 

5 

8 

8 

8 

8 

8 

5 

7 

8 

8 

8 

8 

8 

ect. A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 
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Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:10 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032I-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028980 

Z032I 

CAT 

No. 

SDGtt: DCL63-08 

Analysis Name 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAS Number 

As Received 

Result 

As Received 

Method 

Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Dilution 

Factor 

CAT 

No. 

06291 

06291 

01163 

01163 

Analysis Name 

TCL by 8260 (water) 

TCL by 8260 (water) 

GC/MS VOA Water Prep 

GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 

SW-846 8260B 1 

SW-846 8260B 1 

SW-846 5030B 1 

SW-846 5030B 2 

Date and Time 

04/18/2003 21.35 

04/21/2003 11.58 

04/18/2003 21:35 

04/21/2003 11.58 

Analyst 

Elizabeth M Taylor 

Elizabeth M Taylor 

Elizabeth M Taylor 

Elizabeth M Taylor 

Dilution 

Factor 

1 

2 5 

n.a . 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-555-2681 2216 Rev. 3/10/03 
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Page 1 of 3 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4 0 2 8 9 8 1 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

Z032D 

CAT 

No. 

01754 

01758 

09584 

00201 

00202 

00216 

00219 

00220 

00229 

SDGtt: DCL63-09 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8 3 

Alkalinity to pH 4.5 

Total Hardness 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

00273 
01125 
04001 
08344 

CAS Number 

7439-89-6 

7439-96-5 

n . a 

n. a 

n . a 

471-34-3 

14797-65-0 

14797-55-8 

14265-45-3 

As Received 

Result 

11 0 

0.29 

7.6 

N.D 

406. 

569. 

N.D. 

N D. 

N.D. 

As Received 

Method 

Detection 
Limit 

0.035 

0 00050 

0 16 

0 41 

0.41 

1 .6 

0.015 

0 040 

1 2 

Units 

mg/1 

mg/1 

mg/1 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

1 

1 

1 

3.3333 

1 

1 

1 

The 40 CFR P a r t 136 r e q u i r e s t h a t a n a l y s i s f o r s u l f i t e be p e r f o r m e d 
i m m e d i a t e l y ( w i t h i n 15 m i n u t e s ) upon sample c o l l e c t i o n . A l t h o u g h t h i s 
a n a l y s i s i s pe r fo rmed p r o m p t l y upon r e c e i p t a t t h e l a b o r a t o r y , t h e r e s u l t s 
may not be a c c e p t a b l e f o r NPDES c o m p l i a n c e m o n i t o r i n g 
T o t a l Organ ic Carbon n . a . 1.8 J 0 .50 
S u l f a t e ( t u r b i d i m e t r i c ) 14808-79-8 97 0 7 .5 
Chemical Oxygen Demand n a 9 .6 J 8 8 

F e r r o u s I r o n 0 .16 

mg/1 

mg/1 

mg/1 

mg/1 

1 

5 

1 

20 

07105 Volatile Headspace Hydrocarbon 

07107 

07108 

Ethane 

Ethene 

74-84-0 

74-85-1 

N.D. 

N.D. 

1.0 
1 .0 

ug/1 
ug/1 

06291 TCL by 8260 (water) 

02010 Methyl Tertiary Butyl Ether 
05385 Chloromethane 
05386 Vinyl Chloride 
053 87 Bromomethane 
05388 Chloroethane 

05390 1,1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 

05395 cis-1,2-Dichloroethene 
05396 Chloroform 

05398 1,1,1-Trichloroethane 
053 99 Carbon Tetrachloride 

05401 Benzene 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

N, 

N, 

N 

N 

N, 

N, 

N 

N 

N 

2 

N 

N, 

N 

N 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D. 

.D 

.D. 

D. 

0 5 
1 
1 . 
1 
1 . 
0 . 8 
2 . 
0 .8 
1 . 
0 .8 
0 .8 
0 8 
1 
0 5 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



Page 2 of .3 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4 0 2 8 9 8 1 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

Z032D 

CAT 

No. 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

SDGtt: DCL63-09 

Analysis Name 

1,2-Dichloroethane 

Trichloroethene 

1,2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

CAS Number 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

As Received 

Result 

N.D. 

160. 

N D. 

N.D. 

N D. 

N.D 

N.D 

N.D 

N.D. 

N.D. 

N.D. 

N.D 

N.D 

N.D 

N.D 

N.D. 

N.D 

N D. 

N D. 

N.D 

N.D. 

As Received 

Method 

Detection 
Limit 

1. 

1 

1 . 

1. 

0 

0. 

0. 

i. 
0. 

0. 

1. 

1. 

1. 

6 

1 

3 

1 . 

1 

3 . 

3 

0 

7 

8 

.8 

,8 

.8 

8 

Units 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

Dilution 

Factor 

A s i t e - s p e c i f i c MSD sample was not submitted for the p r o j e c t . A LCS/LCSD 
was performed to demonstrate p rec i s ion and accuracy a t a batch l eve l 

CAT 
No. Analysis Name 
01754 Iron 
01758 Manganese 
09584 Ferric Iron 
00201 Alkalinity to pH 8.3 
00202 Alkalinity to pH 4.5 
00216 Total Hardness 
00219 Nitrite Nitrogen 
00220 Nitrate Nitrogen 
00229 Sulfite 
00273 Total Organic Carbon 

Laboratory-

Method 
SW-846 6010B 

SW-846 6010B 
SW846 60108 modified 

EPA 310.1 

EPA 310.1 

EPA 130.2 (modified) 

EPA 353.2 

EPA 353.2 

EPA 377.1 

EPA 415.1 

Chronicle 

Trialtt 

AnalysiE I 

Date and Time 
04/30/2003 

04/30/2003 

05/09/2003 

04/21/2003 

04/21/2003 

04/26/2003 

04/17/2003 
04/22/2003 

04/24/2003 

04/23/2003 

02 

02 

12; 

09: 

09: 

13 

13 
12: 

10: 

03 : 

:38 

:38 

:25 

:20 

;20 

:10 

:32 

:33 

:30 

:10 

Analyst 
Donna R Sackett 

Donna R Sackett 

Jane B Follweiler 

Susan A Engle 

Susan A Engle 

Susan A Engle 

Timothy M Petree 

Ramona V Goss 

Kenneth A Bell 

Timothy M Petree 

Dilution 

Factor 
1 

1 

1 
1 

1 
3 3333 

1 
1 

1 
1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev. 3/10/03 
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Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 11:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z032D SDGtt: DCL63-09 
01125 S u l f a t e ( t u r b i d i m e t r i c ) 
04 001 Chemical Oxygen Demand 
08344 F e r r o u s I r o n 

07105 V o l a t i l e Headspace 
Hydrocarbon 

06291 TCL by 8260 (wa te r ) 
01163 GC/MS VOA Water P rep 
01848 WW SW846 ICP D i g e s t ( t o t 

rec) 

4028981 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

EPA 375.4 

EPA 410.4 

SM 18, 3500-Fe D 
(modified) 
SW-846 8015B, modified 

SW-846 8260B 

SW-846 5030B 

SW-846 3005A 

1 

1 
1 

1 

1 

1 
1 

04/30/2003 

04/22/2003 

04/17/2003 

04/18/2003 

04/18/2003 

04/18/2003 

04/24/2003 

09 

09 
20 

13 

21 

21 

09 

17 

:00 

:45 

:55 

:59 

:59 
20 

Susan A Engle 

Susan A Engle 

Daniel S Smith 

Lisa A Johnson 

Elizabeth M Taylor 
Elizabeth M Taylor 

Denise K Conners 

5 

1 
20 

1 

1 
n 

1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 
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Page 1 of I 

Lancaster Laboratories Sample No. WW 4028982 

Collected:04/16/2003 11:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ032D-041603-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z032F 

CAT 

N o . 

SDGtt: DCL63-10 

A n a l y s i s Name 

01754 I r o n 
04001 Chemical Oxygen Demand 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 
n . a 

As Received 
Result 

2 6 
N.D. 

As Received 

Method 
Detection 
Limit 

0 035 

8.8 

Units 

mg/1 
mg/1 

Dilution 
Factor 

1 

1 

T h i s sample was f i e l d f i l t e r e d f o r d i s s o l v e d m e t a l s and COD 

CAT 
No. 
01754 
04001 
01848 

Analysis Name 
Iron 
Chemical Oxygen Demand 
WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 

Method Trialtt 
SW-846 6010B 1 
EPA 410.4 1 
SW-846 3005A 1 

Analysis 
Date and Time 
04/30/2003 02-43 
04/22/2003 09 00 
04/24/2003 09 20 

Analyst 
Donna R Sackett 
Susan A Engle 
Denise K Conners 

Dilution 
Factor 
1 
1 
1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax 717-556-2581 2216 Rev 3/10/03 
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Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 12:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ037D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z037D SDGtt: DCL63-11 

4028983 

CAT 

N o . A n a l y s i s Name CAS N u m b e r 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-l,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N.D 

N.D. 

N.D 

N.D 

N D 

N.D 

N D 

N.D 

N.D. 

N.D. 

N.D. 

0.9 J 

N.D. 

N.D. 

N.D. 

190. 

N.D 

N.D. 

N D. 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D 

for the project. 

0.5 

1. 

1. 

1. 

1. 

0.8 

2 

0 8 

1. 

0.8 

0 8 

0 8 

1. 

0.5 

1. 

1. 

1. 

1. 

0 7 

0.8 

0 8 

1. 

0.8 

0 8 

1 

1. 

1 

6. 

1. 

3. 

1 . 

1. 

3. 

3. 

0.8 

A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax 717-656-2681 2216 Rev. 3/10/03 
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Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

L a n c a s t e r L a b o r a t o r i e s Sample No. WW 4028983 

C o l l e c t e d : 0 4 / 1 6 / 2 0 0 3 12 :25 by BE 

S u b m i t t e d : 0 4 / 1 7 / 2 0 0 3 0 9 : 1 5 
R e p o r t e d : 0 5 / 1 2 / 2 0 0 3 a t 10 :32 
D i s c a r d : 0 7 / 1 2 / 2 0 0 3 
PZ037D-041603 Grab Water Sample 

S i t e Code: SCOOl RFAtt ET03020 
Dayton T h e r m a l / D a y t o n , OH 

Z037D SDGtt: DCL63-11 
As R e c e i v e d 

CAT As R e c e i v e d Method 
No. A n a l y s i s Name CAS Number R e s u l t D e t e c t i o n 

L i m i t 
was performed to demonstrate precision and accuracy at a batch level 

Units 

Dilution 
Factor 

CAT 
No. Analysis Name 
06291 TCL by 8260 (water) 
01163 GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt Date and Time 
SW-846 8260B 1 04/22/2003 10.10 
SW-846 5030B 1 04/22/2003 10 10 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 
1 
n a. 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-655-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 12:40 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ037I-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028984 

Z037I SDGtt: DCL63-12 

CAT 
No. Analysis Name CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 

D i l u t i o n 
F a c t o r 

06291 TCL by 8260 (water ) 

02010 Methyl T e r t i a r y Bu ty l E t h e r 
05385 Chloromethane 
05386 Vinyl Chloride 
05387 Bromomethane 
05388 Chloroethane 
05390 1, 1-Dichloroethene 

05391 Methylene Chloride 
05392 trans-1,2-Dichloroethene 

05393 1, 1-Dichloroethane 
05395 cis-1,2-Dichloroethene 

05396 Chloroform 
05398 1, 1,1-Trichloroethane 

05399 Carbon Tetrachloride 

05401 Benzene 

05402 1, 2-Dichloroethane 
05403 Trichloroethene 

05404 1, 2-Dichloropropane 
05406 Bromodichloromethane 

05407 Toluene 
05408 1, 1,2-Trichloroethane 

05409 Tetrachloroethene 
05411 Dibromochloromethane 
05413 Chlorobenzene 
05415 Ethylbenzene 

05418 Styrene 
05419 Bromoform 
05421 1, 1, 2,2-Tetrachloroethane 

06302 Acetone 
06303 Carbon Disulfide 

06305 2-Butanone 
06306 trans-1,3-Dichloropropene 
06307 cis-1,3-Dichloropropene 

06308 4-Methyl-2-pentanone 

06309 2-Hexanone 
06310 Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

N D 

N D. 

N D 

N D. 

N.D. 

4 . 

N D 

1 

8 

11. 

N.D. 

19. 

N.D 

N.D 

N.D. 

3,200 

N.D. 

N.D 

N.D 

N D. 

N.D. 

N.D. 

N D. 

N D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

not submitted for the project. A 

0 5 

1 

1 

1 

1 

0 8 

2. 

0 8 

1 

0 8 

0.8 

0.8 

1. 

0.5 

1. 

20 

1 . 

1. 

0.7 

0 8 

0 8 

1 

0 8 

0.8 

1 

1. 

1 

6. 

1 

3 

1 

1. • 

3 

3 

0 8 

LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

20 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 12:40 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ037I-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028984 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

Z037I SDGtt: DCL63-12 

CAT 
No. Analysis Name CAS Number 

As Received 
Result 

As Received 

Method 

Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level. 

Units 

Dilution 
Factor 

CAT 
No. 
06291 
06291 
01163 
01163 

Analysis Name 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 
SW-846 8260B 1 
SW-846 8260B 1 
SW-846 5030B 1 
SW-846 5030B 2 

Date and Time 
04/21/2003 15:26 
04/22/2003 09.21 
04/21/2003 15:26 
04/22/2003 09:21 

Analyst 
Elizabeth M Taylor 
Elizabeth M Taylor 
Elizabeth M Taylor 
Elizabeth M Taylor 

Dilution 
Factor 
1 
20 
n.a. 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax- 717-656-2681 2216 Rev 3/10/03 



# 

Lancaster 
Laboratories 

Page 1 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 12:40 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ037I-041603-DUP Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028985 

ZD37I SDGtt: DCL63-13FD 

CAT 
No. Analysis Name CAS Number 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

As R e c e i v e d 
R e s u l t 

As R e c e i v e d 
Method 
D e t e c t i o n 

L i m i t 
Units 

Dilution 

Factor 

06291 TCL by 8260 (water) 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Methyl Tertiary Butyl Ether 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1,1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethene 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1, 2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1,2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

N D. 

N.D. 

N.D 

N.D 

N.D. 

4 . J 

N.D 

1 J 

8 

11 

N D 

19 

N.D. 

N.D. 

N.D. 

3,000. 

N.D. 

N.D 

N D. 

N.D. 

N D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D 

N.D. 

N.D. 

N.D 

N.D 

N.D. 

for the pro] 

0 5 

1. 

1. 

1. 

1. 

0.8 

2 

0.8 

1 

0 8 

0 8 

0 8 

1. 

0.5 

1. 

20 

1. 

1 

0.7 

0.8 

0.8 

1. 

0.'8 

0 8 

1. 

1 

1 

6 

1. 

3. 

1. 

1. 

3. 

3. 

0.8 

ect A LCS/LCSD 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

20 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax. 717-556-2681 2216 Rev. 3/10/03 



# 

Lancaster 
Laboratories 

Page 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 12:40 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
PZ037I-041603-DUP Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028985 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

ZD37I 

CAT 

N o . 

SDGtt: DCL63-13FD 

A n a l y s i s Name CAS Number 

As Received 

Result 

As Received 

Method 

Detection 
Limit 

was performed to demonstrate precision and accuracy at a batch level 

Units 

Dilution 

Factor 

CAT 

No. 

06291 

06291 

01163 

01163 

Analysis Name 

TCL by 8260 (water) 

TCL by 8260 (water) 

GC/MS VOA Water Prep 

GC/MS VOA Water Prep 

Laboratory Chronicle 
Analysis 

Method Trialtt 

SW-846 8260B 1 

SW-846 8260B 1 

SW-846 5030B 1 

SW-846 5030B 2 

Date and Time 

04/21/2003 15:51 

04/22/2003 09.46 

04/21/2003 15.51 

04/22/2003 09 46 

Analyst 

Elizabeth M Taylor 

Elizabeth M Taylor 

Elizabeth M Taylor 

Elizabeth M Taylor 

Dilution 

Factor 

1 

20 

n.a. 

n a . 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03 



# 
Lancaster 
Laboratories 

Page 1 of 3 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 13:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
MW037S-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

M037S SDGtt: DCL63-14 

4028986 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAT 

No. 

01754 

01758 

09584 

00201 

00202 

00216 

00219 

00220 

00229 

00273 

01125 

04001 

08344 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8.3 

Alkalinity to pH 4.5 

Total Hardness 

CAS Number 

7439-89-6 

7439-96-5 

n a. 

n a 

n a 

471-34-3 

As Received 

Result 

32 0 

0 .072 

31.9 

N D. 

273 . 

475 

As Received 

Method 

Detection 

Limit 

0.035 

0 00050 

0 0350 

0.41 

0.41 

2.5 

Nitrite Nitrogen 14797-65-0 N D. 0 015 

Nitrate Nitrogen 14797-55-8 3 1 0 040 

Matrix QC was performed on this sample for the Nitrate Nitrogen analysis. 

Please see the attached QC Summary report for the parameter showing a matrix 

bias . 

Sulfite 14265-45-3 N.D. 1.2 

The 40 CFR Part 136 requires that analysis for sulfite be performed 
immediately (within 15 minutes) upon sample collection. Although this 
analysis is performed promptly upon receipt at the laboratory, the results 
may not be acceptable for NPDES compliance monitoring. 
Total Organic Carbon n.a. 0.86 J 

Sulfate (turbidimetric) 14808-79-8 60.0. 

Chemical Oxygen Demand n.a. N.D. 

Units 

mg/1 

mg/1 

mg/1 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

1 

1 

1 

5 

1 

1 

mg/1 

Ferrous Iron 0.13 

0.50 

7.5 

8.8 

0.0080 

mg/1 

mg/1 

mg/1 

mg/1 

1 

5 

1 

1 

07105 Volatile Headspace Hydrocarbon 

07107 Ethane 

07108 Ethene 

74-84-0 

74-85-1 

N D 

N.D. 

1.0 

1.0 

ug/1 

ug/1 

06291 TCL by 8260 (water) 

02010 

05385 

05386 

05387 

05388 

05390 

05391 

05392 

05393 

05395 

05396 

Methyl Tertiary Butyl 

Chloromethane 

Vinyl Chloride 

Bromomethane 

Chloroethane 

1, 1-Dichloroethene 

Methylene Chloride 

trans-1,2-Dichloroethe 

1,1-Dichloroethane 

cis-1,2-Dichloroethene 

Chloroform 

Ether 

ne 

1634-04-4 

74-87-3 

75-01-4 

74-83-9 

75-00-3 

75-35-4 

75-09-2 

156-60-5 

75-34-3 

156-59-2 

67-66-3 

N 

N 

N, 

N. 

N 

N 

N 

N 

2 

3 

1 

.D. 

.D. 

.D. 

.D 

.D 

D 

.D 

.D. 

J 

J 

J 

0 

1 

1. 

1 

1 

0, 

2 

0 

1. 

0 

0 

5 

.8 

.8 

8 

8 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-655-2681 2216 Rev. 3/10/03 



# 
Lancaster 
Laboratories 

Page 2 of 3 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 13:25 by BE 

Submitted: 04/17/2003 09:15 

Reported: 05/12/2003 at 10:32 

Discard: 07/12/2003 

MW037S-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 

Dayton Thermal/Dayton, OH 

4028986 

Account Number: 10160 

DaimlerChrysler Corporation 

PO Box 537933 

Livonia MI 48153-7933 

M037S SDGtt: DCL63-14 

CAT 

No. 

05398 

05399 

05401 

05402 

05403 

05404 

05406 

05407 

05408 

05409 

05411 

05413 

05415 

05418 

05419 

05421 

06302 

06303 

06305 

06306 

06307 

06308 

06309 

06310 

Analysis Name 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

Benzene 

1,2-Dichloroethane 

Trichloroethene 

1, 2-Dichloropropane 

Bromodichloromethane 

Toluene 

1,1, 2-Trichloroethane 

Tetrachloroethene 

Dibromochloromethane 

Chlorobenzene 

Ethylbenzene 

Styrene 

Bromoform 

1,1,2,2-Tetrachloroethane 

Acetone 

Carbon Disulfide 

2-Butanone 

trans-1,3-Dichloropropene 

cis-1,3-Dichloropropene 

4-Methyl-2-pentanone 

2-Hexanone 

Xylene (Total) 

A site-specific MSD sample was 

was performed to demonstrate p 

CAS Number 

71-55-6 

56-23-5 

71-43-2 

107-06-2 

79-01-6 

78-87-5 

75-27-4 

108-88-3 

79-00-5 

127-18-4 

124-48-1 

108-90-7 

100-41-4 

100-42-5 

75-25-2 

79-34-5 

67-64-1 

75-15-0 

78-93-3 

10061-02-6 

10061-01-5 

108-10-1 

591-78-6 

1330-20-7 

not submitted 

As Received 

Result 

6. 

N.D. 

N.D. 

N.D. 

860. 

N.D 

N D 

N.D 

N.D. 

4 J 

N.D. 

N D 

N D 

N.D 

N.D 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N D. 

N.D. 

N.D. 

N.D. 

for the project. A 

recision and accuracy at a batch 

As Received 

Method 

Detection 
Limit 

0 8 

1 . 

0 5 

1 

10 

1 

1 . 

0 7 

0 8 

0 8 

1 . 

0 8 

0 8 

1 

1 

1. 

6 

1 . 

3. 

1. 

1 . 

3 

3 

0 8 

LCS/LCSD 

level. 

Units 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

ug/1 

Dilution 

Factor 

1 

1 

1 

1 

10 

1 

1 

1 J 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

Surrogate recoveries were outside of QC limits for the GC/MS volatile 

fraction. The analysis was repeated and out of specification surrogate 

recoveries were again observed indicating a matrix effect. 

CAT 

No. 
01754 

01758 

09584 

Analysis Neune 
Iron 

Manganese 

Ferric Iron 

Laboratory Chronicle 
Analysis 

Trialtt 
1 
1 
1 

Method 
SW-846 6010B 
SW-846 6010B 
SW846 6010B modified 

Date and Time 
04/30/2003 02:58 
04/30/2003 02:58 
05/09/2003 12:25 

Analyst 
Donna R Sackett 
Donna R Sackett 
Jane B Follweiler 

Dilution 
Factor 

1 
1 
1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-655-2681 2216 Rev. 3/10/03 



Lancaster 
Laboratories 

Page 3 of 3 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 13:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:32 
Discard: 07/12/2003 
MW037S-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

SDGtt: DCL63-14 
A l k a l i n i t y t o pH 8 .3 
A l k a l i n i t y t o pH 4 . 5 
T o t a l Hardness 
N i t r i t e N i t r o g e n 
N i t r a t e N i t r o g e n 
S u l f i t e 
Total Organic Carbon 
Sulfate (turbidimetric) 
Chemical Oxygen Demand 
Ferrous Iron 

Volatile Headspace 
Hydrocarbon 
TCL by 8260 (water) 
TCL by 8260 (water) 
GC/MS VOA Water Prep 
GC/MS VOA Water Prep 
WW SW846 ICP Digest (tot 
r e c ) 

4 0 2 8 9 8 6 

Account Number: 1016 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

M037S 
00201 

00202 

00216 

00219 

00220 

00229 

00273 

01125 

04001 

08344 

07105 

06291 

06291 

01163 

01163 

01848 

EPA 310 1 

EPA 310 1 

EPA 130 2 (mod: 

EPA 353.2 

EPA 353.2 
EPA 377.1 

EPA 415:i 

EPA 375 4 

EPA 410 4 
SM 18, 3500-Fe 
(modified) 
SW-846 8015B, I 

SW-846 8260B 

SW-846 8260B 

SW-846 5030B 

SW-846 5030B 

SW-846 3005A 

ified) 

D 

Tiodif led 

1 
1 

1 
1 

1 
1 

1 

1 
1 

1 

1 

1 

1 

1 

2 
1 

04/21/2003 

04/21/2003 

04/26/2003 

04/17/2003 

04/22/2003 

04/24/2003 

04/23/2003 

04/30/2003 

04/22/2003 

04/17/2003 

04/18/2003 

04/21/2003 

04/22/2003 

04/21/2003 

04/22/2003 

04/24/2003 

09 

09 
13 

13 

12 

10: 

03 

09: 

09: 

20 

14 

16 

10 

16 

10 

09 

:20 

:20 

:10 

:33 

:35 
:30 

:21 

:17 

:00 

•45 

.05 

•16 

59 

16 

:59 

:20 

Susan A Engle 
Susan A Engle 
Susan A Eng le 
Timothy M P e t r e e 
Ramona V Goss 
Kenne th A B e l l 
Timothy M P e t r e e 
Susan A Eng le 
Susan A Engle 
D a n i e l S Smith 

L i s a A Johnson 

E l i z a b e t h M T a y l o r 
E l i z a b e t h M T a y l o r 
E l i z a b e t h M T a y l o r 
E l i z a b e t h M T a y l o r 
D e n i s e K Conners 

1 
10 
n a . 
n a . 
1 

M E M B E R 

Lancaster Laboratones, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax 717-656-2581 2215 Rev 3/10/03 
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^ 

Lancaster 
Laboratories 

Page I of 

Lancaster Laboratories Sample No. WW 4028987 

Collected:04/16/2003 13:25 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:33 
Discard: 07/12/2003 
MW037S-041603-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

M37SF 

CAT 

N o . 

SDGtt: DCL63-15 

A n a l y s i s Name 

01754 I r o n 
04 001 Chemica l Oxygen Demand 

Account Number: 1016 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 

n a . 

As Received 
Result 

N D. 

N.D 

As Receive 
Method 
Detection 
Limit 
0.035 
8.8 

id 

Units 

mg/1 

mg/1 

Dilution 

Factor 

1 

1 

T h i s sample was f i e l d f i l t e r e d f o r d i s s o l v e d m e t a l s and COD. 

CAT 
No. 
01754 
04001 
01848 

Analysis Name 
Iron 
Chemical Oxygen Demand 
WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 

Method Trialtt 
SW-846 6010B 1 
EPA 410.4 1 
SW-846 3005A 1 

Analysis 
Date and Time 
04/30/2003 03 03 
04/22/2003 09-00 
04/24/2003 09:20 

Analyst 
Donna R Sackett 
Susan A Engle 
Denise K Conners 

Dilution 
Factor 
1 
1 
1 

M E M B E R 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



Z l ^ Lancaster 
Laboratories 

Paoe I of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 17:00 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:33 
Discard: 07/12/2003 
PZ040D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z-40D SDGtt: DCL63-16 

4028988 

Account Number: 1016 0 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

CAT 

No. 

01754 

01758 

09584 

00201 

00202 

00216 

00219 

00220 

00229 

00273 

01125 

04001 

08344 

CAS Number 

7439-89-6 

7439-96-5 

n.a. 

n a . 

n a . 

471-34-3 

14797-65-

14797-55-

14265-45-

0 

8 

3 

As Received 

Result 

2.6 

0.14 

N.D. 

N.D. 

292. 

404 

N.D. 

N D. 

N.D 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 8.3 

Alkalinity to pH 4.5 

Total Hardness 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

The 40 CFR Part 136 requires that analysis for sulfite be performed 
immediately (within 15 minutes) upon sample collection. Although this 
analysis is performed promptly upon receipt at the laboratory, the results 
may not be acceptable for NPDES compliance monitoring. 
Total Organic Carbon n.a. 0.74 J 0.50 

Sulfate (turbidimetric) 14808-79-8 81.0 6.0 

Chemical Oxygen Demand n.a. N.D. 8.8 

As Received 

Method 

Detection 
Limit 

0.035 

0 00050 

0.0800 

0.41 

0 41 

2 5 

0 015 

0 040 

1 2 

Units 

mg/1 

mg/1 

mg/1 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 as 
CaC03 

mg/1 

mg/l 

mg/1 

Dilution 

Factor 

1 

1 

1 

1 

1 

5 

1 

1 

1 

Ferrous Iron 2 .5 0 080 

mg/l 

mg/l 

mg/l 

mg/l 

1 

4 

1 

10 

07105 Volatile Headspace Hydrocarbon 

07107 Ethane 

07108 Ethene 

74-84-0 

74-85-1 

N.D. 

N.D. 

1.0 

1.0 

ug/1 

ug/1 

CAT 

No. 
01754 

01758 
09584 

00201 

00202 

00216 

00219 

00220 

00229 

00273 

Analysis Name 
Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 

Alkalinity to pH 

Total Hardness 
Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

8 

4 

3 

5 

Total Organic Carbon 

Laboratory 

Method 
SW-846 6010B 

SW-846 6010B 
SW846 6010B modified 

EPA 310.1 

EPA 310.1 

EPA 130.2 (modified) 

EPA 353.2 

EPA 353.2 

EPA 377.1 

EPA 415.1 

Chronicle 

Trialtt 
1 
1 

1 
1 

1 

1 
1 

1 
1 

1 

AnalysiE 
Date and Time 
04/30/2003 

04/30/2003 

05/09/2003 

04/21/2003 

04/21/2003 

04/26/2003 
04/17/2003 

04/22/2003 

04/24/2003 

04/23/2003 

03:09 

03:09 

12:40 

09:20 

09:20 

13:10 

13:26 

12:38 

10.30 

03:33 

Analyst 
Donna R Sackett 
Donna R Sackett 
Jane B Follweiler 
Susan A Engle 
Susan A Engle 
Susan A Engle 
Timothy M Petree 
Ramona V Goss 
Kenneth A Bell 
Timothy M Petree 

Dilution 

Factor 

1 

1 

1 

1 

1 

5 

1 

1 

1 

1 

Lancaster Laboratories, Inc 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03 



^ 1 ^ Lancaster 
Laboratories 

Paoe 2 of 2 

Lancaster Laboratories Sample No. WW 

Collected:04/16/2003 17:00 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:33 
Discard: 07/12/2003 
PZ040D-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

4028988 

Z-40D 
01125 

04001 

08344 

07105 

01848 

SDGtt: DCL63-16 
Sul fa te ( tu rb id imet r ic ) 
Chemical Oxygen Demand 
Ferrous Iron 

Volatile Headspace 
Hydrocarbon 
WW SW846 ICP Digest (tot 
rec) 

Account Number: 10160 

DaimlerChrysler Corporation 
PO Box 537933 

Livonia MI 48153-7933 

EPA 375 4 1 

EPA 410 4 1 

SM 18, 3500-Fe D 1 
(modified) 
SW-846 80158, modified 1 

SW-846 3005A 1 

04/30/2003 09-17 

04/22/2003 09:00 

04/17/2003 20:45 

04/18/2003 14:15 

04/24/2003 09:20 

Susan A Engle 

Susan A Engle 

Daniel S Smith 

Lisa A Johnson 

Denise K Conners 

4 

1 

10 

1 

1 

M E M B E R 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-555-2681 2216 Rev 3/10/03 



Lancaster 
Laboratories 

Pape I of 

Lancaster Laboratories Sample No. WW 4028989 

Collected:04/16/2003 17:00 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:33 
Discard: 07/12/2003 
PZ040D-041603-Filtered Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z4 0DF 

CAT 

N o . 

SDGtt: DCL63-17 

A n a l y s i s Name 

01754 I r o n 
04 001 Chemical Oxygen Demand 

Account Number: 1016 0 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 48153-7933 

CAS Number 

7439-89-6 

n a . 

As Receiv 

Result 

2.5 

N D 

ed 

As Received 

Method 

Detection 
Limit 

0 035 

8 8 

Units 

mg/l 

mg/l 

Dilution 

Factor 

1 

1 

T h i s sample was f i e l d f i l t e r e d f o r d i s s o l v e d m e t a l s and COD. 

CAT 
No. 
01754 
04001 
01848 

Analysis Name 
Iron 

Chemical Oxygen Demand 

WW SW846 ICP Digest (tot 
rec) 

Laboratory Chronicle 

Method Trialtt 
SW-846 6010B 1 
EPA 410.4 1 
SW-846 3005A 1 

Analysis 

Date and Time 
04/30/2003 03 14 

04/22/2003 09 00 

04/24/2003 09.20 

Analyst 
Donna R Sackett 
Susan A Engle 

Denise K Conners 

Dilution 

Factor 

1 

1 

1 

Lancaster Laboratories, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax 717-556-2681 



# 

Lancaster 
Laboratories 

Page I of 2 

Lancaster Laboratories Scunple No. WW 

Collected:04/16/2003 17:30 by BE 

Submitted: 04/17/2003 09:15 
Reported: 05/12/2003 at 10:33 
Discard: 07/12/2003 
PZ034I-041603 Grab Water Sample 

Site Code: SCOOl RFAtt ET03020 
Dayton Thermal/Dayton, OH 

Z-34I SDGtt: DCL63-18 

4028990 

CAT 

No. 

01754 

01758 

09584 

00201 

00202 

00216 

00219 

00220 

00229 

Analysis Name 

Iron 

Manganese 

Ferric Iron 

Alkalinity to pH 

Alkalinity to pH 

Total Hardness 

Nitrite Nitrogen 

Nitrate Nitrogen 

Sulfite 

8.3 

4 .5 

Account Number: 10160 

D a i m l e r C h r y s l e r C o r p o r a t i o n 
PO Box 537933 

L i v o n i a MI 4 8 1 5 3 - 7 9 3 3 

00273 

01125 

04001 

08344 

CAS Number 

7439-89-6 

7439-96-5 

n a. 

n a . 

n a . 

471-34-3 

14797-65-0 

14797-55-8 

14265-45-3 

As Received 

Result 

1.8 

0.15 

N D. 

N D. 

360. 

555. 

N.D. 

N.D. 

N.D. 

As Received 

Method 

Detection 
Limit 

0.035 

0.00050 

0.0800 

0.41 

0 41 

2.5 

0.015 

0.040 

1.2 

Units 

mg/l 

mg/l 

mg/l 

mg/l as 
CaC03 

mg/l as 
CaC03 

mg/l as 
CaC03 

mg/l 

mg/l 

mg/l 

Dilution 

Factor 

1 

1 

1 

1 

1 

5 

1 

1 

1 

The 40 CFR P a r t 136 r e q u i r e s t h a t a n a l y s i s f o r s u l f i t e be p e r f o r m e d 
i m m e d i a t e l y ( w i t h i n 15 m i n u t e s ) upon sample c o l l e c t i o n . A l t h o u g h t h i s 
a n a l y s i s i s pe r fo rmed p r o m p t l y upon r e c e i p t a t t h e l a b o r a t o r y , t h e r e s u l t s 
may no t be a c c e p t a b l e f o r NPDES c o m p l i a n c e m o n i t o r i n g . 
T o t a l O r g a n i c Carbon n . a . 1.8 J 0 .50 

S u l f a t e ( t u r b i d i m e t r i c ) 14808-79-8 130 . 6 .0 

Chemical Oxygen Demand n . a . N.D. 8 .8 

F e r r o u s I r o n 0.080 

mg/l 

mg/l 

mg/l 

mg/l 

1 

4 

1 

10 

07105 Volatile Headspace Hydrocarbon 

07107 

07108 

Ethane 

Ethene 

74-84-0 

74-85-1 

N.D. 

N.D. 

1.0 

1.0 

ug/1 

ug/1 

CAT 

No. 
01754 

01758 
09584 

00201 

00202 

00216 

00219 

00220 

00229 
00273 

Analysis Name 
Iron 

Manganese 

Ferric Iron 
Alkalinity to 

Alkalinity to 

Total Hardness 
Nitrite Nitroc 

Nitrate Nitroc 

Sulfite 

Total Organic 

pH 

pH 

(en 

len 

8. 

4 . 

,3 

5 

Carbon 

Laboratory 

Method 
SW-846 6010B 

SW-846 6010B 

SW846 6010B modified 

EPA 310.1 

EPA 310.1 

EPA 130.2 (modified) 

EPA 353.2 

EPA 353.2 

EPA 377.1 

EPA 415.1 

Chronicle 

Trialtt 

Analysis 

Date and Time 
04/30/2003 03 

04/30/2003 03; 

05/09/2003 12 

04/21/2003 09: 

04/21/2003 09: 

04/26/2003 13: 

04/17/2003 13: 

04/22/2003 12: 

04/24/2003 10: 

04/23/2003 04: 

:19 

:19 

:25 

:20 

:20 

:10 
:27 

:40 

:30 
:07 

Analyst 

Donna R Sackett 

Donna R Sackett 

Jane B Follweiler 

Susan A Engle 

Susan A Engle 

Susan A Engle 

Timothy M Petree 

Ramona V Goss 

Kenneth A Bell 

Timothy M Petree 

Dilution 
Factor 
1 
1 
1 
1 
1 
5 
1 
1 
1 
1 

Lancaster Laboratones, Inc. 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax 717-555-2581 2215 Rev 3/10/03 




